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OPERATING INSTRUCTIONS
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1. Check the condition of the battery by flipping
the toggle switch to the “Batt Test” position. If the
battery has a charge, the red LED will light and an
audible beep will be heard. If the battery is weak,
the light will be dim and the beep will be weak.
Replace the standard 9-volt transistor battery by
removing the two black knobs that hold the control
panel in place and lifting out the module. After
replacing the battery, carefully fit the module back
in place and replace the black knobs, finger tight.
2. To familiarize yourself with the action of the unit,
dip the electrode into a jar of water. When the
electrode touches the water, the LED will light and
a beep will be heard.
3. Make sure the toggle switch is in the “ON”
position. Slowly lower the electrode cable into the
well, keeping an eye on the cable markers, which
are spaced every 5 feet. Every other cable marker
- at 10, 20, 30, etc. feet - is marked with a number:
No. 1 marks 10 feet, No. 2 marks 20 feet, No. 3 marks
30 feet, etc.
4. When the LED lights and the beep is heard, the
electrode has reached the water. Check the
position of the nearest cable marker to calculate
the water level. For draw-down tests, initially lower
the electrode unit when the well is not pumping.
This will help keep the cable and electrode assembly
from getting tangled around the pump column.
5. Turn off the instrument when not in use to
conserve the battery.
6. When the job is completed, wash the electrode
assembly with fresh water and dry it thoroughly.
7. If your Fisher WLT is cared for in the manner due
any fine piece of equipment, you will be assured
long and dependable service.
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SPECIAL INSTRUCTIONS
“Hard” (Mineralized) Water



When using the unit in areas of hard water, the LED and audio
beep may continue to respond after the electrode is withdrawn
from the water. In this case, it will be necessary to completely
rewind the WLT to dry or blow out the electrode before taking a
second reading.



Oil Contamination
Lubricated parts of the pump and pump motor occasionally



leak, causing a layer of oil to float above the water level. This oil
will foul the electrode assembly unless special precautions are
taken. If oil is suspected, place one of the small bags (probe
covers) that accompany the instrument over the electrode
assembly, and fasten it securely. Wet the bag and then proceed,
following the instructions given above. Wetting the bag will help
it pass through the oil with a minimum of contamination. The texture
of the bag allows water but prevents oil from readily passing
through. An accurate reading of the water level can be obtained
by slowly withdrawing the electrode assembly once it is definitely
below the water level. The audible beep and LED will indicate
when the electrode has passed the oil-water contact. If the
electrode becomes contaminated with oil, it should be washed
with dish detergent and thoroughly rinsed.



Short-Curcuited Cable or Electrode
Cable damage or hard-water residue on the electrode



assembly may short out the instrument, resulting in a lighted LED
and an audible beep when the instrument is turned on. Locate
and repair any shorts in the cable, and shake or blow out all
residue from the electrode assembly before using the instrument.
Any short, if left unrepaired, will cause battery drain when the
instrument is left on.



Custom Specifications
The WLT series cable comes in standard lengths of 100, 200,



300, 400 and 500 feet, with crimped brass markers every five
feet and a lead electrode. Metric lengths of 50, 100 and 150
meters are also available with brass markers at one-meter
intervals. For special applications, Fisher Research Laboratory
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PARTS LIST



will custom manufacture any cable length up to 500 feet, marked
in feet or meters. A heavy-duty brass electrode is optional. If
longer lengths are required, the Fisher WLX series is available in
standard lengths of 300, 500, 750, 1,000 and 1,500 feet. For greater
measuring precision, request data on the Fisher WLZ Series with
calibrated steel tape and available in 100, 200, 300 and 400 feet,
and 50 and 100 meters.



Serial Number
The serial number of each WLT unit is located inside the cable



spool. To access the serial number, remove the two black knobs
that hold the control panel in place. Carefully remove the control
module, revealing the serial number on the inside of the spool.



Part # Description
Replacement Cable:



201656-3130 300 Ft. Tagged and w/ Lead Electrode
201656-3150 500 Ft. Tagged and w/Lead Electrode
201577-3240 300 Ft. Tagged and w/Brass Electrode
201577-3260 500 Ft. Tagged and w/Brass Electrode



Replacement Cable (Metric):
201946-3170 100 M. Tagged and w/Lead Electrode
201946-3180 150 M. Tagged and w/Lead Electrode
202973-3310 100 M. Tagged and w/Brass Electrode
202973-3320 150 M. Tagged and w/Brass Electrode



Miscellaneous:
673051 Probe Cover (T-Bag)
150884 9-Volt Battery
201656 Lead Electrode Assembly (w/36" of cable)
201577 Brass Electrode Assembly (w/36" of cable)
943061 Brass Markers (Specify Blank or Numbered)
202167 Hard Carrying Case
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Accuracy.............................. Guaranteed accuracy is ±0.4% from
        probe tip to any marker.



Operating Temp .................................. 32OF to 120OF, (0OC to 50OC)
Battery .................................................................... (1) 9V (NEDA 1604)



Weight:
WLT (w/300' cable)..........................................................11 lbs. (5k)



Shipping Weight:
WLT 300' cable ............................................................. 13 lbs. (5.9k)
WLT 300' cable w/hard case ...................................  18 lbs. (8.2k)



Shipping Size:
WLT (all models): .................................................. 17" X 14-3/4" X 8"



 (43cm X 37cm X 20cm)
WLT in hard case: .................................. 19-1/2" X 16-3/4" X 8-3/4"



   (49cm X 42cm X 22cm)



SPECIFICATIONS
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Q U A L I T Y
Fisher detectors are renowned for their quality.



Each instrument is hand crafted in the USA with pride



P E R F O R M A N C E
Our detectors are durable, dependable, and search deeper.



R E P U T A T I O N
Fisher produced the first patented metal detector in 1931. For
over 70 years, the Fisher logo has been a mark of excellence.



2 - Y E A R  W A R R A N T Y
Fisher believes in the products we produce and backs this



belief with a 2 year limited warranty, Warranty may vary out-
side the United States. See your dealer for details



S E R V I C E
Fisher is committed to providing you, our valued customer, with
superior service. Each and every instrument is rigidly tested and



carefully inspected during assembly and before shipment.
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NOTE 



DOCUMENTATION CONVENTIONS 



 
This document uses the following conventions to present information: 
 



  
 
 
 
 



 
 
 
 
 



 
 
 
 
 
  



An exclamation point icon indicates a WARNING of a situation 
or condition that could lead to personal injury or death. You 
should not proceed until you read and thoroughly understand the 
WARNING message. 



WARNING



CAUTION 



A raised hand icon indicates CAUTION information that relates to 
a situation or condition that could lead to equipment malfunction 
or damage. You should not proceed until you read and thoroughly 
understand the CAUTION message. 



A note icon indicates NOTE information. Notes provide additional 
or supplementary information about an activity or concept. 
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NOTICES    



 
 Disconnect from power source when not in use.  
 
 Power input source must not exceed maximum ratings. 
 
 Equipment must be wired to a negative ground system. 
 
 Equipment may not operate properly with excess wiring not supplied by 



manufacturer. 
 
 Avoid spraying fluid directly at equipment. 
 
 Never submerge equipment. 
 
 Avoid pulling on wires to unplug equipment wiring. 
 
 Avoid using equipment with obvious physical damage. 
 
 To prevent equipment damage, avoid dropping it. 
 
 



 



 
WARNING 
 
 
 



Do not operate this equipment if it has visible signs of significant 
physical damage other than normal wear and tear. 



The Geotech Geopump Peristaltic Pump cannot be made 
dangerous or unsafe as a result of failure due to EMC interference.  



 



In order to ensure your Geopump has a long service life and 
operates properly, adhere to the following cautions and read 
this manual before use. 
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The following applies only to users in European countries: 
 



 This product is designated for separate collection at an appropriate collection 
point. Do not dispose of as household waste. 
 



 For more information, contact the seller or the local authorities in charge of waste 
management.  



 



Notice for consumers in Europe: 
 
This symbol indicates that this product is to be collected 
separately. 
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Section 1: System Description 
 
Function and Theory 
 
The Geotech Series I and II Peristaltic Pumps (Geopump) are designed for single and 
multi-stage pressure/vacuum pumping of liquids for field or laboratory use. Since the 
Geopump can operate to a depth of 27’ (8m) at sea level, it is ideally suited for sample 
removal from shallow wells and all surface water sources. 
 
The Geopump operates by mechanical peristalsis; therefore, the sample only comes in 
contact with the tubing. This allows for sample integrity as well as easy cleaning and 
tubing replacement. When using the optional stainless steel tubing weight, tubing can be 
lowered without curling or floating on the surface of the water.  Geopumps can operate 
from any external 12V DC or 120V AC power source. 
 
Differences between the two models affect the number of pump heads which may be used 
with the Geopump at one time and the speed(s) at which the pump heads operate.  
 
System Components 
 
SERIES I Peristaltic Pumps 
 
Peristaltic pumps are available in AC only, DC only, or AC/DC combination power cord 
options.  DC options can be hardwired or removable, whereas the AC power cord option is 
removable only. These units have one pumping station, which can also be piggybacked 
for multi-station pumping. The variable speed range is from 60 RPM to 350 RPM. 
 
SERIES II Peristaltic Pumps   
 
Peristaltic pumps are available in AC only, DC only, or AC/DC combination power cord 
options.  DC options can be hardwired or removable, whereas the AC power cord option is 
removable only. These units have two pumping stations, which can also be piggybacked 
for multi-station pumping. The first pumping station is rated at 30 RPM to 300 RPM and 
the second station at 60 RPM to 600 RPM. Each pumping station works in conjunction 
with the other. 
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Section 2: System Installation 
 
Standard Pump Head Instructions 
 



1. Separate the pump halves. Hold the pump head as shown with the rollers in the 
2, 6, and 10 o’clock positions and the rotor shaft facing down. 
 



 
 



2. Place the tubing around the rollers. 
 



 
 



3. Turn rotor counterclockwise until tubing completely surrounds the rotor. 
 



4. The tubing is now in place. Next, position other pump half onto the motor shaft 
and snap shut. Be careful not to pinch tubing between plastic halves. 
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Easy-Load II Pump Head Instructions 
 



1. Attach the Easy-Load II pump to the Geopump with the screws provided. 
 



2. Set the lever to the left to open the pump. Place the tubing left to right. 
 



 
 



3. Set the lever to the right to close the pump housing onto the tubing. 
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Section 3: System Operation 
 
The Geopump arrives packed in a hard-shell peristaltic pump carry case with the pump 
head properly attached to the pump (purchased separately). See Section 8: Parts and 
Accessories additional parts. 
 
To place the pump into service: 
 



1. Remove the pump from the case and verify the pump is switched to “OFF”.  
 



2. For AC/DC combination units, plug in the appropriate power cord into the outlet 
in the back of the pump and the other end of the power cord into the power 
source. 



 
3. Insert the tubing into the pump head. 



 
4. Put one end of the tubing into the sample source (well, river, ditch, lagoon, etc.) 



and the other end into the sample container. 
 



5. Determine the desired direction of flow and set the toggle switch for the flow 
direction. 



 
6. Turn the pump “ON”. 



 
7. Once pumping has begun, the speed dial can be adjusted to increase or reduce 



the fluid pumping speed as needed. 
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Section 4: System Maintenance 
 
The Geopump has a strong reputation for durability and being virtually maintenance free. 
The following maintenance steps will assure your pump’s long-term reliability: 
 
Pump Tubing: 
 
Depending on the pump head design, different sizes of tubing may be used. Use of 
incorrect tubing, size, or type, will cause damage to the pump and/or the pump head and 
void the warranty. Geotech recommends tubing be replaced regularly for optimum 
performance. Using the proper size and type of tubing for the pump head is essential. If 
you are unsure of the tubing type for your application, please call Geotech. 
 
Pump: 
 
Keep your Geopump clean and dry. In the event that the Geopump is subjected to 
significant splashing or immersion, discontinue use and wipe the unit down immediately 
with a clean, dry cloth. 
 
To keep the Geopump reliable follow these simple guidelines: 
 
 Do not drop Geopump. 
 Do not immerse Geopump. 
 Do not subject Geopump to poor power supplies. 
 Do not subject Geopump to extreme heat or cold when in use. 
 
Power Cords: 
 
Always replace a kinked or damaged power cord. Replacement power cords are available 
for AD/DC combination units. Units with a hard-wired DC power cord are to be sent back 
to Geotech for proper repair. Refer to the Geotech Warranty and Repair page in the back 
of this manual. 
 
Pump Head: 
 
Clean the Geopump pump head periodically using a phosphate-free cleaning detergent 
and water solution. 
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Section 5: System Troubleshooting 
 
Problem: Unit will not turn on. 
 
Solution: 
 
1. No power to unit: (rollers not moving): 



- Check power source and compatibility. 
- Check connections. 



 
2. Speed control not set fast enough to overcome tubing resistance:  



- Check speed setting; if too low turn it up. 
 
3. Check tubing size and type. Make sure it is the correct size and type for the pump 



head. 
 



4. Check circuit breaker; if tripped press it in to reset. 
 
Problem: Unit turns on, but not pumping (pump head rollers are moving). 
 
Solution: 
 
1. Verify fluid level in well (max suction lift unit can pump from is 27 feet (8m) below 



ground at sea level). 
 



2. Water level is below down well tubing intake. Increase tubing length. 
 



3. If using a combination of flexible and rigid tubing, check connection between tubing. A 
poor connection may cause a vacuum leak. Secure tubing connection. 
 



4. Flexible tubing in pump head compromised or worn out: 
- Replace flexible tubing regularly. 



 
5. Obstruction in tubing: 



- Check for clogs and kinks. 
- Clear any obstructions. 



 
6. Using incorrect tubing type for pump head: 



- Tubing may have collapsed. 
- Replace with proper tubing type. 



 
Problem: Pump head rollers are not moving . 
 
Solution: 
 
1. Pump head is loose from the pump housing: 



- Tighten pump head screws to engage pump head to gear. 
- Possible internal damage, call Geotech for consultation. 
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Section 6: System Specifications 
 
Operating range 27’ (8m) (at sea level) 
Principle of Operation Mechanical peristalsis 
Dimensions 3.5 x 8 x 8 inches (9 x 20 x 20cm) 
 
Power source (DC) Any rated external 12-18 VDC @ 70 Watts 
Power source (AC) 90-260 VAC, 47-65 Hz 
Nominal operating current 3 amps DC 
Over current Protection 5 amps DC 
Power cord 12 VDC cord 
 
Range of speed: Series I 60 to 350 RPM 
Range of speed: Series II First pumping station 30 to 300 RPM 
 Second pumping station 60 to 600 RPM 
 
Speed control Step-less variable speed control 
 
Liquid delivery rate 1.67 ml per revolution (for size 15 tubing) 
Pumping options Pressure or vacuum (reversible flow) 
 
Pump head rotor Cold rolled steel 
 
OPTIONS 
 
Models: Geopump 1, Geopump 2 
Tubing: Silicone, Tygon, Viton, C-Flex 
Pump Heads: Standard, Easyload, Easyload 2 
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Section 7: System Schematics 
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Section 8: Parts and Accessories 
 



Schematic Parts Listing (Section 7) 
 
Item QTY Part Number Part Description 
 
 1  1 51350001 Assy, Gear Housing, Series I 
 2  1 51350002 Assy, Gear Housing, Series II 
 3  1 51350003 Assy, Motor, PP  
 4  1 51350012 Assy, Housing, Bottom, PP 
 5  1 51350023 Housing, Top, Silk Screened 
 6  4 17500042 Foot, RBR, 9/32” Hole Dia 
 7  1 11350005 Breaker, Thermal, 5amp, Circuit 250V 
 8  1 51350011 Assy, Rheostat 
 9  1 11350020 Switch, Toggle, Dpdt, Frwd/Rvrs 
 10  1 11350021 Switch, Toggle, Dpst, On/Off 
 11  1 11350010 Knob, Plastic, Rheostat 
 12  1 51350033 Assy, Wiring Harness, PP 
 13  2 17500037 Boot, RBR, Toggle Switch, Grey   
 14  1 11350009 Handle, PE, NI  
 15  1 11350015 Plate, AL, 1.5x1.5, Hardwire, Cord, Painted 
 16  2 00114 Screw, SS8, 4-40x3/8”, FHD 
 17  1 11350019 Grommet, RBR, 5/16x1/2”, ¼” Thick Hole 
 18  1 17500040 Cord, SJOW, DC Power, 18-2 
 19  4 17500366 Screw, SS8, 8-32x3/8”, SHCS 
 20  4 17200081 Washer, SS8, #8, Lock 
 21  2 17200046 Nut, Hex, 4-40, Nyloc 
 22  8 17200078 Screw, SS8, 6-32x.25”, PNH, M/S 
 23  20 17200077 Screw, SS8, 6x3/8”, PNH, TEK Self Drilling 
 24  1 17200012 Connector, AMP, Fem W/Strain Relief 
 
 
Additional Parts Listing 
 
Part Number Part Description 
 
17500035 Adaptor, Cigarette to Clips 
51350030 Power Supply, AC Adapter, PP, 18V, 70W, CE 
57500008 Assy, Power Cord, DC w/Amp 
51350015 Case, Peristaltic Pump with foam 
51350026 Faceplate, Gear, Hsng, Series II, Painted  
51350025 Faceplate, Gear, Hsng, Series I, Painted 
17200079 Screw, SS8, 8-32x1.25”, Fillister, Peristaltic Pump 
17200199 Screw, ZNC, 6-32x2.5”, Thumb, Peristaltic Pump 
71350030 Screw, SS8, 8-32x3”, Phil 
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Old Style Non-CE Parts 
 
Part Number Part Description 
 
57500007 Assy, Power Cord, AC, w/Amp 
51350007 Assy, Diode, PP 
57500009 Assy, Rectifier Bridge, PP-Logic 
51350013 Assy, Transformer w/Jumper, PP 
51350004 Assy, Wiring Harness, PP 
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EC Declaration of Conformity 
 
Manufacturer:  



Geotech Environmental Equipment, Inc. 
2650 E 40th Avenue 
Denver, CO 80205 



 
Declares that the following products,  
 
Product Name:  Geopump Peristaltic Pump 
   
Model(s):  51350018 - GEOPUMP, CE, SERIES II, DC ONLY 
  51350021 - GEOPUMP, CE, SERIES I, DC ONLY 
  51350031 - GEOPUMP, CE, SERIES I 
  51350032 - GEOPUMP, CE, SERIES II 
   
  Year of manufacture: 2009 
   
Conform to the principle safety objectives of 2006/95/EC Low Voltage Directive by application of the 
following standards:  



EN 61010-1: 2010 
EN 809-1 + A1:2010 



 
Year of affixation of the CE Marking: 2009 



 
Conform to the protection requirements of 2004/108/EC Electromagnetic Compatibility (EMC) by 
application of the following standards:  



EN 61000-6-1: 2007 
EN 61000-6-3: 2012 
EN 61326-1: 2013 



 
EMC conformity established: 08/14/2009 



 
Production control follows the ISO 9001:2008 regulations and includes required safety routine tests.  
 
This declaration issued under the sole responsibility of Geotech Environmental Equipment, Inc. 
 



 
Joe Leonard 
Product Development 
 
 
Serial number ________________ 
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The Warranty 
 
For a period of one (1) year from date of first sale, product is warranted to be free from 
defects in materials and workmanship. Geotech agrees to repair or replace, at Geotech’s 
option, the portion proving defective, or at our option to refund the purchase price thereof. 
Geotech will have no warranty obligation if the product is subjected to abnormal operating 
conditions, accident, abuse, misuse, unauthorized modification, alteration, repair, or 
replacement of wear parts. User assumes all other risk, if any, including the risk of injury, 
loss, or damage, direct or consequential, arising out of the use, misuse, or inability to use 
this product. User agrees to use, maintain and install product in accordance with 
recommendations and instructions. User is responsible for transportation charges 
connected to the repair or replacement of product under this warranty. 
 



Equipment Return Policy 
 
A Return Material Authorization number (RMA #) is required prior to return of any 
equipment to our facilities, please call our 800 number for appropriate location. An RMA # 
will be issued upon receipt of your request to return equipment, which should include 
reasons for the return. Your return shipment to us must have this RMA # clearly marked 
on the outside of the package. Proof of date of purchase is required for processing of all 
warranty requests. 
 
This policy applies to both equipment sales and repair orders. 
 



FOR A RETURN MATERIAL AUTHORIZATION, PLEASE CALL OUR 
SERVICE DEPARTMENT AT 1-800-833-7958. 



 
Model Number:   ________________ 
 
Serial Number:   ________________ 
 
Date of Purchase: ________________ 
 
 



Equipment Decontamination 
 
Prior to return, all equipment must be thoroughly cleaned and decontaminated. Please 
make note on RMA form, the use of equipment, contaminants equipment was exposed to, 
and decontamination solutions/methods used. Geotech reserves the right to refuse any 
equipment not properly decontaminated. Geotech may also choose to decontaminate the 
equipment for a fee, which will be applied to the repair order invoice. 











 



 
Geotech Environmental Equipment, Inc. 



2650 East 40th Avenue Denver, Colorado 80205 
(303) 320-4764 ● (800) 833-7958 ● FAX (303) 322-7242 



email: sales@geotechenv.com website: www.geotechenv.com 
In the EU 



Geotech Equipos Ambientales 
Calle Francesc I Ferrer, Guardia Local 19, Mollet del Valles, Barcelona 08100, España 



Tlf: (34)93 5445937 
email: ventas@geotechenv.com  



website: http://spanish.geotechenv.com 
 



Printed in the United States of America 



 



 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
  
 
 
 
 













 



 



 



 



 



 



 



 



 



 



 
 



 



 



 



 
 



 



 



 



 



 



 



 



 
 
Limited Warranty Information 
Products manufactured by Proactive Environmental Products® International LLC are warranted to the original user only to be 
free of defects in material and workmanship for a period of 180 days from the date of purchase, provided, however, that if a 
motor module is built into, affixed to, or provided with any covered product, then the warranty period for such motor module 
shall be limited to Sixty (60) days from the date of purchase.  Proactive Environmental Products® International LLC liability 
under this warranty shall be limited to repairing or replacing at Proactive Environmental Products® International LLC option,  
without charge, F.O.B. Proactive Environmental Products® International LLC factory or authorized service station, any 
defective product manufactured by Proactive Environmental Products® International LLC.  Proactive Environmental 
Products® International LLC will not be liable for any costs of removal, installation, shipping, transportation, or any other 
charges which may arise in connection with a warranty claim.  Products which are sold but not manufactured by Proactive 
Environmental Products® International LLC are subject to the warranty provided by the manufacturer of said products and 
not by Proactive Environmental Products® International LLC warranty. Proactive Environmental Products® International 
LLC shall not be liable under this limited warranty or otherwise for wear and tear items or issues (including, but not limited to, 
seals, bearings, wiring, warping, and bending), damage to products caused by abnormal operating conditions, accident, abuse, 
negligence, misuse, unauthorized alteration or repair, or if the product was not installed in accordance with Proactive 
Environmental Products® International LLC printed installation and operating instructions. 
Obtaining Service: To obtain service under this warranty, the defective product must be returned to the distributor or dealer 
from which it was purchased or directly to Proactive Environmental Products® International LLC, subject to an evaluation fee 
established by Proactive Environmental Products® International LLC for each defective product, with the following 
information: proof of purchase with product serial numbers printed on invoice, installation date, failure date, and supporting 
installation data (example: How was it installed…was it installed using a solar system.. was it installed using a 12 volt deep 
cycle marine battery… was it installed using a step-down transformer of some sort?).  Unless otherwise provided, the 
distributor or dealer will contact Proactive Environmental Products® International LLC for instructions. Any defective 
product to be returned for warranty services shall be delivered freight prepaid to Proactive Environmental Products® 
International LLC factory or an authorized service station; documentation supporting the warranty claim and/or a Return 
Material Authorization must be included if so instructed. Proactive Environmental Products® International LLC requires that 
all customers notify the distributor or dealer or Proactive Environmental Products® International LLC, as applicable, prior to 
returning a product under the Proactive Environmental Products® International LLC warranty program, and any such product 
will only be accepted if it has been thoroughly cleaned and decontaminated and is properly packaged.  In the event a product is 
returned to the distributor or dealer from which it was purchased or directly to Proactive Environmental Products® 
International LLC and the buyer/user does not take return receipt of the product within six (6) months after such return for 
warranty service because of buyer’s/user’s failure to communicate, failure to fulfill any warranty obligation, or otherwise, not 
including such a failure by Proactive Environmental Products® International LLC, then such product shall become the sole and 
exclusive property of Proactive Environmental Products® International LLC and it may sell, dispose of, or transfer such 
product at its discretion. 
 
If a product should fail within the warranty specified, please contact your authorized Proactive Environmental Products® 
International LLC Distributor or call Proactive Environmental Products® International LLC direct at 1.941.322.8504. 



  
Should any failure to conform to this warranty appear within the term of initial sale, the manufacturer shall upon notification 
thereof and substantiation that the product with replacement parts or accessories has been maintained, correct such defects 
by suitable repair or replacement at its own expense, purchaser being responsible for shipping and handling charges only. The 
Proactive Environmental Products® International LLC warranty does not include shipping or an obligation to provide another 
unit while the original product is being repaired or replaced. The Proactive Environmental Products® International LLC 
warranty does not apply to any product used as rental equipment or contaminated by materials harmful to such products. The 
Proactive Environmental Products® International LLC warranty does not apply to parts failure due to neglect in cleaning or 
unauthorized servicing of the product, nor does it cover failure of a part caused by misuse or inappropriate use of the product.   



Legal Disclaimer: Except for its obligation to replace or repair defective products outlined above, Proactive 
Environmental Products® International LLC shall not be liable to buyer, or to anyone claiming under buyer, for any 
obligations or liabilities, including, but not limited to, obligations or liabilities arising out of breach of contract or 
warranty, negligence or other tort or any theory of strict liability, with respect to the products or Proactive 
Environmental Products® International LLC acts or omissions or otherwise, and buyer shall hold harmless and 
indemnify Proactive Environmental Products® International LLC for any such claim.  The above limited warranty 
covers only replacement or repair of defective products at Proactive Environmental Products® International LLC 
factory or authorized service station and does not include the cost of field services (including, but not limited to, 
travel and living expenses), labor, inspection, removal or installation of new or replacement products, or normal 
maintenance.  To the fullest extent permitted by law, Proactive Environmental Products® International LLC shall not, 
in any event, be liable for incidental, compensatory, exemplary, punitive, consequential, indirect, special or other 
damages, including, but not limited to, loss of use, loss of income, loss of profits, loss of time, loss of sales, injury to 
persons or property, liability buyer incurs with respect to any other person, or any other type or form of 
consequential damage or economic loss. 
Some jurisdictions do not allow for the exclusion or limitation of incidental or consequential damages and some jurisdictions 
do not allow limitations on how long implied warranties may last.  It is the buyer’s responsibility to determine if a certain  
jurisdiction’s rules may apply. Therefore, the above limitations or exclusions may not apply to you and it is your responsibility 
to determine whether the aforementioned limitations to the limited warranty apply and to the extent such limitations may 
apply in your jurisdiction.  This warranty gives you specific legal rights and you may also have other rights which vary from 
jurisdiction to jurisdiction.  



 



 
        



 



12.14.2016   #35 











      
 



        OPERATING INSTRUCTIONS FOR THE 
        SS MONSOON® XL PUMP 



 



SIMPLE TO USE AND EXTREMELY POWERFUL 
The SS MONSOON®XL PUMP (Item# PS-10400) is capable of pumping up to 120 feet from ground 
level to water level (DTW*). Simply, connect the pump connector to the “LOW FLOW WITH POWER 



BOOSTER 2.0XL “LCD” CONTROLLER (Item# PA-10670). Please make sure the dial on the controller 



is turned all the way to the lowest position. Then, connect the controller to a 12 volt DEEP CYCLE 



AGM battery, this will energize the pump. Now, turn the dial clockwise on the controller, this will 



turn the motor faster ultimately giving you more flow. So what do you think… Simple? We think so. 



 



"60 Second Change Out Motor Design!" 
The SS MONSOON®XL PUMP (Item# PS-10400) is practically maintenance free! The only part that 



may need to be serviced is the replaceable SS Monsoon XL Motor Module (Item # PA-14060). 



Should the existing replaceable motor module fail in the field, a new replaceable motor module can 



quickly be installed within 60 seconds by a simple quarter turn twist. Once installed, your pump is 



essentially new and will have a life span identically to a new pump.  



 



The main wear out parts consisting of the motor and seal all have been incorporated in a single 



replaceable motor module.  
 



The SS MONSOON®XL is constructed of three high polished stainless steel parts:  



1. The replaceable motor module 



2. The motor module 3 pin bayonette connector 



3. The outside pump housing.  



 



Changing Out The Motor Module - Easy as 1…2…3… 
1. Unscrew the outside pump housing. If needed use the included ProActive wrench. 



2. Quarter twist off replaceable motor module. 



3. Insert the two new o-rings included, onto the motor module 3 pin bayonette connector 



and apply the waterproof lube on the 2 o-rings.    



4. Line up the 3 cut-away groves on the replaceable motor module with the 3 location 



dowels on the motor module 3 pin bayonette connector. Then slowly twist the replaceable 



motor module until tightened. 



Once again, be gentle, not to rip the o-rings when inserting the replaceable motor 
module onto the motor module 3 pin bayonette connector!! Water will leak into the 



replaceable motor module, if the o-rings are cut or torn… shortening motor life!!   



5. Tighten the outside pump housing. If needed use the included ProActive wrench. 



6. Turn on pump dry (not in water) to test pump. If the pump turns on, then the pump is 



ready to for use. Leave running for 10 seconds. 



7. If the pump fails to turn on, please repeat steps 1 through 6.  



 



Using the Low Flow With Power Booster 2.0  
“LCD” Controller 



The LOW FLOW WITH POWER BOOSTER 2.0XL “LCD” CONTROLLER (Item# PA-10670) is very 



simple to use and requires minimal maintenance. The flow control dial is used to adjust the flow of 
water being discharged. From very low flow to high output please always use the LCD display as a 



guide to determine controller voltage output, which ultimately controls the pump’s RPM’S 



(revolutions per minute or speed).  As you increase the dial (turn clockwise) so does the voltage. 



This will enable the pump motor to spin faster, therefore, increasing the flow of water being 



discharged. To slow the flow of water, turn the dial counter-clockwise. Please note, if the pump 



should ever “pulsate”, this indicates that your battery is critically low (below 11 volts).  In short, 



the controller is telling you to charge your battery.  



  



PLEASE NOTE: This LOW FLOW WITH POWER BOOSTER 2.0XL “LCD” CONTROLLER has a low 
voltage disconnect at 11 volts when in use. In short, this system will shut off and then turn on 



every few seconds (pulsate) or you may notice the water flow from the pump slowing down greatly 



if the output voltage on the battery drops to 10.75 when in use. What this means is the battery is 



reaching a “critical low level”, so stop using the unit immediately and please recharge your battery 



within 24 hours. 



 



*DTW means depth to water 
 



 



 



  



If your pump fails to work-Please follow the  



trouble shooting guide below. 
1. Battery is very low. Check battery level. Must be at least 12.5 volts minimum.  



2. Reset breaker in controller by pushing in on the small knob. 



3. Replaceable Motor Module needs to be exchanged with a new one. 



4. Make sure all connectors are plugged into correct outlets and make sure controller 



dial is turned (turned clockwise all the way until it stops) all the way up.  



 



 



 



 



Important Notes: 
“DO NOT TOUCH INSIDE OF PUMP IF RUNNING CONTINUOUSLY  



FOR OVER 1 MINUTE. REPLACEABLE MOTOR MODULE  



GETS EXTREMELY HOT WHEN IN USE.” 



 



 DO NOT TURN PUMP ON IF THE OUTSIDE PUMP HOUSING IS NOT 



ATTACHED TO THE MOTOR MODULE 3 PIN 



 BAYONETTE CONNECTOR.  



HAND INJURY MAY OCCUR FROM FAST SPINNING IMPELLAR!! 
 



                  



 



 



 



 



PROTECTED UNDER US Patent 7,584,785 
Please make photo-copy of this manual when returning pump. Please return pump to: 



 



 
Proactive Environmental Products International LLC 



1767 Lakewood Ranch Boulevard, Suite #113 
Bradenton, FL 34211 



Phone: 1.941.322.8504    Fax: 1.941.322.8519 
Web Address:  GOPRONOW.BIZ 



Email Address: PROACTIVE@GOPRONOW.BIZ 



 





mailto:GoProNow@biz.com
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1.1 Teklab Inc 
 
 Teklab prominently displays its most recent TNI accreditation certificate in the customer 



service/sample reception area of the laboratory.  The most recent NELAP accredited 
fields of testing are also available in Appendix D of this manual, on the Teklab server 
and on the company website (www.teklabinc.com).  Any reports or general literature 
such as catalogs, advertising, business solicitations, proposals, quotations, or other 
materials that use the accrediting authorities name or the TNI/NELAP logo, do not imply 
endorsement by the accrediting authority and must be accompanied by at least the 
phrase “NELAP Accredited” and the laboratory accreditation number.  



 
Teklab is a full service environmental/chemical-testing laboratory. Seven basic analytical 
departments exist: air (volatile and semi-volatile), volatile organic, semi-volatile organic, 
automated inorganic, wet chemistry, metals, and microbiology analysis.  Semi-volatile 
and metals departments are further divided into instrumental and sample preparation.  
Volatile air analysis is performed at the Teklab Air Laboratory. See Quality Manual 
Appendix B for Teklab’s Organizational Charts. 
 
Technicians prepare samples for analysis and analysts perform the analysis. Due to 
personnel and fiscal restraints, Teklab personnel may operate as both technician and 
analyst.  



   
The purpose of this Quality Manual is to outline the management system for Teklab Inc. 
The Teklab Inc Quality Manual defines the policies, procedures, and documentation that 
assure analytical services continually meet a defined standard of quality that is designed 
to provide clients with data of known and documented quality and, where applicable, 
demonstrate regulatory compliance.   



 
This Quality Manual also sets the standard under which all laboratory operations are 
performed, including the laboratory's organization, objectives, and operating philosophy. 
It has been prepared to assure compliance with the TNI Environmental Laboratory 
Sector Standard; Volume 1 – Management and Technical Requirements for Laboratories 
Performing Environmental Analysis (Modules 1, 2 and 4). This Standard is consistent 
with ISO/IEC 17025:2005 requirements that are relevant to the scope of environmental 
testing services and thus, the laboratory operates a quality system in conformance with 
ISO/IEC 17025:2005(E). In addition, the policies and procedures outlined are compliant 
with the various accreditation and certification programs listed in Appendix D.  



 
1.2 Scope of Testing 



 
The laboratory’s scope of analytical testing services includes those listed in Appendix D 
– Laboratory Certifications.  
 



1.3 Table of Contents, References and Appendices  
 



The Table of Contents starts on Page 2 of this Quality Manual and the Appendices start 
after Section 29.  
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The Teklab Inc Quality Manual uses the references included in the 2016 TNI 
Environmental Laboratory Sector Standard; Volume 1 – Management and Technical 
Requirements for Laboratories Performing Environmental Analysis.  
 



1.4 Acronyms  
 



Quality control terms are generally defined within the Section that describes the activity.  
 



A list of acronyms used in this document and their definitions are: 
 AB - Accreditation Body 
 ADOC -  Annual Demonstration of Capability 



CCB -  continuing calibration blank 
CCV – Continuing calibration verification 
COC – Chain of custody 
EPA – Environmental Protection Agency 
FoPT - Fields of Proficiency Testing 
g/L – grams per liter 
GC/MS – gas chromatography/mass spectrometry 
ICB - initial calibration blank 
ICP – inductively coupled plasma 
ICV – Initial calibration verification 
IDOC – Initial Demonstration of Capability 
LCS – Laboratory control sample  
MBLK - Method Blank 
MDL – method detection limit 
MSP - Managed Service Provider 
mg/Kg – milligrams per kilogram 
mg/L – milligrams per liter  
MS – matrix spike 
MSD – matrix spike duplicate 
NELAP – National Environmental Laboratory Accreditation Program 
NIST – National Institute of Standards and Technology 
PQL – Practical Quantitation Limit 
PT – Proficiency Test(ing) 
PTOB - Proficiency Testing Oversight Body 
PTPA - Proficiency Testing Provider Accreditor 
QA – Quality Assurance 
QC – Quality Control 
RL – Reporting limit 
RPD – Relative percent difference 
RSD – Relative standard deviation 
SOPs – Standard operating procedures  
SQL -  -  Structured Query Language 
std – standard 
TNI - The NELAC Institute 
ug/L – micrograms per liter  
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1.5 Management of the Quality Manual 



 
The Quality Department is responsible for maintaining the currency of the Quality 
Manual. 
 
The Quality Manual is reviewed at least annually by the Quality Department to ensure it 
reflects current practices and meets the requirements of any applicable regulations or 
client specifications. When sections of the manual are updated, the revision number is 
increased by one and the effective date is updated. The cover sheet, the first page of 
Section 1 and Page 91 (Report Signatures) of the Quality Manual must also be re-
signed. To ensure consistency, the table of contents is updated whenever a Section is 
updated. 
 
The Quality Manual is considered confidential within Teklab Inc and may not be altered 
in anyway except by approval of the Quality Department. If it is distributed to external 
users, it is for the purpose of reviewing Teklab Inc’s management system and may not 
be used for any other purpose without written permission.  
 
 



Section 2 - ORGANIZATION 
(TNI V1:M2 – Section 4.1) 
 
The laboratory is a legally identifiable organization.  Teklab Inc’s Tax ID number is noted in 
section 1 of this Quality Manual. The laboratory is responsible for carrying out testing activities 
that meet the requirements of the TNI Standard, the ISO/EIC 17025 Standard, and that meet 
the needs of the client. Through application of the policies and procedures outlined in this 
Section and throughout the Quality Manual: 
 



 The laboratory ensures that it is impartial and that personnel are free from undue 
commercial, financial, or other undue pressures that might influence their technical 
judgment.  



 
 Management and technical personnel have the authority and resources to carry out 



their duties and have procedures to identify and correct departures from the 
laboratory’s management system.  



 
 Personnel understand the relevance and importance of their duties as related to the 



maintenance of the laboratory’s management system.  
 
 Ethics and data integrity procedures ensure personnel do not engage in activities 



that diminish confidence in the laboratory’s capabilities (see Appendix A, Section 3 
“Management” and Section 17 “Data Integrity Investigations” for more information on 
data integrity). 



 
 Confidentiality is maintained.     
 
 The laboratory will report changes in ownership, significant personnel, laboratory 



name, or location to the accreditation authority within 30 days of occurrence.  
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2.1 Organization 



 
Teklab Inc. is a full-service environmental commercial laboratory established in 1982. A 
variety of laboratory services are provided to serve industries specializing in air, drinking 
water, wastewater, sludge, soil, oil, and special waste testing. The following listed service 
centers are owned and operated by Teklab, Inc. Teklab operates in Collinsville, Illinois 
(Corporate Headquarters and Air Laboratory), Springfield, Illinois (Service center), Downers 
Grove, Illinois (Service center) and Lenexa, Kansas (Service Center).    



 
 Service Centers: 
 
  1.  Springfield Service Center 
   3920 Pintail Suite A 
   Springfield, IL 62711 
   (217)698-1004 
 



The Springfield Service Center (SFSC) opened February 9th, 2009. The Springfield 
Service Center serves as a bottle order collection and sample drop off point for our 
clients in Central Illinois. This service center also has a sample courier service for bottle 
or air canister delivery and sample pick-up.  



 
  2.  Kansas City Service Center 
   8421 Nieman Road  
   Lenexa, KS 66214 
   (913)541-1998  
 



The Kansas City/Lenexa Service Center opened its doors in the summer of 2007. The 
Kansas City Service Center serves as a bottle order collection and sample drop off point 
for our clients in Western Missouri and Eastern Kansas. This service center also has a 
sample courier service for bottle delivery and sample pick-up.  
 



  3.  Downers Grove Service Center 
   1319 Butterfield Road, Suite 502 
   Downer's Grove, IL 60515 
   (630)800-8639  
 



The Chicago Area Service Center opened in July of 2015 and serves as a bottle order 
collection and sample drop off point for our clients throughout the Chicago Metropolitan 
Area 



 
We are committed to providing the services our customers require, and as customer needs 
change, so will the analysis we perform.   
 
The laboratory’s organizational charts can be found in Appendix B of this Quality Manual. 
Additional information regarding responsibilities, authority and interrelationship of personnel who 
manage, perform or verify testing is included in Section 3 – “Management Roles and 
Responsibilities” and Section 18 – “Personnel and Training”. These Sections also include 
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information on supervision, training, technical management, job descriptions, quality personnel, 
and appointment of deputies for key managerial personnel.  
 
The laboratory has the resources and authority to operate a management system that is 
capable of identifying departures from that system and from procedures during testing, and 
initiates actions to minimize or prevent departures. 
 
2.2 Conflict of Interest and Undue Pressure 



 
Teklab is organized so that confidence in its independence of judgment and integrity are 
maintained at all times. It has processes to ensure that its personnel are free from any 
commercial, financial and other undue pressures which might adversely affect the quality 
of their work. Teklab has a proactive program for prevention and detection of improper, 
unethical or illegal actions.   



All new employees are trained during orientation and all personnel are trained, at least 
annually, on data integrity, ethical behavior, legal responsibilities and conflict of interest. 
Each Teklab job description includes an agreement with the employee that they are 
aware of their ethical responsibilities and will avoid any conflict of interest. See Teklab 
Inc. NELAP Policy Ethics, Legal Responsibility, & Conflict of Interest for topics discussed 
during training.  
 
 



Section 3 - MANAGEMENT 
(TNI V1:M2 – Section 4.2) 
 
The laboratory maintains a management system that is appropriate to the scope of its activities.  
 
3.1 Management Requirements 



 
Top management includes the CEO, President, Chief Financial Officer, Chief Marketing 
Officer, Laboratory Director, Technical Director (however named), Quality Officer(s) and 
Supervisors.  
 
Management’s commitment to good professional practice and to the quality of its 
products is defined in the Quality Policy statement in Section 3.3. 
 
Management has overall responsibility for the technical operations and the authority 
needed to generate the required quality of laboratory operations. Management ensures 
communication within the organization to maintain an effective management system and 
to communicate the importance of meeting customer, statutory, and regulatory 
requirements. Management assures that the system documentation is known and 
available so that appropriate personnel can implement their part. When changes to the 
management system occur or are planned, managers ensure that the integrity of the 
system is maintained.  
 
Management is responsible for carrying out testing activities that meet the requirements 
of the TNI Standard, the ISO/IEC 17025 Standard and the needs of the client. 
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Management implements, maintains, and improves the management system, and 
identifies noncompliance with the management system of procedures. Managers initiate 
actions to prevent or minimize noncompliance (See Section 12 “Improvement, Section 
13 “Corrective Action and Section14 “Preventive Action”). 
 
Management ensures technical competence of personnel operating equipment, 
performing tests, evaluating results, or signing reports, and limits authority to perform 
laboratory functions to those appropriately trained and/or supervised. See Section 18 
“Personnel” for details on personnel requirements.  
 
Management is responsible for defining the minimal level of education, qualifications, 
experience, and skills necessary for all positions in the laboratory and assuring that 
technical staff have demonstrated capability in their assigned tasks. 
 
Training is kept up to date as described in Section 18 – “Personnel” by periodic review of 
training records and through employee performance review. 
 
Management has specific responsibility for maintenance of the management system. 
This includes defining roles and responsibilities of personnel, approving documents, 
providing required training, providing a procedure for confidential reporting of data 
integrity issues, and periodically reviewing data, procedures, and documentation. The 
assignment of responsibilities, authorities, and interrelationships of the personnel who 
manage, perform, or verify work affecting the quality of environmental tests is 
documented in employee job descriptions and section 18 of this Quality Manual.   
 
Management ensures that audit findings and corrective actions are completed within 
required time frames.  
 
Designated deputies are appointed by management during the absence of the Technical 
Director if the absence is for more than 15 days.  
 



3.2 Management Roles and Responsibilities 



3.2.1  Corporate: Chief Executive Officer / Chief Marketing Officer 



 3.2.1.1 Responsibilities 
 



 Establishes current and long range goals, objectives, plans and policies. 
 Plans, coordinates and controls the daily operation of the organization 



through organization’s managers. 
 Dispenses advice, guidance, direction and authorization to carry out major 



plans, standards and procedures, consistent with established policies. 
 Meets with organization’s other executives to ensure that operations are 



being executed in accordance with the organization’s policies. 
 Oversees the adequacy and soundness of the organization’s financial 



structure. 
 Plans and directs all investigations and negotiations pertaining to mergers, 



joint ventures, acquisition of businesses or the sale of major assets. 











	 	 	 	 Revision:	28	
	 	 	 	 Effective:	4/28/2021	
Teklab	Inc	Quality	Manual	 	 Page	13	of	91	
 
 



 Establishes and maintains an effective system of communication throughout 
the organization. 



 Represents the organization with major customers, shareholders, the 
financial community and the public. 



 Establishes strategic marketing plans to achieve corporate objectives for 
products and services. 



 Develops, executes and directs comprehensive marketing plans and 
programs, both short and long range, to support sales and revenue objectives 
of the organization. 



 Plans and oversees advertising and promotions activities. 
 Designates, directs, advises and evaluates Teklab’s sales staff. 
 Works with Teklab’s Project Management and Customer Service 



Departments to be a liaison for the customers, communicate customer needs 
and to develop and promote outstanding customer service. 



 Establishes and maintains relationships with industry influencers and key 
community and strategic partners. 



3.2.2 Corporate: Laboratory Director 



The Laboratory Director provides the resources necessary to implement and maintain an 
effective quality and data integrity program.  
 



 3.2.2.1 Responsibilities 
 



 Directs laboratory resources to accomplish company mission. 
 Monitors standards of performance in quality control and quality assurance of   



 laboratory practice. 
 Monitors the validity of the analyses performed and data generated to assure 



reliable data. 
 Directs laboratory in good automated lab practices. 
 Directs production standards of laboratory 
 Works with the IT department regarding all aspects of Teklab’s Laboratory 



Information Management System. 
 Responsible for an in depth understanding of methodology and regulatory 



requirements. 
 Works with the Technical Director to coordinate method development, solve 



LIMS related issues, interpret test results and troubleshoot 
analytical/instrumentation issues. 



 Provides technical assistance to laboratory personnel. 
 Ensures availability of laboratory resources. 
 Involved with instrument optimization and maintenance. 
 When absent for a period of time exceeding 15 consecutive calendar days, 



the President will temporarily perform this function. 
 
 
 
 











	 	 	 	 Revision:	28	
	 	 	 	 Effective:	4/28/2021	
Teklab	Inc	Quality	Manual	 	 Page	14	of	91	
 
 
3.2.3 Corporate: President/Chief Financial Officer 
 
 3.2.3.1 Responsibilities 



 Establishes current and long range goals, objectives, plans and policies, 
subject to approval by the Board of Directors. 



 Manages the operations of the laboratory through subordinate managers to 
ensure that the current and long range goals, objectives, plans and policies 
are met in a financially responsible manner. 



 Dispenses advice, guidance, direction, and authorization to carry out major 
plans, standards and procedures, consistent with established policies and 
Board approval. 



 Oversees the adequacy and soundness of the organization’s financial 
structure. 



 Determines agencies and suppliers of record, and negotiates contract terms 
and conditions for major services and suppliers. 



 Directs company finance and purchasing. 
 Represents the organization with major customers, shareholders, the 



financial community and the public. 
 Designates, directs, advises and evaluates the laboratory Supervisors to 



achieve timely data reporting, while maintaining high safety and quality 
standards. 



 Assists in the planning and implantation of safety policies and procedures in 
compliance with local, state and federal Occupational Safety and Health 
Administration (OSHA) rules and regulations. 



 Directs, advises and coordinates personnel in their role in the analytical and 
operational activities of the laboratory to safely produce high quality data as 
quickly as possible. 



 Identifies, analyzes and resolves, and/or assists personnel in solving 
operational problems. 



 Ensures that laboratory resources are available. 
 Handles difficult or highly technical situations with clients as needed. 
 When absent for a period of time exceeding 15 consecutive calendar days, 



the Laboratory Director will temporarily perform this function. 
 If this absence exceeds 35 consecutive calendar days, the primary 



accreditation body shall be notified in writing. 



3.2.4 Corporate: Technical Director  



 
 3.2.4.1 Responsibilities 



 Responsible for standards of performance in quality control/quality assurance, the 
validity of the methodologies and technologies of the analyses performed and the 
data generated in the laboratory to assure reliable data 



 Provides technical assistance to laboratory personnel 
 Oversees Teklab’s QA/QC program to maintain quality assurance following TNI 



quality systems requirements. Some of these functions include, but are not limited to, 
quality control, document control, accreditations, audits, data integrity, data validation 
and report review. 
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 Oversees Teklab’s Training program. 
 Responsible for in depth understanding of methodology and regulatory requirements. 
 Oversees method research, development, reviews, implementation and updates. 



Responsible for implementing and approving standard operating procedures as 
related to methods. 



 Involved with instrument optimization and maintenance. 
 When absent for a period of time exceeding 15 consecutive calendar days, the 



Laboratory Director will temporarily perform this function. 
 If this absence exceeds 35 consecutive calendar days, the primary accreditation 



body shall be notified in writing. 
 
The Technical Director (however named) or designee: 



1. is not the Technical Director of more than one accredited environmental 
laboratory; unless authorized to do so by the primary accreditation authority.  



2. is a full-time laboratory staff member and supervises laboratory operations and 
data reporting.  



3. meets the general and education requirements and qualifications found in 
Sections 4.1.7.2 and 5.2.6.1 of the TNI Standard - EL-V1M2. 



 
The Technical Director’s proof of experience in the fields of accreditation may be found 
on the Teklab Server in Employees Electronic Training File.   



3.2.5 Corporate: Quality Officer 



The Quality Officer (or designee) is responsible for the oversight and review of quality 
control data, and is independent from laboratory operations. The Quality Officer’s 
training and proof of experience in QA/QC procedures, knowledge of analytical methods, 
and the laboratory’s management system are available in employee training record files, 
which are stored on the Teklab Inc server.  
 



 3.2.5.1 Responsibilities 
 



 Perform and maintain Certificate/Accreditation functions  
 Provide QA/QC expertise to staff and supervisors 
 Supervise and/or maintain performance testing program 
 Supervise and /or prepare and maintain Quality Manual 
 Notify laboratory supervisors of quality system deficiencies and monitor  
 Corrective actions 
 Supervise and/or perform test data validation and data entry  
 Supervise and/or perform Level 2, 3 and Level 4 quality control data review 
 Responsible for in depth understanding of methodology and regulatory  
 requirements 
 Approve and/or prepare laboratory Standard Operating Procedures 
 Perform internal QA/QC audits  
 Respond to corrective actions from both internal and external audits 
 Supervise and/or maintain method related QA/QC documentation according  
 to the TNI standard - EL-V1M2. 
 Perform Quality Assurance Unit (QAU) duties as defined in GALP 
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3.2.6 Corporate: Director of Customer Service 



 3.2.6.1 Responsibilities 
 Responsible for designating and supervising project managers and  
 customer service specialists 
 Provides initial and ongoing orientation, safety and quality training of direct  



  reports 
 Analyzes and resolves, or assists workers in resolving customer service  



  problems 
 Establishes or adjusts department work procedures to meeting testing  



  schedules 
 Identifies and either provides on the job training or seeks training   



  opportunities to ensure that project management and customer service  
 quality meets TNI standards 
 Confers with Laboratory Supervisors to achieve timely data reporting to  



  clients, while maintaining the high safety and quality standards 
 Confers with the Chief Marketing Officer on customer service and project  



  related needs or issues and to keep abreast of the status of future and  
  potential workload 



3.2.7 Collinsville Air laboratory: Director of Operations/Analyst 



3.2.7.1 Responsibilities 
 



 Responsible for standards of performance in quality control/quality 
assurance, the validity of the methodologies and technologies of the 
analyses performed and the data generated in the laboratory to assure 
reliable data. 



 Designates, directs, advises and evaluates Teklab’s QA/QC program to 
maintain quality assurance following TNI quality systems requirements.  
Some of these functions include, but are not limited to, quality control, 
data integrity, data validation and report review. 



 Responsible for in depth understanding of methodology and regulatory 
requirements. 



 Oversees method research, development, reviews, implementation and 
updates.  Responsible for implementing and approving standard 
operating procedures as related to methods. 



 Involved with instrument optimization and maintenance. 
 Provide QA/QC expertise to staff  
 Maintain method related QA/QC documentation according to the TNI 



standard - EL-V1M2. 
 Identifies, analyzes and resolves, and/or assists personnel in solving 



operational problems. 
 Ensures that laboratory resources are available. 
 Handles difficult or highly technical situations with clients as needed. 
 When absent for a period of time exceeding 15 consecutive calendar 



days, the Corporate Laboratory Director or the President will temporarily 
perform this function. 
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 If his/her absence exceeds 35 consecutive calendar days, the primary 
accreditation body shall be notified in writing. 



3.2.8 Collinsville Air laboratory: Technical Director 



3.2.7.1 Responsibilities 
 



 Responsible for standards of performance in quality control/quality assurance, the 
validity of the methodologies and technologies of the analyses performed and the 
data generated in the laboratory to assure reliable data 



 Provides technical assistance to laboratory personnel 
 Responsible for in depth understanding of methodology and regulatory requirements. 
 Involved with instrument optimization and maintenance. 
 When absent for a period of time exceeding 15 consecutive calendar days, the 



Laboratory Director will temporarily perform this function. 
 If this absence exceeds 35 consecutive calendar days, the primary accreditation 



body shall be notified in writing. 
 
The Technical Director (however named) or designee: 



4. is not the technical director of more than one accredited environmental 
laboratory; unless authorized to do so by the primary accreditation authority.  



5. is a full-time laboratory staff member and supervises laboratory operations and 
data reporting.  



6. meets the general and education requirements and qualifications found in 
Sections 4.1.7.2 and 5.2.6.1 of the TNI Standard - EL-V1M2. 



 
The Technical Director’s proof of experience in the fields of accreditation may be found on the 
Teklab Server in Employees Electronic Training File.   
 
3.3 Quality Policy 



 
Management’s commitment to quality and to the management system is stated in the 
Quality Policy below, which is upheld through the application of related policies and 
procedures described in the laboratory’s Quality Manual, SOPs and policies.   
 
Teklab’s Management is committed to ensuring compliance with the TNI Standard and 
shall strive to continually improve the effectiveness of the Management System. Teklab’s 
overall Quality objective is adhere to good professional practices and to develop and 
implement procedures for field sampling, chain of custody, laboratory analysis and 
reporting, that will provide results that are legally defensible in a court of law.  Specific 
procedures for sampling, chain of custody, laboratory instrument calibration, laboratory 
analysis, reporting of data, internal quality control, audits, preventive maintenance of 
equipment and corrective actions are described in the applicable 1000 series SOPs and 
other sections of this manual.  The purpose of this section is to address the overall 
objectives that produce accurate, precise, complete, representative and comparable 
data. The Teklab QA/QC program is communicated and monitored by Teklab’s Quality 
Department. 
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The Teklab QA/QC program must provide technicians, analysts, and managers with the 
direction and information necessary to consistently produce reliable and valid analytical 
data.  These results are best attained by rigorously following the validated standard 
operating procedures and this Quality Manual.  This Quality Manual has been developed by 
Teklab and is available to each Department in an electronic format.   
 
SOP reading is completed at least annually. New laboratory employees are required to 
read method SOPs once per quarter for six quarters.  SOP reading is tracked using 
controlled reading forms or in controlled Department databases. Employees note the 
revision and date read for each SOP.  Documentation of reading provides evidence that 
employees have read, understood, and are using the latest version of Teklab Inc. SOPs.  
 
New employees will read the Teklab Quality Manual in their first year of employment. Other 
laboratory personnel will read the Quality manual when a revision is made. 
 
Teklab provides all employees with on-the-job training specific to their job assignment. 
Safety, Quality and Ethics training are provided upon hiring and in ongoing programs. 
Every Teklab employee must ensure that the generation and reporting of quality 
analytical data is a fundamental priority. All employees are trained annually on ethical 
principles and procedures surrounding the data that is generated. The laboratory 
maintains a strict policy of client confidentiality. Offsite training is provided on an as 
needed basis.  The following is a partial listing of the types of training provided by Teklab:  



 Safety 
 Technical training specific to job assignment 
 Data Integrity, Ethics and Conflict of Interest 
 NELAP quality systems 



 
3.4 Ethics and Data Integrity System 



 
The laboratory has an Ethics and Data Integrity policy that is included in Appendix A. 
The laboratory’s Ethics and Data Integrity program, training and investigations are 
discussed in Section 17 – “Data Integrity Investigations”. Slides of Teklab’s Data Integrity 
Training can be found in the Quality Documents folder on the Teklab Server. 
 



3.5 Documentation of Management/Quality System 



 
The management system is defined through the policies and procedures provided in this 
Quality Manual and written laboratory Standard Operating Procedures (SOPs) and 
policies.  



3.5.1 Quality Manual 



 
The Quality Manual contains the following required items:  
 
3.5.1.1 document title;  



3.5.1.2 laboratory's full name and address;  
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3.5.1.3 name, address (if different from above), and telephone number of individual(s) 
responsible for the laboratory;  



3.5.1.4 identification of all major organizational units which are to be covered by this 
quality manual and the effective date of the version;  



3.5.1.5 identification of the laboratory's approved signatories;  



3.5.1.6 the signed and dated concurrence (with appropriate names and titles), of all 
responsible parties including the Quality Officer, Technical Director(s), and the 
Laboratory Director; 



3.5.1.7  the objectives of the management system and contain or reference the 
laboratory’s policies and procedures;  



3.5.1.8  the laboratory’s official quality policy statement, which shall include 
management system objectives and management’s commitment to ethical 
laboratory practices and to upholding the requirements of this Standard; and 



3.5.1.9 a table of contents, and applicable lists of references, glossaries and 
appendices. 



 
This Quality Manual contains or references all required elements as defined by the TNI 
Standard - V1:M2, Section 4.2.8.4.  



3.5.2 Standard Operating Procedures (SOPs)  



The laboratory has documented procedures for making and controlling revisions to 
SOPs. The following information is included on each page of the SOPs: 



 SOP number; 
 Revision date; 
 Revision letter; 
 Current page number and total pages of a section. 



 



The effective date of the SOP is the date the SOP is signed by an approving authority. 
Standard operating procedures (SOPs) represent all phases of current laboratory 
operations and are available to all personnel. They contain sufficient detail to allow 
someone with similar qualifications to perform the procedures. There are two types of 
SOPs used in the laboratory:  



1) test method SOPs, which have specific requirements as outlined below 
2) general use SOPs which document general procedures.  
 



See SOP1010 for more information on SOPs. 
 



Each accredited analyte or method has an SOP. Sometimes an SOP is a copy of a 
method, and any additions are clearly described. The laboratory’s test method SOPs are 
listed in SOP1010. SOPs should contain or reference the following information where 
applicable. 
 
i. identification of the method; 
ii. applicable matrix or matrices; 
iii. limits of detection and quantitation; 
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iv. scope and application, including parameters to be analyzed; 
v. summary of the method; 
vi. definitions; 
vii. interferences; 
viii. safety; 
ix. equipment and supplies; 
x. reagents and standards; 
xi. sample collection, preservation, shipment and storage; 
xii. quality control; 
xiii. calibration and standardization; 
xiv. procedure; 
xv. data analysis and calculations; 
xvi. method performance; 
xvii. pollution prevention; 
xviii. data assessment and acceptance criteria for quality control measures; 
xix. corrective actions for out-of-control data; 
xx. contingencies for handling out-of-control or unacceptable data; 
xxi. waste management; 
xxii. references; and 
xxiii. any tables, diagrams, flowcharts and validation data. 



3.5.3 Order of Precedence 



 
In the event of a conflict or discrepancy between policies, the order of precedence is 
based upon whichever policy is the strictest (where applicable); otherwise the order is as 
follows: 
 



 Quality Manual 
 SOPS  
 Reference Methods 
 Policies 



 
 
Section 4 - DOCUMENT CONTROL 
(TNI V1:M2 – Section 4.3) 
 
A controlled document is one that is uniquely identified, issued, tracked, and kept current as part 
of the management system. 
 
An approved document is one that has been reviewed, and either signed and dated, or 
acknowledged in writing or by secure electronic means by the issuing authority(ies). 
 
Retired documents are documents that have been superseded by more recent versions or are 
no longer required.  
 
Documents can be “SOPs, policy statements, specifications, calibration tables, charts, 
textbooks, posters, notices, memoranda, software, etc. These may be on various media, 
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whether hard copy or electronic, and they may be digital, analog, photographic or written.” (TNI 
V1M2 4.3.1). See section 5 for information on control of records. 
Procedures for document control and management include controlling, distributing, reviewing, 
and accepting modifications. The purpose of document control is to preclude the use of invalid 
and/or obsolete documents.  
 
4.1 Controlled Documents 
 



Documents are reviewed at least annually to ensure their contents are suitable and in 
compliance with the current management system requirements, and accurately describe 
current procedures.  



 
Approved copies of documents are available to staff at all locations where operations are 
essential to the effective functions of the laboratory. Superseded or obsolete paper and 
electronic documents must be promptly removed from all points of issue and archived 
following the procedures in SOP 1291. SOPs are located on the Teklab Inc server in the 
Quality Documents folder. A copy of the current SOP for any analysis is in the 
appropriate laboratory section performing that analysis.  The Quality Department 
maintains the original Microsoft Word copy of the most current SOP revision and retired 
revisions of all SOPs. 



  
 Controlled internal documents are uniquely identified with: 
  1) revision date 
  2) revision letter 
 
 Plus the following for SOPs and the Teklab Quality Manual*: 
  3) unique identification (text or number)  
  4) page number  



5) the total number of pages (or a mark to indicate the end of the document)  
  6) the signature/s of the approving authority  



 * Teklab Quality Manual revisions are designated by a revision number and date 
 



SOPs and the Teklab QAM are reviewed annually.  
 
SOPs may be prepared by anyone at Teklab, Inc.  All SOPs are prepared in a standard 
layout containing the same sections (See SOP1010).  Documents must be reviewed, 
revised (as appropriate) and approved for use prior to issue by an “approving authority” 
which is one of the following staff - Quality Officer, Laboratory Management or 
Laboratory Supervisor. See SOP 1010 “SOPs and Controlled Documents” for guidelines. 
Where a laboratory’s quality manual contains the necessary requirements, a separate 
SOP or policy is not required. 
 
A master list of SOPs, which includes SOP number, SOP title, revision and review dates 
is maintained by the Quality Department and is updated each time a revision is made to 
an SOP or an SOP is reviewed. The master list is stored in the Quality Department’s 
Training Database, located on the Teklab Inc server. The Controlled Document 
database, located on the Teklab server, tracks QA manual and other controlled 
document revisions and can be modified to track any controlled document when 
required.   
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The current QA manual is accessible to laboratory personnel via the Quality Documents 
folder on the Teklab Inc server.  
 
Copies of controlled documents, whether hard copy or electronic, made without 
permission from the QA Department, are not controlled. As such, it is the responsibility 
of the document holder to ensure that they have the most current revision. 
 



4.1.1 Changes to Controlled Documents 
 
4.1.1.1 Paper Document Changes 
 



Document changes are approved by an ‘approving authority’ (Section 4.1 lists approving 
authorities). Modifications to paper documents that require a revision change shall be 
clearly written on the document and given to the Quality Department for review. Once 
the review is complete, the document can be approved and signed by an approving 
authority. The document will then be processed by the Quality Department and issued to 
the relevant departments. 
 
Changes that are not process modifications but clarifications (also called minor 
revisions) may be performed without changing the revision letter of the document. The 
Quality department shall be notified of any minor revisions. The modified document shall 
then be copied and distributed to the applicable department/s, and obsolete documents 
shall be removed from all points off use and noted as such in the master list of controlled 
documents. Minor amendments/modifications to documents are incorporated into a new 
revision and reissued when the document is reviewed and updated. 



 
The reason for the minor modification or change is written on the document and is 
provided as historical information. This is not required if the reason for the modification is 
evident (e.g. to correct a spelling error). 



4.1.1.2 Electronic Document Changes 



 
A Microsoft Word copy of the document (if available) may be requested from the Quality 
Department. The document will be emailed to the reviewer and should be downloaded to 
the C Drive of their personal computer before making any changes. All editing must be 
tracked following the guidelines in SOP 1010. The final document must then be emailed 
back to the Quality Department.  Revised 1000 series SOPs are reviewed by the Quality 
Department and Method SOPs are reviewed by technical reviewers; such as the 
Technical Director or the Quality Training Officer. Once the document has passed 
review, it can be approved and signed by an approving authority. When signed, the 
document will then be processed by the Quality Department and issued to the relevant 
areas of the laboratory. 
 
Intermediate revisions can be made directly into PDF copies of SOPs or the Quality 
Manual located in the Quality Documents folder.  These revisions must be approved by 
either the Department Supervisor (or designee) or a member of the Quality Department.  
Changes to documents are processed following the guidelines in SOP 1010. 
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4.2 Obsolete Documents 
 



All invalid or obsolete documents are removed from general distribution, or otherwise 
prevented from unintended use. The master copy of an obsolete document is marked 
with a retired date and is archived in accordance with SOP 1291   
“Record Retention and Access”. Hard copies are also marked with the word “retired”. 
Archived documents may be in paper or electronic format. All copies of obsolete 
documents must be removed from point of use and destroyed. Documents must be 
securely stored for at least five years before being destroyed. If documents have been 
scanned and stored on the Teklab Inc Server, related hard copies can be destroyed at 
the discretion of the applicable department.  
 
Storage boxes are maintained in the Teklab storage area until archived to an off-site 
storage facility. Both the on-site and off-site storage areas have all access documented 
in an access log maintained at the respective sites. Both storage facilities are protected 
against fire, theft, loss, environmental deterioration, and vermin. Electronic records are 
protected from electronic or magnetic sources in a fire proof safe. Details of all stored 
(and labeled) storage boxes (current and destroyed) are recorded in a Microsoft Access 
Database by the Quality Department for tracking purposes.  
 
Controlled electronic documents are stored on the Teklab server indefinitely (where 
applicable).  The Teklab server is backed up on a daily basis.  Two Iomega storage 
units, that can be accessed via the Teklab Inc network, are also available to archive 
documentation. Each has a built in raid configuration to provide data redundancy. 



 
Note: See section 5 of this QA manual for specific guidelines on the control and archival of 
laboratory records. 
 
In the event that the laboratory goes out of business, documents will be maintained at the off-
site storage facility until they can be securely destroyed. If the laboratory transfers ownership, 
records and documentation shall be transferred to the new ownership. In the event the 
laboratory transfers geographic location, records and documentation shall be maintained at the 
off-site storage facility until the records can be securely destroyed. 
 
 
Section 5 - CONTROL OF RECORDS 
(TNI V1:M2 – Section 4.13) 



 
Records may be on any form of media, including electronic and hard copy. Records allow for 
the historical reconstruction of laboratory activities related to sample-handling and analysis. See 
Section 4 for information on control of documents. 
 
5.1 Records Maintained 



  
The laboratory maintains a record keeping system that facilitates the retrieval of working 
files and archived records for inspection and verification purposes by the NELAP 
accrediting authority. 
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The laboratory documents and maintains records related to all procedures and activities 
to which a sample is subjected, including: 



a) Identity of personnel involved in sampling, preparation and testing; 



b) sample preservation, including but not limited to: sample container and 
compliance with holding times; 



c) sample identification code, receipt, log-in, acceptance or rejection; 



d) sample storage and tracking, including: shipping receipts, transmittal form, 
and internal routing and assignment records; 



e) sample preparation including: cleanup and separation procedures, extract or 
digestate identification codes, volumes, weights, instrument printouts, meter 
readings, calculations, reagents; 



f) sample analysis; 



g) records for all standards, reagents, reference materials, and media, including 
the manufacturer/vendor, the manufacturer’s Certificate of Analysis or purity 
(if available), the date of receipt, and recommended storage conditions; 



h) equipment receipt, use specification, operating conditions and preventative 
maintenance  



i) calibration criteria, frequency and acceptance criteria;  



j) method performance criteria including quality control requirements;  



k) quality control protocols and assessment; 



l) all automated sample handling systems; 



m) calculations and statistical formulae used by the laboratory; 



n) written procedures for all calculations are available for review; 



o) representative calculations are available and indicate that routine calculations 
are consistent with the written procedures; 



p) all raw data and supporting information needed to recreate calculations are 
available for review; 



q) the appropriate number of significant figures are carried out through all 
recorded data and calculations; and 



r) the least precise step is identified in the calculations and the number of 
significant figures is an accurate reflection of the actual tolerances of the 
instrument or equipment used in this step. 
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s) Procedures to verify that the reported data is free from transcription and 
calculation errors; 



t) data handling, including but not limited to: reduction, review, confirmation, 
interpretation, assessment or validation, and reporting; 



u) QC measurements, including procedures to select samples on which to 
perform QC measurements, and assessment of method performance; 



v) requirements specified in sample acceptance and receipt section of this 
manual; 



 



w) electronic records, including but not limited to; copies of final reports, PT 
studies, bench sheets, instrument strip charts or printouts, data calculations, 
and data reports for five years or for as long as is required by the applicable 
regulatory program, whichever is greater.   These records include an input 
summary and copy of the PT study final reports from the PT vendor used by 
the laboratory; 



x) data review and cross-checking forms; 



y) all information necessary to produce unequivocal, accurate records that 
document the laboratory activities associated with the sample receipt, 
preparation, analysis and reporting; and  



z) procedures that maintain an unequivocal link with the unique field 
identification and the laboratory identification code assigned each sample. 



 
5.2 Records Management and Storage 



  
The laboratory maintains a record management system for control of laboratory records. 
See SOP# 1010, 1060, 1290 and 1291 for more information on tracking, reporting and 
storage.  
 
Data is recorded immediately and legibly in permanent ink (data generated by 
automated data collections systems is recorded electronically.) Corrections are initialed 
and dated with the reason noted for corrections other than transcription errors. A single 
line strikeout is used to make corrections so that the original record is not obliterated.  
 
Excel data sheets used for data entry in the laboratory are coded to allow tracking and 
automatic documentation of all changes made within that file. The worksheet containing 
the tracking information is stored within the workbook for the life of the file.   
 
Electronic corrections in LIMS are tracked via SQL files which log all changes made; 
including the user making the change and reason for the change where applicable. SQL 
files are retained securely on the Teklab server for at least 5 years.  
 
See SOP#1534 for Teklab server/SQL back-up schedules. 
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Where computers or automated equipment is used for the capture, processing, 
manipulation, recording, reporting, storage or retrieval of test data, the laboratory:  



 Maintains computer and automated equipment to ensure proper functioning 
and provide environmental and operating conditions necessary to maintain the 
integrity of calibration and test data  



 Performs software and hardware testing  



 Establishes and implements procedures for the maintenance of security of 
data, including the prevention of unauthorized access to, and the unauthorized 
amendment of, computer records and  



 Maintains hard copy or write protected backup copies of records that are stored 
or generated by computers.  



 
The laboratory controls access to all programs that are used to acquire, process, record 
or report data. All programs have limited access and are dependent on the security 
permissions that are assigned to each employee. An employee is granted access 
depending on his/her responsibilities and job description.  
 
Records, including electronic records, are easy to retrieve, legible, and protected from 
deterioration or damage; held secure and in confidence; and are available to accrediting 
bodies for a minimum of five years or as required by regulation or contract. Records that 
are stored only on electronic media are supported by the hardware and software 
necessary for their retrieval. Access to protected records is limited to applicable 
department personnel.  Procedures for identification, access, filing, storage, 
maintenance and disposal of quality and technical records can be found in SOPs 1010, 
1060 and 1291. Quality records shall include reports from internal audits as well as 
records of corrective and preventive actions.  



  
The laboratory maintains the record management system for control of all applicable 
information, in an organized, chronological order. Hard copy records are segregated by 
type (i.e. laboratory data packets, Teklab Reports etc.), in chronological order, and 
placed in storage boxes. The exterior of the storage box indicates the contents. Storage 
boxes are maintained in the Teklab storage area until archived to an off-site storage 
facility. Additional information regarding control of data is included in Section 21.5 – 
“Control of Data”.   
 
Paper records must be safely stored, held secure, and in confidence to the client. All 
information necessary for the historical reconstruction of the data must be maintained. 
Non-drinking water records must be retained for 5 years from generation of last entry in 
records. Drinking water chemical analysis records from public water systems serving at 
least 25 persons or having at least 15 service connections must be maintained for 10 
years from the generation of the last entry in the records. Lead and copper drinking 
water records for must be maintained for 12 years from generation of last entry. Per 
Louisiana regulations all air analysis records must be kept for at least 10 years. Records 
may be stored longer at client request.  
 
Metals and Inorganics data is scanned and kept on the server per the regulation 
retention times noted above. Hard copies of scanned Metals and Inorganics data are 
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kept for one year. VOA and Organics data is electronically generated and is stored on 
the Teklab Server for at least five years. 
 
Data for all other environmental analyses that are associated with the laboratory’s 
accreditation is stored for a minimum of five years, unless otherwise specified in another 
regulation. And for all suppliers from whom it obtains support services or supplies 
required for testing, for a minimum of five years.  
 
The laboratory shall retain all records necessary to facilitate reconstruction of the 
preparation, processing, and reporting of analytical results for PT samples for a 
minimum of five years and make them available for review upon request by the Primary 
AB. 
 
In the event that the laboratory transfers ownership or goes out of business, records are 
maintained or transferred according to client instructions. Appropriate regulatory and 
state legal requirements concerning laboratory records shall be followed.  
 



5.3 Legal Chain of Custody Records 



 
Evidentiary sample data are used as legal evidence. Procedures for evidentiary samples 
are outlined below and can also be found in SOP1065. 
 
The laboratory establishes and maintains the following basic requirements for 
evidentiary chain-of-custody: 



 The evidentiary chain-of-custody records accounting for an unbroken possession 
of the sample while it is in the laboratory’s custody. 



 The evidentiary chain-of-custody records include signatures of all individuals who 
were involved with physically handling the samples and the time of day and 
calendar date that the sample was physically transferred from one individual to 
the next individual or to and from a controlled access storage area. A sample is 
considered to be in someone’s custody only if it is in one’s actual physical 
possession, if it is in one’s view, after being in one’s physical possession, or if it 
is kept in a secured area restricted to authorized personnel only. 



 A minimum number of persons shall be involved in sample handling. 
 The laboratory limits the number of documents that are required to establish 



evidentiary chain-of-custody. 
 The evidentiary chain-of-custody forms remain with the samples during transport 



or shipment. 
 The laboratory controls access to all evidentiary samples and sub-samples, and 



documents this control as described in the Sample Acceptance and Receipt 
section of this manual. 



 Transfer of samples, sub-samples, digestates or extracts to another laboratory is 
subject to all of the requirements for evidentiary chain-of-custody. 



 The laboratory ensures that sample containers that are shipped, are sealed in 
such a manner so that tampering by unauthorized personnel is immediately 
evident.  If any seals are not intact, the laboratory notes this on the chain-of 
custody. 
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 The laboratory ensures that, if required, individual sample containers are sealed 
in such a way as to prevent tampering. 



 The laboratory maintains records of sample disposal practices including, where 
appropriate, the date of sample or sub-sample disposal and the name of the 
responsible person. 



 The disposal of the physical sample occurs only with the concurrence of the 
affected legal authority, sample data user and submitter of the sample. 



 The laboratory documents and retains a record of all conditions of disposal and 
all correspondence between all parties concerning the final disposition of the 
physical sample. 



 The sample records indicate the date of disposal, the nature of disposal (such as 
depleted, sample manifested to a hazardous waste facility, sample returned to 
client), and the identity of the individual who performed the task. 



 The laboratory has waste collection, storage, recycling, and disposal procedures 
and policies as part of their SOPs. Where disposal practices are included as part 
of an approved test method, the laboratory strictly follows the approved test 
method’s disposal practices.  While more specific disposal criteria are not an 
aspect of this manual, the laboratory applies appropriate Federal, state, and local 
disposal practices as a part of good laboratory practices. 



 
 



Section 6 – REVIEW OF REQUESTS, TENDERS AND CONTRACTS 
(TNI V1:M2 – Section 4.4) 
 
The review of all new work assures that requirements are clearly defined, the laboratory has 
adequate resources and capability, and the test method is applicable to the customer's needs. 
This process ensures that all work will be given adequate attention and avoid shortcuts that may 
compromise data quality.  
 
Contracts for new work may be formal bids, signed documents; verbal, or electronic. The client’s 
requirements, including the methods to be used, must be clearly defined, documented and 
understood. The review must also cover any work that will be subcontracted by the laboratory.  
 
See SOP1015 for details on Review of Requests, Tenders and Contracts and SOP 1100 for 
Subcontracting guidelines. 
 
 



Section 7 - PURCHASING SERVICES AND SUPPLIES 
(TNI V1:M2 – Section 4.6) 
 
The laboratory ensures that purchased supplies and services that affect the quality of 
environmental tests are of the required quality by using approved suppliers and products. 
 
7.1 Procedure for Purchasing 
 



Supplies and Services that affect the quality of environmental tests are purchased by the 
Chief Financial Officer, who also reviews and approves the suppliers of services and 
supplies. 
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Purchase orders are automatically assigned unique order numbers and are generated 
from the LIMS. The Vendor section of the LIMS contains information that adequately 
describes the services and supplies ordered. Order details are stored under each 
vendor/supplier and allows for tracking and evaluation of past purchases. 



 
Clipboards with Supply Order Forms are available in all departments of the laboratory. 
The form contains information such as the department, date (the date the item was 
added to the form), a description of the item and a priority code. Priority codes run from 
1 (need immediately) to 3 (order within the next 2 weeks). Priority code 4 is reserved for 
special request/new items. When an item is ordered, the order date is noted beside the 
applicable item. A copy of the form is then given to the Customer Service department. 
When the goods are delivered to Teklab, the Customer Service department can use the 
Supply Order Form to expedite the distribution of supplies to the relevant departments. 
The laboratory strives to maintain an adequate supply of critical items to ensure 
continued analysis without interruption.  
 
Purchased supplies that affect the quality of tests are inspected for breakage, leaks or 
any other damage when received. The supplies are stored according to manufacturer’s 
recommendations, laboratory SOPs or test method specifications. See SOP1260 for 
information on supply receipt procedures. 
 
Copies of calibration documentation (e.g. weight calibrations, reference thermometer 
calibrations, balance maintenance/calibrations) are kept on file by the Quality 
Department. Certificate of Analysis details are logged into the LIMS. A copy of the 
certificate is scanned and linked to information in the LIMS by the relevant department or 
a member of the Quality Department. See Section 23 “Reagents and Standards” and 
SOP1250 for more information. 
 



7.2 Approval of Suppliers 
 



The Chief Financial Officer maintains a list of approved suppliers in the Teklab LIMS. 
Vendors that are no longer used are inactivated through the same system. 
 
Evaluation Procedure 
Evaluation and selection of suppliers/ vendors is performed, in part, on the basis of the 
quality of their products, their ability to meet the demand for their products/services, the 
quality of their service, their past history and competitive pricing. To ensure that critical 
consumables and equipment conform to specified requirements, all purchases from 
specific vendors are approved by a member of the management staff.  
 
If problems with supplies (or services) arise after the product has entered the laboratory, 
the deficiency information can be relayed by the relevant department directly to the Chief 
Financial Officer or via Teklab’s weekly management meetings. Critical deficiencies (that 
impact safety or the quality of data) must be relayed to the Chief Financial Officer as 
soon as possible. All returns are dealt with on a case by case basis. 
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Section 8 - SUBCONTRACTING OF ENVIRONMENTAL TESTS 
(TNI V1:M2 – Section 4.5) 
 
8.1 Procedure 
 



When Teklab must subcontract analysis due to workload, need for further expertise, 
temporary incapacity, or on a continuing basis, work is placed with a laboratory 
accredited under NELAP for the test to be performed or with a laboratory that meets the 
applicable statutory and regulatory requirements for performing the tests and submitting 
the results of test performed. All subcontracted analyses and the name of the 
subcontracted laboratory are documented in the case narrative of the final report. Any 
non-NELAP accredited work does not have the letters “NELAP” in the qualifier column. 
The intent to subcontract analysis is specified in the project quote when Teklab intends 
to subcontract any part of a project. When possible, Teklab will advise the client in 
writing of any subcontracted analysis. Teklab maintains a register of all subcontractors 
that it uses for environmental tests and a record of the evidence of compliance for each.  
A record of subcontracted analysis is retained at Teklab and is archived in accordance 
with this manual. Teklab will ensure that the subcontract laboratory is provided all 
necessary information to meet the same commitments made to the client by the primary 
laboratory. 



 
See SOP1100 for Subcontracting procedures and guidelines and SOP 1015 for review 
of requests, tenders and contracts. 
 
 



Section 9 - SERVICE TO THE CLIENT 
(TNI V1:M2 – Section 4.7) 



 
The laboratory collaborates with clients and/or their representatives in clarifying their requests 
and in monitoring laboratory performance related to their work. Each request is reviewed to 
determine the nature of the request and the laboratory's ability to comply with the request within 
the confines of prevailing statutes and/or regulations without risk to the confidentiality of other 
clients. 
 
9.1 Client Confidentiality 
  



Teklab Inc’s confidentiality policy is to not divulge or release any information to a third 
party without proper authorization. Third party requests for data and information are 
referred to the client. Data and records identified as proprietary, privileged, or 
confidential are exempt from disclosure.  
 
All electronic data (storage or transmissions) are kept confidential, based on technology 
and laboratory limitations, as required by client or regulation.   
 
Teklab, Inc. will protect Clients’ confidential information and proprietary rights, as directed 
by local, state or federal laws. All confidential information and/or proprietary rights claimed 
by any Client and/or Vendor must be clearly identified in writing, prior to initiation of any 
business activity. Teklab, Inc. will voluntarily treat information generated by Teklab, Inc. 
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(analytical results, sampling information, associated quality control results, etc.) as 
confidential in nature only without the fear of retribution. That is, Teklab, Inc. will not accept 
any liability for the inappropriate or accidental release of information, unless specifically 
agreed to under mutually binding contractual obligations. See Teklab, Inc. NELAP Policy 
Client Confidential Information for additional information and procedures. 
 
Teklab quality training includes training on procedures for protecting clients’ confidential 
information. Clients’ names or client’s sample identifications are not listed in any 
laboratory data packets. Information in the laboratory data packets is identified with 
Teklab generated laboratory identifications only. Printed records containing client 
information are shredded before disposal. See Teklab Inc. NELAP Policy Client 
Confidential Information for policy and procedural details discussed during training.  
 



9.2 Client Support 
 



Communication with the client, or their representative, is maintained to provide proper 
instruction and modification for testing. Technical staff are available to discuss any 
technical questions or concerns the client may have. 
 
The client, or their representative, may be provided reasonable access to laboratory 
areas to witness testing.   



 
Delays or major deviations to testing are communicated to the client immediately, where 
possible, by email or phone by the applicable Project Manager, a member of the 
Customer Service Team or the Chief Marketing Officer. 
 
Teklab will provide the client with all requested information pertaining to the analysis of 
their samples.  
 



9.3 Client Feedback 



The laboratory seeks both negative and positive feedback following the completion of 
projects and/or periodically for ongoing projects. Feedback provides acknowledgement, 
corrective actions where necessary, and opportunities for continuous improvement.  
Methods of receiving feedback may include conversations with customers (phone or 
email), website and email questionnaires. 
 
Negative customer feedback is documented as a customer complaint (see Section 10 – 
“Complaints”). 
 
 



Section 10 - COMPLAINTS 
(TNI V1:M2 – Section 4.8) 
 
The purpose of this section is to ensure that customer complaints are addressed and corrected, 
and done so in a timely manner. This includes requests to verify results or analytical data. 
Complaints provide the laboratory an opportunity to not only improve client satisfaction but also 
laboratory operations. 
Customer complaints are dealt with on a case by case basis.  All customer complaints are 
documented by the person receiving the complaint and addressed to the responsible manager. 
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Complaints concerning areas such as turnaround time or pricing, are handled solely at the 
discretion of Teklab management.  The Technical Director, Quality Officer or Teklab 
Management handle all QA/QC complaints.  An investigation determines the validity of the 
complaint. If it is determined that the complaint has merit, the procedures outlined in Section 13 
– Corrective Action are utilized. If it is determined that a complaint is without merit, it is 
documented, and the client is contacted by the appropriate Project Manager. 
 
A complaint such as a concern that data is repeatedly late should be reviewed for preventive 
action (see Section 14 – “Preventive Action”) to minimize a future occurrence. 
 
The laboratory has a documented policy and procedures for the resolution of complaints 
received from clients or other parties about the laboratory’s activities. 
The laboratory audits the laboratory activities as required in this manual resulting from a 
complaint, or any other circumstance that impacts the laboratory’s compliance with: 



1. The laboratory’s policies and procedures; 



2. The requirements of this manual; and  



3. The quality of the laboratory’s tests. 



 
The laboratory documents and maintain records of the complaint/s, the laboratory’s subsequent 
actions, and any corrective actions and/or revised reports.   
 
 
Section 11 - CONTROL OF NON-CONFORMING ENVIRONMENTAL TESTING 
WORK 
(TNI V1:M2 – Section 4.9) 



 
Non-conforming work is work that does not meet acceptance criteria or requirements. Non-
conformances can include departures from standard operating procedures, test methods or 
unacceptable quality control results (see Section 26 – “Quality Assurance for Environmental 
Testing”). Identification of non-conforming work can come via customer complaints, quality control, 
instrument calibration, evaluating consumable materials, staff observation, final report review, 
management reviews and internal and external audits.  
 
11.1  Exceptionally Permitting Departures from Documented Policies and Procedures 



 
Requests for departures from laboratory procedures are approved by the Technical 
Director or his/her designee and documented on a case by case basis with the 
applicable analytical data or final report. Planned departures from procedures or policies 
do not require audits or investigations. 
 
If a client requests a departure from laboratory procedures, the laboratory does not have 
to consider that departure as a nonconformance that requires corrective action. 
However, that nonconformance must be documented as a nonconformance (or however 
named) that was approved by management.  
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11.2  Non-Conforming Work 



 
The laboratory policy for control of non-conforming work is to identify the non-conformance 
and take appropriate action. All employees have the authority to stop work on samples 
when any aspect of the process does not conform to laboratory requirements.   
 
The responsibilities and authorities for the management of non-conforming work are 
detailed in SOP#1280 and Section 13 “Corrective Actions”.  The procedure for 
investigating and taking appropriate corrective actions for non-conforming work are also 
described in Section 13. Section 13.3 outlines the procedures for Technical Corrective 
Actions. Formal corrective action procedures must be followed for non-conforming work 
that could reoccur (beyond expected random QC failures) or where there is doubt about 
the laboratory’s compliance to its own policies and procedures. 
 
The investigation and associated corrective actions for non-conforming work involving 
alleged violations of the company’s Ethics and Data Integrity policies must follow the 
procedures outlined in Section 17 – “Data Integrity Investigations”.    
 
The reporting of non-conforming work involving alleged violations of the company’s 
Ethics and Data Integrity policies must be reported to a member of the Management 
Team. Procedures described in Section 17 – “Data Integrity Investigations” are followed. 
The laboratory evaluates the significance of the non-conforming work, and takes 
corrective action immediately. The customer is notified if their data has been impacted. 
The laboratory allows the release of non-conforming data only with approval of the 
Technical Director or his/her designate on a case-by-case basis. Non-conforming data is 
clearly identified in the final report (see Section 27 – “Reporting the Results”).   
 
The discovery of a nonconformance for results that have already been reported to the 
customer must be immediately evaluated for significance of the nonconformance, its 
acceptability to the customer, and determination of the appropriate corrective action. 
 
See Section 13 “Corrective Action” and SOP1280 for details on managing non-conforming 
work. 
 



11.3 Stop Work Procedures 



 
Laboratory supervisors, the Quality Department, and the Management team have 
authorization to halt non-conforming work at any time. Samples are not analyzed until 
the problem causing the deviation is corrected.  If applicable, the system is monitored 
until 10 consecutive data points are within control chart limits. After corrective actions 
successfully eliminate the problem, the corrective actions taken, individual(s) involved, 
samples affected, and date are noted on corrective action forms and in the appropriate 
logbooks. Only the Technical Director (or their designee) can authorize the resumption 
of affected tests. See section 13 for more information on Corrective Actions. 
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Section 12- IMPROVEMENT 
(TNI V1:M2 – Section 4.10) 
 
Improvement in the overall effectiveness of the laboratory management system is a result of the 
implementation of the various aspects of the laboratory’s management system:  quality policy 
and objectives (Section 3 – “Management”); internal auditing practices (Section 15 – “Internal 
Audits”); the review and analysis of data (Section 26 – “Quality Assurance for Environmental 
Testing”); the corrective action (Section 13 – “Corrective Action”)  and preventive action (Section 
14 – “Preventive Action”) process; and the annual management review of the quality 
management system (Section 16 – “Management Reviews”) where the various aspects of the 
management/quality system are summarized, and evaluated and plans for improvement are 
developed. 
 
 



Section 13 - CORRECTIVE ACTION 
(TNI V1:M2 – Section 4.11) 



 
Corrective action is the action taken to eliminate the causes of an existing non-conformity, 
defect, or other undesirable situation in order to prevent recurrence. Deficiencies cited in 
external assessments, internal quality audits, data reviews, customer feedback/complaints, 
control of nonconforming work or managerial reviews are documented and require corrective 
action. Corrective actions taken are appropriate for the magnitude of the problem and the 
degree of risk.  



The following section dictates the decision process, procedures and initiation process for 
corrective actions.  It identifies the data used to determine if a problem exists and the actions to 
be taken. 



 
13.1 General Procedure  
 



The laboratory uses the LIMS database to document and track corrective actions. See 
SOP#1280 for more information on Corrective Actions.   
 
All deficiencies are first investigated to identify root cause and a corrective action plan is 
then developed and implemented if deemed necessary. The implementation is also 
monitored for effectiveness. Teklab technicians, analysts, and supervisors are 
responsible for initiating corrective actions on routine data reviews where a 
nonconformance is found that could reoccur (beyond expected random QC failures) or 
where there is doubt about the compliance of the laboratory to its own policies and 
procedures. Project Management and the QA Department must be informed immediately 
if the problem will or may affect client sample results.  
 
Department supervisors are responsible for implementing the corrective action and 
tracking analysis until the system is in control again. Corrective actions may be entered 
into the LIMS by any Teklab Personnel. The final corrective action is reviewed by the 
Quality Department for completeness. The Technical Director and Quality Officer must 
approve and close out the completed corrective action in LIMS.  
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13.1.1 Cause Analysis 



 
When failures due to systematic errors have been identified, the first step is an 
investigation to determination of the root cause(s) of the problem. When there are non-
systematic errors, where the initial cause is readily identifiable or an expected random 
failure (e.g. failed quality control), a formal root cause investigation is not required.  



13.1.2 Selection and Implementation of Corrective Actions  



 
After the root cause(s) has been defined (where applicable), a corrective action plan is 
then selected and implemented (see Section 13.3 “Technical Corrective Actions” and 
SOP1280 “Corrective Actions and Root Cause Analysis”).  
 
Where uncertainty arises regarding the best approach for analysis of issues that require 
corrective action, applicable personnel will recommend corrective actions that are 
appropriate to the magnitude and risk of the problem and that will most likely eliminate 
the problem and prevent recurrence 
 
Teklab Management and the Quality Department shall ensure that corrective actions are 
discharged within the agreed upon time frame. Corrective Action records are maintained 
in the LIMS database. The records contain details of both the root cause(s) investigation 
and the corrective action plan. PDF copies of all signed corrective action reports are 
stored on the Teklab server. 



13.1.3 Monitoring of Corrective Action 



 
The Quality Department and Department supervisors (where applicable) will monitor 
implementation and documentation of the corrective action to assure that the corrective 
actions were effective. Internal audits may also be used to verify the effectiveness of 
corrective actions. See SOP 1280 for more information on monitoring corrective actions. 
 



13.2 Additional Audits  
 



Where the identification of non-conformances or departures from normal lab procedures 
cast doubt on the laboratory's compliance with its own policies and procedures, or on its 
compliance with the TNI Standard, the laboratory ensures that the appropriate areas of 
activity are audited in accordance with Section 15 – “Internal Audits” as soon as 
possible. 
 



13.3 Technical Corrective Action 
 



Sample data associated with a failed quality control are evaluated for the need to be 
reanalyzed or qualified. Unacceptable quality control results are documented, and if the 
evaluation requires root cause analysis, the cause and solution are recorded (see 
Section 11 “Control of Nonconforming Environmental Testing Work”).  
 
Analysts routinely implement corrective actions for data with unacceptable QC 
measures.  First level correction may include re-analysis without further assessment. If 











	 	 	 	 Revision:	28	
	 	 	 	 Effective:	4/28/2021	
Teklab	Inc	Quality	Manual	 	 Page	36	of	91	
 
 



the test method SOP addresses the specific actions to take, they are followed. 
Otherwise, corrective actions start with assessment of the cause of the problem.  



 
Corrective action procedures for non-systematic errors or expected random failures are 
detailed in SOP#1280. All corrective actions are stored in the LIMS and on completion 
are stored in PDF format on the Teklab server. Corrective actions for non-conformances 
that may reoccur (beyond expected random QC failures) or where there is concern that 
the laboratory is not in compliance with its own policies and procedures require that a 
Corrective Action to be completed (see Section 13.1). 



 
Whenever possible, samples are only reported if all quality control measures are 
acceptable.  If a sample associated with unacceptable quality control measures must be 
reported, the deviation is clearly documented in the case or sample narrative of the final 
report.  Whenever possible, corrective actions are undertaken to bring the system back 
in control.   
 
Supervisors, the Quality Department and/or Management may review Corrective Action 
responses and suggest improvements, alternative approaches, and procedures where 
needed. 



13.4   Data Evaluation 



 
Teklab tracks the precision and accuracy of each analysis through the use of control 
charts.  These control charts are based on the Relative Percent Difference (RPD), 
Laboratory Control Sample recoveries (LCS) and Matrix Spike recoveries (MSR).  The 
RPD, LCS and MSR are calculated for each run of analysis.  Independently verified 
Quality Control Samples (QC samples) also are used to determine if the analysis is in 
control.  If the data exceeds the control chart or manufacturer specified limits, the 
analysis is checked for calibration, standard quality and analytical technique, and the 
analysis is stopped and corrective action taken.   
 
 



Section 14 - PREVENTIVE ACTION 
(TNI V1:M2 – Section 4.12) 
 
The preventive action plan establishes the process to investigate and track potential non-
conformances in Teklab Inc’s Quality Management System. The foundation of preventive action is 
written and accessible documentation of actions taken and subsequent monitoring to determine 
that preventive actions have been implemented and documented. 
 
Preventive Action Plan 
Preventive action plans are part of a proactive process for improvement rather than a reaction to 
problems or complaints. Preventive action includes the utilization of measurable quality 
objectives and requirements such as validation and review processes, audits (internal and 
external), management review, feedback and complaints, and quality system requirements to 
detect, analyze and remove potential causes of non-conformance. All personnel have the 
authority to offer suggestions for improvements and to recommend preventive actions, however 
management is responsible for the actual implementation of preventive action. 
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The preventive action proactive process consists of: 



 reviewing potential problems; deciding the potential cause of the problems; 
 deciding the course of action to eliminate the problem from occurring; 
 implementing the plan; and then ensuring or verifying the action solved the problem 



and/or is effective over time. 
 Once identified, Preventive action plans are initiated by starting a corrective action in the 



LIMS.   



Monitoring the effectiveness of the preventive action includes, but not limited to, the following:  



 control charts; 
 performance studies; 
 training; 
 customer input;  
 employee suggestions and input; 
 audits; 
 management reviews;  
 staff meetings 
 Scheduled instrument maintenance 



 



Needed improvements and/or potential sources of non-conformance (either technical or Quality 
related) are identified. If preventive action is required, action plans shall be developed, 
implemented and monitored to reduce the likelihood of the occurrence of such non-
conformances and to take advantage of the opportunities for improvement. A corrective action 
in the LIMS shall be initiated once a potential nonconformity is identified. Preventive actions 
shall be monitored by the supervisor of the relevant department (or their designee); the Quality 
Department and management. Weekly Management meetings, as part of the management 
review program, will also monitor the status of preventive action plans. The Quality Officer is 
responsible for follow-up and ensuring the action plans are completed.  
 



Teklab’s laboratory management reviews the Quality Assurance Plan to ensure its continuing 
suitability, effectiveness, and compliance with TNI Standards at least annually.  This review is 
documented and includes at least the following: 
 



 Quarterly reports from the quality department concerning the quality system and its 
testing and calibration activities 



 Resources and training 
 Reports from any management and supervisory personnel 
 Outcomes of any recent internal audits 
 Assessments by external bodies 
 Results of interlaboratory comparisons or proficiency tests 
 Changes in the volume or type of work undertaken 
 Feedback from clients 
 Complaints 
 Corrective and preventative actions 



 
The outcome of this review is to introduce any necessary changes or improvements in the 
quality system and laboratory operations.   A record of this review, its findings and the resulting 
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actions/changes is maintained in the management review file and is archived in accordance with 
this manual. 
 
A preventative maintenance program is maintained for each instrument.  Any equipment found 
to be out of calibration or indicating problems is taken out of service until the problems are 
corrected. Records are maintained which document preventive maintenance and repairs to 
instrumentation and general laboratory equipment.  Equipment failures or problems are noted 
as follows: the nature of the problem, corrective actions taken, the person performing corrective 
actions and the date.  See Section 22 and SOP 1210 for additional information on equipment 
maintenance.  
 
LIMS Preventive Action 
Teklab has a preventive system to plan and test deployments of LIMS modifications to avoid or 
minimize the potential disruption associated with a LIMS failure. 
 



 Production database: the live LIMS database used throughout the laboratory 
 Development database: allows the application programmer to evaluate modifications to 



the LIMS without affecting live data. These changes are then re-evaluated through test 
databases. 



 Test database: Test databases do not use real time data. They are distributed, by the 
applications programmer, to designated members of staff. These databases allow 
modifications to be assessed for potential conflicts and/or errors before updates are 
finally integrated into the production LIMS. 



 
 



Section 15 - AUDITS 
(TNI V1:M2 – Section 4.14) 



15.1   Internal Audits 



 
Audits measure laboratory performance and verify compliance with the TNI Standard, 
certification requirements, and management system requirements; including analytical 
methods, SOPs, the Quality Manual, ethics policies, data integrity, and other laboratory 
policies.  



 
Audits provide management with an on-going assessment of the management system. 
They are also instrumental in identifying areas where improvement in the management 
system will increase the reliability of data. Results of the audits (and any associated 
corrective actions) are reported to the Teklab Board of Directors at least annually.  
 
On a weekly basis, Teklab, Inc. management, reviews the day to day implementation of 
policies and procedures that affect the Quality System (see section 16 Management 
Review and Section 14 Preventive Action).  
 
It is the responsibility of the Quality Officer to plan and organize audits as required by the 
schedule and requested by management. These audits are carried out by trained and 
qualified personnel who are, wherever resources permit, independent of the activity to 
be audited. 
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 These annual audits examine the above stated items as well as the following: 
 



 Personnel training 
 SOPs 
 Log-In and chain of custody procedures 
 Housekeeping 
 Balance and micropipette calibrations 
 Refrigerator, oven and incubator temperatures 
 Fume hood operation and face velocity determinations 
 Reagent, solvent and standard documentation 
 Instrument maintenance logs 
 Corrective action procedures and reports 
 Data collection, reduction, validation and reporting 
 Waste disposal 



 
The Quality Officer, or their representative, is also responsible for incorporation and/or 
documentation of changes, including but not limited to, changes in the approved test 
methods, changes in laboratory equipment, or changes in laboratory personnel. The 
area audited, the audit findings, and corrective actions are recorded. Audits are reviewed 
after completion to assure that corrective actions were implemented and effective.  



 
 In addition to scheduled internal audits, it may sometimes be necessary to conduct 



special audits as a follow-up to corrective actions, PT results, complaints, regulatory 
audits or alleged data integrity issues. These audits or investigations address specific 
issues. Review of their effectiveness may occur during the next scheduled audit unless 
findings are observed that cast doubt on the validity of data; in which case the review 
must take place as soon as possible. 



 
15.2 External Audits 



  
Management shall ensure that all areas of the laboratory are accessible to auditors as 
applicable and that appropriate personnel are available to assist in conducting the audit.  
 
All records must be made available to Teklab’s Accreditation Bodies. 



15.2.1 Confidential Business Information (CBI) Considerations  



 
During on-site audits, on-site auditors may come into possession of information claimed 
as business confidential.  A business confidentiality claim is defined as “a claim or 
allegation that business information is entitled to confidential treatment for reasons of 
business confidentiality or a request for a determination that such information is entitled 
to such treatment.”  When information is claimed as business confidential, the laboratory 
must place on (or attach to) the information at the time it is submitted to the auditor, a 
cover sheet, stamped or typed legend or other suitable form of notice, employing 
language such as “trade secret”, “proprietary” or “company confidential”.  Confidential 
portions of documents otherwise non-confidential must be clearly identified.  CBI may be 
purged of references to client identity by the responsible laboratory official at the time of 
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removal from the laboratory.  However, sample identifiers may not be obscured from the 
information.   
 



15.3 Performance Audits 
 



Performance audits may be Proficiency Test Samples, internal single-blind samples, 
double-blind samples through a provider or client, or anything that tests the performance 
of the analyst and method. 
 
Proficiency Test Samples are discussed in Section 26 – “Quality Assurance for 
Environmental Testing”.  



 
15.4 System Audits   



 
The Laboratory’s management system is audited though scheduled management 
reviews.  Refer to Section 16 “Management Review” for more information.  
 



15.5 Handling Audit Findings 



 
Internal or external audit findings are responded to within an agreed time frame. The 
response may include action plans that could not be completed within the response time 
frame. A completion date is established by management for each action item and 
included in the response.  
 
The development and implementation of corrective actions for findings is the joint 
responsibility of the Quality Department and the relevant Department supervisor (where 
applicable). Corrective actions are documented through the corrective action process 
described in Section 13 – “Corrective Actions”.  



 
Where the results of the internal audit indicate that operations or procedures are not in 
compliance, corrective actions must be taken. These corrective actions may include 
termination of all applicable analysis until the source of the problem can be identified and 
corrected.  Laboratory supervisors, the Quality Department, and the Management team 
have authorization to halt non-conforming work at any time. All affected samples must 
be identified and clients whose samples were affected must be notified, in writing, within 
one week of the problem identification. The analysis cannot be resumed until the 
problem is demonstrated to be corrected (by the analysis of samples of known 
concentration), the reason for the problem and all corrective actions are documented 
and the Technical Director (or their designee) approves the resumption of analysis.  All 
investigations that result in findings of inappropriate activity are documented and include 
any disciplinary actions involved, corrective actions taken, and all appropriate 
notifications of clients. See Section 17 (Data Integrity Investigation) for additional 
procedures for handling inappropriate activity.   
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Section 16 - MANAGEMENT REVIEWS 
(TNI V1:M2 – Section 4.15) 
 
16.1 Management Review Topics 
 



The following are reviewed (where applicable) to ensure their suitability and 
effectiveness:  
 



16.2 Procedure 
 



Laboratory management shall continuously review the Quality Assurance Plan to ensure its 
ongoing suitability, effectiveness, and compliance with NELAP/TNI Standards. The review 
process includes (but is not limited to) the following: 



 
 Customer service meetings 
 Weekly management meeting – attended by management, supervisors, and 



department representatives.  
 Monthly management meeting – attended by management, supervisors, 



department representatives including the QA department.  
 Board of Director meetings 



Staff meetings are part of the overall quality system and provide comprehensive 
departmental interaction that can aid in the planning and co-ordination of activities that may 
have a laboratory wide impact. Suggested improvements to the quality system, as well as 
potential sources of non-conformance are discussed as part of the laboratory Preventive 
Action Plan.  The results of these meetings are documented and are incorporated into the 
laboratory planning system and include the goals, objectives and action plans for the 
coming year. 
 
Management shall also receive monthly reports from the Quality Department regarding 
the status of Quality issues including (but not limited to) safety checks, current corrective 
actions and required laboratory SOP reading. When an ongoing problem is identified in 
the Quality System that requires attention; it is forwarded to management who assists 
the Quality Department in monitoring the problem and ensures the issue is resolved in a 
timely manner where possible. 



 
 



Section 17 - DATA INTEGRITY  
(TNI V1:M2 – Section 4.16) 
 
In addition to covering data integrity investigations, this Section covers all topics related to ethics 
and data integrity policies, procedures and training.  
 
Teklab Inc is committed to ensuring the integrity of its data and providing valid data of known and 
documented quality to its clients. The elements in Teklab’s Ethics and Data Integrity program include:  
 



 Documented data integrity procedures signed and dated by top management. 
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 An Ethics and Data Integrity Statement (included in job description) signed by all 
management and staff upon hiring.  



 An Ethics and Data Integrity Statement signed after annual data integrity training. 
Teklab’s Ethics and Data Integrity Policy can be found in the Quality Documents folder 
on the Teklab Server.  



 Appendix A of this Quality Manual. 



 Procedures for confidential reporting of alleged data integrity issues. 



 Periodic in-depth data monitoring. 



 An audit program that monitors data integrity (see Section 15 – “Audits”) and procedures 
for handling data integrity investigations and client notifications.  
 



17.1 Ethics and Data Integrity Procedures 



 
The Ethics and Data Integrity Policy provides an over view of the program. Written 
procedures that are considered part of the Ethics and Data Integrity program include:  



- Teklab’s Ethics and Data Integrity Policy: “Ethics, Legal Responsibility, & Conflict 
of Interest” (Appendix A) 



- Corrective action procedures (SOP#1280 and Section 13 of this QAM) 
- Procedure for Data Integrity Investigations (See Section 17.4 Investigations) 
- Data Integrity training procedures (See Section 17.2 Training) 
- Internal audit procedures (SOP#1270 and See Section 15 of this QAM) 



 
17.2  Training 



 
Data integrity training is provided as a formal part of new employee orientation and a 
refresher is given annually for all employees. Training courses in data integrity, ethical 
and legal responsibilities, include the potential punishments and penalties for improper, 
unethical or illegal actions.  Attendance for required training is mandatory and is 
monitored through a signature attendance sheet. 



 
Evidence must be on file that each employee has read, acknowledged and understood 
their personal, ethical and legal responsibilities including the potential punishments and 
penalties for improper, unethical or illegal actions. 



 
Data integrity training emphasizes the importance of proper written narration on the part 
of the analyst with respect to those cases where analytical data may be useful, but are in 
one sense or another partially deficient. Topics covered are provided in writing and 
provided to all trainees. 



 
17.3 Confidential Reporting of Ethics and Data Integrity Issues 



 
Confidential reporting of data integrity issues is assured through the following 
procedures: 



 Teklab Inc’s Ethics and Data Integrity Policy (“Ethics, Legal Responsibility, & 
Conflict of Interest” see Appendix A) 
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 Procedures for reporting Data integrity and Ethics issues outlined in initial and 
ongoing annual training. Training slides are available in the Quality Documents 
folder on the Teklab server. 
 



17.4 Investigations 



 
All investigations resulting from data integrity issues are conducted confidentially. They 
are documented and notifications are made to clients who received any negatively 
affected data that did not meet the client’s data quality requirements. Procedures for 
investigation are detailed below: 



 
 Any Teklab personnel who learn of a non-compliance related incident through 



the reporting protocol should immediately inform a member of Teklab 
Management verbally or in writing. 



 Any ethical matters discussed with management personnel will remain 
confidential within Teklab’s management.  In cases involving possible violations 
of the law or TNI regulations, Teklab may be required to reveal information to 
the proper authorities.  



 Teklab management is responsible for determining the seriousness of the 
incident. 



 Teklab’s management team shall thoroughly investigate each incident and 
retain all evidence and records. 



 Investigation Documentation Includes: 
o Date of investigative Report 
o Date Incident First Reported 
o Date of Incident Occurrence 
o Type of Issue / Incident 
o Full Description of Issue 
o Description of Investigation 
o Description of Resolution 
 
 



Section 18 – PERSONNEL AND TRAINING 
(TNI V1:M2 – Section 5.2) 
 
Teklab Inc employs competent personnel based on education, training, experience and demonstrated 
skills as required. The laboratory’s organization chart can be found in Appendix B.  
 
18.1 Overview 



 
All personnel are responsible for complying with all quality and data integrity policies and 
procedures that are relevant to their area of responsibility.  
 
All personnel who are involved in activities related to sample analysis, evaluation of 
results or who sign test reports, must demonstrate competency in their area of 
responsibility. Appropriate supervision is given to any personnel in training and the 
trainer is accountable for the quality of the trainee’s work. Personnel are qualified to 
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perform the tasks they are responsible for based on education, training, experience and 
demonstrated skills as required for their area of responsibility.  



 
The laboratory provides goals with respect to education, training and skills of laboratory 
staff. These goals are outlined in the 1031 SOP and the employee’s job description. 
Training needs are identified at the time of employment and when personnel are moved 
to a new position or new responsibilities are added. Ongoing training, as needed, is also 
provided to personnel in their current jobs. The effectiveness of the training must be 
evaluated before the training is considered complete.  
 
A log of names, initials, and signatures for all individuals who are responsible for signing 
or initialing any laboratory records is maintained and stored in hard copy by the Quality 
Training Officer. 
 



18.2 Job Descriptions 



 
Job descriptions are available for all positions that manage, perform, or verify work 
affecting data quality, and are located in each employee’s electronic training file located 
on the Teklab Inc Server. These files are stored securely. An overview of top 
management’s responsibilities is included in Section 3 – “Management”.  



 
18.3 Training 



 
All personnel must perform a successful Initial Demonstration of Capability prior to 
initiation of assigned analysis (See SOP#1031 for IDOC and Certification Statement 
Requirements).  



All new personnel are trained on their applicable analysis by an experienced Teklab 
employee.  Additional training needs for each individual are determined through review 
of their resume and work experience and one on one interaction with the individual’s 
supervisor and/or trainer.  All personnel must successfully complete an IDOC prior to 
termination of training. Ongoing training is determined on a case by case basis by the 
individual’s supervisor or a representative of the Quality Department. See SOP#1031 
and Section 19 of this QA Manual for more information on IDOCs/ADOCs. 



 The Quality Department is responsible for tracking all initial introductory training. 
Department Supervisors are responsible for initiating, coordinating and monitoring on the 
job training for analysts within their department.  Training records maintained by the 
Quality Department are stored securely on the Teklab Inc Server and include personnel 
qualifications, education, experience and training pursuant to the requirements set forth 
in sections 4, 5 and 19 of this Quality manual. Training files are considered up-to-date 
when the following items are present: 



   
 Certification that the employee has completed initial safety and quality 



training. 
 Documentation of Initial Demonstration of Capability (IDOC). 
 Certification that the employee has read, understood, and is using the latest 



version of the laboratory’s in-house quality documentation, which relates to 
their job responsibilities.  
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 Certification that the technician has read, understood and agreed to perform 
the most recent version of the approved standard operating procedure.  



 Documentation of academic education and of training courses or workshops 
on specific equipment, analytical techniques, or laboratory procedures. 



 Job description signed by the employee that includes an agreement that they 
are aware of their ethical and legal responsibilities and will avoid any 
conflict of interest.  



 Documentation of Annual Demonstration of Capability (ADOC) on applicable 
methods. 



18.3.1 Ethical/Legal Responsibilities and Conflict of Interest 



 
Teklab is organized so that confidence in its independence of judgment and integrity are 
maintained at all times and has processes to ensure that its personnel are free from any 
commercial, financial and other undue pressures which might adversely affect the quality 
of their work. Teklab has a proactive program for prevention and detection of improper, 
unethical or illegal actions.  See Appendix A for Teklab’s Ethics and Data Integrity Policy 
and Section 17 for more on Data Integrity. 



All new personnel are trained during orientation and all personnel are trained, at least 
annually, on data integrity, ethical behavior, legal responsibilities and conflict of interest. 
Each Teklab job description includes an agreement with the employee that they are 
aware of their ethical responsibilities and will avoid any conflict of interest. See also 
Teklab Inc. NELAP Policy Ethics, Legal Responsibility, & Conflict of Interest for policy 
discussed during training. 
 
Teklab Inc’s legally responsible parties are the signatories in Section 1 (Introduction and 
Scope) of the Quality Manual. 



18.3.2 Training for New Staff 



 
All new staff members are given introductory training and orientation upon arrival. The 
training is documented on a training attendance sheet that outlines what was covered 
during the training sessions.  



 
  Training topics include (but not limited to): 
 



 Data Integrity training  
 Safety training 
 Quality training 



 
Initial Laboratory Training: 



 
 All documentation involved with a new and unfamiliar task is read and 



understood by the trainee. Reading forms are initial and dated by the employee 
confirming that they have read and understood the material. 



 Training is under the direct supervision of a qualified analyst.  
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 During the time the analyst is in training, the trainee may sign laboratory 
notebooks, logbooks, worksheets, etc.  But they must be co-signed by the 
trainer who is responsible for the data generated.  



 The trainee demonstrates competency in the new task before they can operate 
independently. The competency for a test method is accomplished by a 
successful IDOC as defined in Section 19 of this Quality Manual.  



 Training documentation is maintained in the employees training record, which 
is stored electronically on the Teklab Inc server.  



18.3.3 Ongoing Training 



 
The employee attests, through signature, that they have read, understood, and agree to 
perform the latest version of any SOPs or policies that the analyst is responsible for 
following:  



  
- Annual refresher Data Integrity Training. 
- Annually, the analyst shows continued proficiency in each method they perform (see 



Section 19 on IDOC s and ADOCs) 
- Attending training related to job function as applicable.  
- Maintaining training documentation in the employees training record.  
- Monthly Safety training. 
- Monthly Quality training. 



18.3.4 Education/Experience  



 
Job descriptions for all Teklab personnel are maintained by the quality department.  Each 
employee must read and sign their job description upon hiring or changing positions within 
the laboratory.  The signed job descriptions are placed in each employees training file.  



  
18.3.4.1  
The laboratory ownership shall designate at least one individual as LABORATORY 
DIRECTOR.  The laboratory director shall have overall responsibility for the operation of 
the laboratory. The laboratory director shall also: 
 



1. Hold a minimum of a bachelor’s degree in chemistry or a related science or have 
completed enough course work in chemistry to equal a minor in chemistry or have 
at least 10 years non- academic analytical experience 



2. The laboratory director shall be an employee of the laboratory and on-site at least 
50% of the time. 



   
18.3.4.2  
The laboratory ownership shall designate at least one individual as the Technical 
Director (or however named). These persons shall also: 



1. Hold a bachelor’s degree in the chemical, environmental, biological sciences,  
physical sciences or engineering, with at least twenty-four (24) college semester 
credit hours in chemistry  



2. Have at least two (2) years of experience in the environmental analysis of  
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representative inorganic or organic analytes for which the laboratory seeks or 
maintains accreditation. A master’s or doctoral degree in one of the above 
disciplines may be substituted for one (1) year of experience. 



3. Have a general knowledge of the analytical methods for which data review is  
  performed. 
     
 See the TNI Standard V1M2 Section 5.2.6.2 for a list of Technical Director qualification 
 exceptions. 
 



18.3.4.3  
The laboratory ownership shall designate at least one individual as the Quality Officer. 
These persons shall also: 



1) Hold a bachelor’s degree in chemistry or related sciences or have completed 
enough course work to equal a major in science; and/or 



2) Have a minimum of one-year experience as an analyst in a laboratory and/or 
3) Have documented training in quality assurance and quality control (QA/QC) 



and at least 3yrs of experience in a Quality Assurance setting 
4) Where applicable, have functions independent from laboratory operations; 
5) Have a general knowledge of the analytical methods for which data review is 



performed; 
6) Be an employee of the laboratory, but free from outside or managerial 



influence, so that they may objectively perform assessments and evaluate data  
 



18.3.4.4 
The laboratory director and/or ownership shall designate at least one individual as 
LABORATORY SUPERVISOR.  The laboratory supervisor(s) shall: 



1) Hold a minimum of a bachelor’s degree in chemistry or related sciences or 
have completed enough course work in chemistry to equal a major in 
chemistry, or; 



2) Have had a minimum of five years’ experience in the analyses pertaining to 
the applicable fields of testing 



  
The laboratory ownership may designate a laboratory supervisor as laboratory director.  
The Laboratory director/supervisor must fulfill the requirements of sections 18.3.4.1 and 
18.3.4.4 above. 
 



 18.3.4.5 
The laboratory director or supervisors shall designate the ANALYSTS.  Analysts shall: 



1) Hold a bachelor’s degree in chemistry or related sciences or have completed 
enough course work in chemistry to equal a major in chemistry; or 



2) Have had a minimum of two years’ experience in the analysis pertaining to the 
applicable fields of testing for which the laboratory is accredited; or 



3) For those instruments listed in 18.3.4.6 below: 
A) either: 



i) have satisfactorily completed a minimum of four hours training 
that is offered by the equipment manufacturer, a professional 
organization, a university or another qualified training facility; 
or 











	 	 	 	 Revision:	28	
	 	 	 	 Effective:	4/28/2021	
Teklab	Inc	Quality	Manual	 	 Page	48	of	91	
 
 



ii) served a two-week period of apprenticeship under an 
experienced analyst; and 



B) After appropriate training pursuant to subsection 18.3.4.5(3A), perform 
the Initial Demonstration of Capability (IDOC) study as specified in 
Section 19 of this Quality Manual and the TNI Standard - EL-V1M2 
(See SOP1031 for IDOC procedure); and 



C) Have on file annual documentation indicating one of the following: 
 Acceptable performance on a blind sample,  
 Another Initial demonstration of capability (IDOC), 
 four consecutive in-control laboratory control samples, 
 a documented process of analyst review using quality control 



(QC) samples 
 a certification that the technician has read, understood and 



agreed to perform the most recent version of the method, the 
approved method or standard operating procedure.   



 Such documentation shall demonstrate that the required 
          training is  up-to-date. 



4) Be an employee of the laboratory, contract employee, or contracted temporary 
agency staff; and  



  
The Technical Director or supervisors may designate individuals as ANALYSTS-IN-
TRAINING.  Analysts-in-training must at least meet the requirements in subsection 
18.3.4.5.1 or 18.3.4.5.2 and be in the process of meeting the requirements of subsection 
18.3.4.5 (3a). A laboratory supervisor, analyst or data auditor shall review and verify all data 
produced by analysts-in-training. 
 



 18.3.4.6 
Analyses performed utilizing Automated Colorimetric (AC), Gas Chromatograph (GC), 
Gas Chromatograph/Mass Spectrometer (GC-MS), Inductively Coupled Plasma (ICP), 
Inductively Coupled Plasma Mass Spectrometer (ICP-MS), are only acceptable for the 
purposes of this manual when performed by a laboratory employee who meets the 
requirements in subsection 18.3.4.5 above. 
 



 18.3.4.7  
A TECHNICIAN is a person who holds a minimum of a high school diploma or its 
equivalent.  Any exceptions to this must be noted in the technician’s job description. A 
technician must: 



1) either: 
A) Have satisfactorily completed a minimum of four hours training that is 



offered by the equipment manufacturer, a professional organization, a 
university or qualified training facility; or 



B) Served a two-week period of apprenticeship under an experienced 
analyst or technician; 



2) After appropriate training pursuant to subsection 18.3.4.7(1), perform the Initial 
Demonstration of Capability (IDOC) study as specified in Section 19 of this 
Quality Manual and the TNI Standard - EL-V1M2 (See SOP1031 for IDOC 
procedure); and; 



3) Have on file annual documentation indicating one of the following: 
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 Acceptable performance on a blind sample,  
 another Initial Demonstration of Capability (IDOC), 
 four consecutive in-control laboratory control samples, 
 a documented process of analyst review using quality control (QC) 



samples 
 a certification that the technician has read, understood and agreed to 



perform the most recent version of the method, the approved method or 
standard operating procedure.   



Such documentation shall demonstrate that the required training is up-to-date. 
 



18.3.4.8 



A person may be allowed to serve in any capacity as defined in subsections 18.3.4.1 
through 18.3.4.7 when the person does not meet the training, educational, or experience 
requirements for the position under one of the following conditions: 



A) Experience as an offset for educational requirements (one year of experience 
performing the applicable duties equals one year of education); 



B) Education as an offset for experience requirements (one year of applicable 
education beyond a bachelor’s degree equals one year of experience); 



C) For analysts and technicians, have six months’ laboratory experience as 
offset for the training and apprenticeship requirements set forth in 18.3.4.5 or 
18.3.4.7 as applicable.  Laboratory experience must be in the analytical 
technique for which the offset is requested. 



 D) For analysts and technicians, demonstration of ability to properly perform 
representative test procedures. 



 
 



Section 19 - IDOC & ADOC 
(TNI V1:M4 – Section 1.6) 
 
19.1 Initial Demonstration of Capability (IDOC) 



 
The IDOC is a procedure to establish the ability of the analyst to generate analytical 
results of acceptable accuracy and precision. 
 
Before reporting any data with a given method, a satisfactory IDOC is performed. 
Thereafter, each analyst demonstrates continuing proficiency through the procedures 
outlined in Annual Demonstration of Capability below. 



Each analyst performs an IDOC prior to initiation of assigned sample analysis, unless 
the IDOC is not applicable to the approved test method, such as total volatile solids, pH, 
color, odor, temperature, dissolved oxygen or turbidity.  Thereafter, continuing 
demonstration of method performance is accomplished per the QCI for the method.  
IDOC studies are repeated whenever there is a change in analyst, instrument type, or 
approved test method that requires a change to the procedure in the SOP.   



 
In cases where an individual has prepared and/or analyzed samples using a method that 
has been in use by the laboratory for at least one (1) year prior to applying for 
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accreditation, and there have been no significant changes in instrument type or method, 
the ongoing DOC shall be acceptable as an initial DOC. 



Teklab documents the completion of each demonstration of capability on a certification 
statement form. IDOCs are stored in the Teklab LIMS, and documented in the Employee 
Training Database (on the Teklab server), and in the employee’s electronic training files 
which are stored on the Teklab Inc Server. All records related to the demonstration are 
retained.  



  
 IDOCs (Demonstration of Capability) are performed: 



 
- Before using any method 
- Each time there is a change in instrument type or *method and 
- If the laboratory or analysts has not performed the method in a twelve-month 



period. 
- When an analyte not currently found on the laboratory’s list of accredited 



analytes is added to an existing accredited method, an IDOC shall be performed 
for that analyte 



 
*Changes in method are assessed by the Technical Director (or their designee) and the 
applicable laboratory Supervisor. Changed deemed as significant require an IDOC to be 
performed. 



 
The IDOC(s) for each analyst is stored in the Teklab LIMS, and documented in the 
Employee Training Database, in the employee’s electronic training file and on employee 
electronic Demonstration of Capability (DOC) Forms which are all stored on the Teklab 
Inc Server. The DOC identifies the analyst(s) involved in preparation and/or analysis; 
matrix; analyte(s), class of analyte(s); the method(s) performed; the laboratory-specific 
SOP used for analysis; and the date(s) of analysis. The LIMS and server copy of the 
IDOC also contain a summary of the results used to calculate the mean recovery and 
standard deviations. 
 
All raw data, preparation records, and calculations for each IDOC are retained and are 
available for review.  



 
IDOC procedures are outlined in SOP#1031 - IDOCs and ADOCs 



 
Interim Data Generation 
Data produced by analysts and instrument operators while in the process of obtaining 
the required training or experience is acceptable when reviewed and validated by a fully 
qualified analyst or the immediate supervisor.  



 
19.2 Annual Demonstration of Capability (ADOC) 



 
After the initial demonstration of capability is completed, on-going proficiency is 
maintained and demonstrated at least annually. Each analyst is expected to consistently 
meet the QC requirements of the method, the laboratory SOP, client requirements 
and/or the TNI Standard. ADOCs are documented in the Employee Training Database 
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(by the Quality Department), and in the employee’s electronic training files which are 
stored on the Teklab Inc Server. All records related to the demonstration are retained.  



 
Teklab can use the following procedures to demonstrate ongoing DOC: 
a) acceptable performance of a blind sample (single blind to the analyst); 



Note: Successful analysis of a blind performance sample on a similar method using 
the same technology (e.g., GC/MS volatiles by purge and trap for Methods 524.2, 624 
or 5030/8260) would only require documentation for one of the tests. 



b) another initial DOC; 
c) at least four (4) consecutive laboratory control samples with acceptable levels of  



precision and accuracy. The laboratory shall determine the acceptable limits for 
precision and accuracy prior to analysis. The laboratory shall tabulate or be able to 
readily retrieve four (4) consecutive passing LCSs for each method for each analyst 
each year; 



d) a documented process of analyst review using QC samples. QC samples can be   
     reviewed to identify patterns for individuals or groups of analysts and determine if   
     corrective action or retraining is necessary; 
e) if a) through d) are not technically feasible, then analysis of real-world samples with 



results within a predefined acceptance criteria (as defined by the laboratory or 
method) shall be performed. 



 
 



Section 20 - ACCOMODATIONS AND ENVIRONMENTAL CONDITIONS 
(TNI V1:M2 – Section 5.3) 
 
20.1 Environmental 



 
Prior to the initiation of new work, the laboratory management reviews the work to 
ensure that it has the appropriate facilities and resources to accomplish the work. 
Management also provides adequate workspaces to ensure an unencumbered work 
area for performing the approved test methods. 



 
The laboratory is designed, operated and arranged so that incompatible analyses are 
separated and the potential for sample contamination is minimized. Such environmental 
conditions include: 



 The volatile organic laboratory has a separate ventilation system.  Access to the 
volatile organic laboratory is limited to use only as necessary. Air volatile analysis 
is isolated at a separate facility located at the Teklab Air Laboratory.  



 The microbiology lab has access restricted to only microbiology and quality 
assurance department personnel.  All fecal coliform analyses are performed at a 
separate time from any other microbiology analysis, with proper disinfection of the 
area between analysis times. 



 The laboratory has one exhaust hood for sample receipt, three for inorganic 
analysis, one for metals prep, and three for organic prep. Organic analysis also has 
three fume absorbers.  
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Environmental conditions are monitored as required by the relevant specifications, 
methods and procedures or where they influence the quality of the results. 
Environmental tests are stopped and corrective actions are taken and documented when 
the environmental conditions jeopardize the results of environmental tests.   
 
New laboratory facilities shall be designed, operated and arranged so that all of the 
specifications of this section are met. 
 



20.2 Work Areas 



 
Teklab’s facilities are maintained to permit the production of analytical data that meets 
the data quality of objectives of the applicable environmental regulation.  Areas that 
affect the quality of laboratory activities are defined as any area within the physical 
boundaries of the building, except for the restrooms, lunch room and all hallways.   
 
Good housekeeping is stressed.  Employees must keep work spaces, instrumentation, 
and equipment clean and unencumbered. 



 
The laboratory procedure for good housekeeping includes such measures as 



- A part-time janitor 
- periodic dedicated clean up days  
- employees responsible for cleanliness of their own work area 
 



20.3 Floor Plan 



 
 Floor plans can be found in Appendix C of this QA Manual. 
 
20.4 Building Security 



 
Areas that affect the quality of laboratory activities are secure areas and access is 
limited to Teklab, Inc. employees, anyone else entering these areas must be escorted by 
a Teklab, Inc. employee. Access to the laboratory facilities, during non-business hours, 
is controlled through a monitored building alarm system. The parking lot is also under 
video surveillance.   
 
 



Section 21 - ENVIRONMENTAL METHODS AND METHOD VALIDATION 
(TNI V1:M2 – Section 5.4 and Sections 1.4 and 1.5 of TNI V1:M4) 
 
Methods and/or procedures are available for all activities associated with the analysis of the 
sample including preparation and testing. For purposes of this Section, “method” refers to both 
the sample preparation and determinative methods. 
 
All methods are in accordance with applicable professional technical standards, U.S. & Illinois 
EPA requirements.  Teklab uses only methods mandated by legal requirements, recognized 
published methods or methods developed and validated by Teklab.  Methods are not used for 
reporting results until competence for each matrix is demonstrated.  Personnel are not permitted 
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to depart from approved procedures without the proper validations and approval of the 
Technical Director and/or the Quality Officer, and approval of the client. 
 
All analytical methods performed at Teklab have internally written Standard Operating 
Procedures (SOPs) or are copies of published methods, with any changes or selected options 
documented. Methods are based on the applicable reference method or methods (i.e. SW846, 
EPA 600, Standard Methods, NIOSH, IDPH, etc.).   
 
Before being put into use, a test method is confirmed by a method validation process.   
 
21.1 Method Selection 



 
The laboratory selects methods that are appropriate to the customer needs. When the 
regulatory authority mandates or promulgates methods for a specific purpose, only those 
methods will be used. 



 
If a method proposed by a customer is considered to be inappropriate or out-of-date, the 
customer is informed and the issue resolved before proceeding with analysis of any 
samples (see Section 6 – Review of Requests, Tenders and Contracts).   
 
If a method is not specified by the customer, an appropriate method will be selected 
using the process outlined below: 
 
When a method is not specified by the customer, or the proposed method is 
inappropriate, the laboratory will select a method that is appropriate to the end use of the 
data. The laboratory selects methods that are appropriate to the customer needs. The 
customer will be informed of the selected method and must approve its use before being 
used to report data.  When the regulatory authority mandates or promulgates methods 
for a specific purpose, only those methods will be used (see Section 6 – Review of 
Requests, Tenders and Contracts).  
 
If there is not a regulatory requirement for the parameter/method combination, the 
parameter/method combination need not be validated as a non-reference method if it 
can be analyzed by another similar reference method of the same matrix and 
technology. (TNI V1 M4 1.4 - Method Selection) 



  
21.2 Method Validation 



 
Method Validation (MV) studies are used to verify the analytical procedure at different 
concentrations. An MV study is performed for each new analysis or test method and 
whenever a modification in methodology occurs that could affect the quantitation range 
of the analysis. MV studies include the determination of the following: 
 
 Method detection limit – The method detection limit (MDL) is defined as the minimum 



measured concentration of a substance that can be reported with 99% confidence 
that the measured concentration is distinguishable from method blank results This 
number is used in LIMS and appears on final reports.  The MDL is used to 
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accommodate variances in multiple instrument MDL determinations and to minimize 
ongoing adjustments to the reporting limits.   
 



 MDLs - The method detection limit based on spiked samples  
 MDLb - The MDL based on method blanks 



 
 PQL (practical quantitation limit) – The lowest level or concentration of an analyte that 



can be reported with a specific degree of confidence.  For test methods utilizing a 
calibration curve, the PQL is equivalent to the lowest calibration standard.  The PQL 
must be greater than the MDL and no greater than ten times the MDL.  If regulatory 
limits are provided by the client, the PQL must be equal to or less than these.   
 



 RL (Reporting Limit) – The PQL multiplied by any dilution or preparation factors.  The 
RL appears on the final report.  If a CRQL (client requested quantitation limit) exists for 
the sample and is greater than the final RL, the RL can be replaced with the CRQL at 
the client’s request. 



 
 MV (Method Validation Study) – The initial test method and/or instrument requirements 



of TNI and/or the referenced test method to validate that the laboratory is capable of 
achieving the required qualitative and quantitative detection and the required precision 
and accuracy of the method 



 
See SOP 1030 ‘Method Detection Limits & Method Validation Studies’ for detailed 
procedures on MDLs. 



 
Selectivity 



 
Selectivity is evaluated by following the checks established within each method. 
Examples are mass spectral tuning, second column confirmation, ICP inter-element 
interference checks, chromatograph retention time windows, instrument blanks, 
spectrochemical absorption or fluorescence profiles, co-precipitation evaluations, 
electrode response factors, and correlation coefficients. The acceptance criteria for 
mass spectral tuning is documented in the appropriate method SOP.   
 



21.3 Estimation of Uncertainty of Measurement 
 



Estimation and uncertainty of measurement are provided to clients upon request.  



o If the standardized test method contains guidance to the uncertainty of 
evaluation, the method guidance is used for determination.  



o If the standardized test method gives a typical uncertainty of measurement 
for test results this figure is quoted, provided there was full compliance with 
the test method in the performance of the test.  



o If a standardized method implicitly includes the uncertainty of measurement 
in the test results, the results are reported accordingly.  
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Otherwise the estimation of uncertainty of measurement will be reported as 
follows: 



The confidence interval for the test method determined from the standard 
deviation of Laboratory Control samples or QC samples utilized by the 
laboratory in determining batch acceptance for the test method will be 
provided with the data as a statement of uncertainty of measurement. If the 
sample measurement is near the reporting limit or detectable limit, additional 
information will be given on the variability of low level data. A statement of 
sample homogeneity will also be included, as well as any other sample 
related factors that may have led to uncertainty of measurement. 
 



In cases where the test method precludes rigorous, metrologically and statistically 
valid calculation of uncertainty of measurement, all the components of uncertainty 
of measurement are identified, a reasonable estimation on uncertainty is made, 
and the result is reported with explanation on the uncertainty. 



 
21.4 Control Charts 



Control charts are used to monitor the accuracy and precision of the procedures used at 
Teklab.  They are used to determine what types of bias, if any, are occurring in analysis 
and to determine when an analysis or procedure is out of control. 
 
 
PRECISION CONTROL CHARTS: 
The precision control chart checks the duplicity of our methodologies. It uses the relative 
percent difference (RPD) between duplicate analyses. 
 
ACCURACY CONTROL CHARTS:  
The accuracy control chart checks the percent recovery of our methodologies. These 
check the percent recovery from LCSs and MSRs (Matrix Spike recoveries).  This 
control chart cannot be made until at least twenty observations are made using samples 
of a known concentration.  The Shewhart X-bar type chart is used for this measurement. 
The center line is the mean %R, the UWL and LWL (Upper and Lower Warning Limits) 
are calculated and plotted at +/- 2*sd; this represents a limit within which 95% of all 
subsequent %R calculations should fall, to ensure that the analysis/methodology is 
under control.  The UCL and LCL (Upper and Lower Control Limits) are +/- 3*sd; this 
represents a limit within which 99% of all subsequent %R calculations should fall to 
ensure that the analysis/methodology is under control.    
  
FREQUENCY AND CONSTRUCTION OF CONTROL CHARTS:    
Data for accuracy and precision control charts will be updated continuously via the LIMS.  
The need to monitor a control chart for a particular analysis will be evident to the 
department supervisor if the quality control indicators for the test are not falling around 
the mean of the upper and lower control limits for the test.  Data used to create control 
chart limits must be thoroughly reviewed for obvious outliers before inclusion in the 
control chart data set.  Laboratory control limits for accuracy and precision will be 
updated as needed, with approval from the Technical Director. 
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INTERPRETATION OF CONTROL CHARTS:  
The control charts are used to trend results and look for problems or bias in the way an 
analysis is run.  If a condition exists which indicates an out of control process or process 
bias, as defined by typical analysis of Shewhart control charts (example: Seven points 
on same side of an X-bar chart or a point above or below the UCL or LCL), a significant 
event will have occurred.  In that event the Quality Assurance Officer, Technical Director 
and any needed technicians or analysts will conduct an investigation to determine the 
cause or causes of the event and corrective action shall be implemented.  After 
determination of a significant event, the applicable control charts will be updated with 
every new data point until the analysis is once again in control.  A minimum of 10 data 
points will be plotted before the analysis can be said to be in control, once again. 
 



21.5 Control of Data 



To ensure that data are protected from inadvertent changes or unintentional destruction, 
the laboratory uses procedures to check calculations and data transfers (both manual 
and automated). See Section 5 – Control of Records for more information. 
 
Note: Employees should not save important documents to the C Drive of their PCs, as 
information may be lost if the computer's hard drive fails. Documents should either be 
saved to designated folders on the F Drive or user-defined U Drives; both of which are 
located on the Teklab Server.  



21.51 Computer and Electronic Data Requirements 



 
The laboratory assures that computers, user-developed computer software, and 
automated equipment used for the acquisition, processing, recording, reporting, storage, 
or retrieval of environmental test data are: 
 documented in sufficient detail and validated as being adequate for use; 



  
 protected for integrity and confidentiality of data entry or collection, data storage, 



data transmission and data processing;  
 



 maintained to ensure proper functioning and are provided with the environmental 
and operating conditions necessary to maintain the integrity of environmental test 
data; and  
 



 held secure including the prevention of unauthorized access to, and the 
unauthorized amendment of, computer records. Data archive security is addressed 
in Section 5 “Control of Records” and building security is addressed in Section 20  
“Accommodations and Environmental Conditions”.  



 
Computers and instrumentation are tracked via a database that contains information 
such as the PC/instrument name, operating system and associated software. 
Purchased Microsoft Office open licenses are also tracked in the database. The 
database is stored securely in the IT folder on the Teklab Server. 
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21.5.2 Data Reduction 



 
The analyst calculates final results from raw data or appropriate computer programs 
provide the results in a reportable format. The test methods or SOPs provide required 
concentration units, calculation formulas and any other information required to obtain 
final analytical results.   
 
The laboratory has manual integration procedures that must be followed when 
integrating peaks during data reduction. See SOP4026 Manual Integrations.  
 
Data is collected and reported by analysts after completion of a run of analysis in 
which all Quality control parameters are within the specified limits.  
 
Calculations used to determine concentrations of the analytes for each parameter are 
included or referenced in each SOP.  The calculations involve calibration factors that 
relate a known concentration to a measured concentration. The units are based on the 
calibration concentrations that are also defined in each SOP.  Raw data and final 
results are recorded in the analysis logsheet (by the analyst), or the original printed 
data package from the instrument is retained.  The raw results and corresponding 
quality control results are downloaded or manually entered into the Laboratory 
Information System (LIMS). The lab supervisor or other data validator reviews the 
calculated results, ensures that the data is free from transcription and calculation 
errors and checks the corresponding quality control information (ICB, ICV, CCBs, 
CCVs, MS/MSDs and RSD/RPD results).  If the quality control information is within 
specified limits and the calculations are correct, the lab supervisor or other data 
validator validates the records in the LIMS.  See the applicable SOP (1020, 1270, 
1280 and 1290) for identification of individuals responsible for assessing each QC data 
type. 



 
Data for pH, temperature, Dissolved Oxygen, Turbidity, ORP and conductivity is read 
directly from the instrument.  All other data must be calculated manually to some 
degree.  It is the responsibility of the analyst to convert raw data into reportable values 
and the lab supervisor or other data validator to ensure calculations are correct and 
that quality control checks are within specified limits. 
 
All analysis has its own individual data packet to record analysis, unless computer 
generated reports are deemed acceptable by the Quality Assurance Officer and/or 
Technical Director. See SOP 1291 Record Retention and Access. Data packets and/or 
computer-generated reports are maintained by the analysts responsible for performing 
the analysis and kept in the appropriate area of the laboratory. The data packet 
contains a cover sheet and a data sheet or sheets to record reagent and standard 
solution lot numbers. The data packets also contain information on any cleanup or 
separation procedure, sample ID codes, volumes and weights, if applicable. Problems 
noted during analysis are documented on the cover sheet of the data packet or 
computer generated report.    
 
All raw data must be either retained in hard copy format and/or scanned to PDF and is 
maintained as described in Section 5 “Control of Records”. 
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21.5.3 Data Review Procedures 



 



Data review procedures are located in Section 26.4 – “Data Review”. 
 
 
Section 22 - CALIBRATION REQUIREMENTS:  Equipment and Instruments 
(Section 5.5 of TNI V1:M2 and 1.7.1 of TNI V1:M4) 



 
22.1 General Equipment Requirements 



 
Any equipment procured in the support of tests must be of adequate quality to sustain 
confidence in the laboratory’s tests, as specified by the SOP for each analytical 
method. Laboratory supervisors are responsible for informing the quality department of 
new equipment procurements and creating a maintenance log on the LIMS system.  
Where no independent assurance of the quality of the equipment is available, the 
equipment must be shown to produce acceptable results for the test method, within 
quality control limits of the test, before onset of sample analysis.  
 
See General Equipment Maintenance SOP1210 for details on performance and 
documentation of equipment maintenance, inspection and cleaning.  Manuals provided 
by the manufacturer of the equipment provide information on use, maintenance, 
handling and storage of the equipment.  Any item of equipment subjected to 
overloading or mishandling which gives questionable results, or has been shown by 
verification or otherwise to be defective, shall be taken out of service.  That equipment 
shall be clearly identified with a sign stating “OUT OF SERVICE” and wherever 
possible, stored in the rear storage area until it has been repaired and shown by 
calibration, verification or test to perform satisfactorily.  The laboratory shall examine 
the effect of this defect on previous calibrations or tests.  If it is shown that previous 
tests are affected, then procedures for nonconforming work are followed and results 
are documented (see Section 11 – “Control of Nonconforming Environmental Testing 
Work” and Section 13 – “Corrective Action”). The laboratory shall maintain 
documentation of all maintenance, calibration and instrument operation activities.  



 
Proper instrument maintenance is essential to the success of any analytical laboratory. 
Teklab’s policy is to include instrument troubleshooting and maintenance as standard 
training for its analysts. Analysts gain a more thorough understanding of the analytical 
methodology and produce higher quality analytical results when they are capable of 
solving problems associated with instrument operation. Teklab employs service 
agreements and/or onsite/offsite service support to supplement our maintenance 
program whenever the analytical instrumentation requires expertise beyond our 
capabilities or safety concerns dictate the use of individuals with specialized training. 
 
All instruments must be clearly labeled with unique identification (e.g. Milestone MPR-
600/6S, Microwave 1). 
 
Equipment is operated only by authorized and trained personnel (see Section 18 – 
“Personnel”). 
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Test equipment, including hardware and software, are safeguarded from adjustments that 
would invalidate the test result measurements by limiting access to the equipment and 
using password protection where possible (see Sections 21.6 – “Control of Data” and 5.2 
“Records Management and Storage”).  
  
Each item of equipment and software used for testing and significant to the results is 
uniquely identified. Records of equipment and software are maintained and include the 
following: 



 
a) identity of the equipment and its software; 



b) manufacturer’s name, type identification, serial number or other unique identifier; 



c) checks that equipment complies with specifications of applicable tests; 



d) current location; 



e) manufacturer’s instructions, if available, or a reference to their location; 



f) dates, results and copies of reports and certificates of all calibrations, adjustments, 
acceptance criteria, and the due date of next calibration; 



g) maintenance carried out to date; documentation on all routine and non-routine 
maintenance activities and reference material verifications; 



h) any damage, malfunction, modification or repair to the equipment; 



See Section Appendix F for a current list of Teklab equipment. 



The laboratory documents and maintains records, whether hard copy or electronic, of 
instrument and equipment calibrations, including at a minimum: 



 Calibration procedures, calibration frequency, calibration acceptance criteria; 
 Procedures to label all calibration curves, including the date, approved test 



method, analyte, standard   concentrations, and instrument response; and 
 Procedures to label the axes of the calibration curve. 



 
For electronic data processing systems, which automatically compute the calibration 
curve, the system records the equation for the curve and correlation coefficient. 
Laboratory personnel record correlation coefficient when the calibration curve is 
prepared manually. 



 
See Section 5 of this manual for more information on Control of Records. 
 



22.2 Support Equipment 



   
The laboratory has equipment that is applicable to its accreditation. 
 
Support Equipment includes, but is not limited to: balances, ovens, refrigerators, freezers, 
incubators, temperature measuring devices, and volumetric dispensing devices.  



 
Before being placed into service, support equipment shall be calibrated or checked to 
establish that it meets the laboratory's specification requirements and complies with the 
relevant standard specifications. All support equipment is maintained in proper working 
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order.  Records are kept for all repair and maintenance activities, including service calls. 
Balances are calibrated annually by a member of the Quality Department. Records of 
calibrations are stored in the Quality Folder on the Teklab server. 
 
All raw data records, where applicable, are retained to document equipment performance. 
These records include logbooks, data sheets, or equipment computer. 
 
See SOP1210 for more information.  



22.2.1 Support Equipment Maintenance 



 
Regular maintenance of support equipment, such as balances is conducted at least 
annually. Maintenance on other support equipment, such as ovens, refrigerators, and 
thermometers is conducted on an as needed basis. 
 
Records of maintenance to support equipment are documented in Instrument 
Maintenance Logs located in the LIMS or hard copy maintenance logbooks. 
 



22.2.2 Support Equipment Calibration 
 
Relevant SOPs: 
SOP 1180 - Balance use, maintenance and calibration 
SOP 1190 - Auto Pipet and Syringe use, maintenance and calibration 
SOP 1200 - Dessicant maintenance 
SOP 1210 - General Equipment Maintenance 
SOP 1220 - Thermometer use, maintenance and calibration. 
SOP 1230 - Refrigerator and freezer use, maintenance and calibration. 
SOP 1240 - Oven use, maintenance and calibration.  
 
All support equipment is calibrated or verified at least annually over the entire range of 
use using a National Metrology Institute traceable reference, such as NIST, when 
available. Note: If the temperature measuring device is used over a range of 10°C or 
less, then a single point verification within the range of use is acceptable.  
 
The results the calibration of support equipment is within specifications, otherwise: 



 
 equipment is removed from service until repaired 
 records are maintained of correction factors to correct all measurements. If 



correction factors are used this information is clearly marked on or near the 
equipment.  



 
Support equipment such as balances, ovens, refrigerators, freezers, and water baths are 
verified with a recognized National Metrology Institute traceable reference, such as 
NIST, when available, on each day of use, to ensure operation is within the expected 
range for the application for which the equipment is to be used. Acceptance criteria can 
be found in the applicable calibration SOP. 
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The laboratory identifies each refrigerator, freezer, thermometer, oven, and incubator in 
a way that establishes their use and distinguishes them from other similar equipment in 
the laboratory. 



 
  Volumetric dispensing devices (except Class A glassware and Glass microliter  
  syringes) are checked for accuracy on a quarterly basis.  
 



The laboratory checks the calibration of infra-red thermometers at least quarterly 
against a recognized National Metrology Institute traceable reference 
thermometer, such as NIST, when available. The comparisons are made at the 
temperature at which the thermometer will be used.  
 
The laboratory shall monitor and control method specific temperature requirements 
for incubators, heating blocks and water baths each day of use.  The laboratory 
maintains documentation of the results. 
 



  The calibration temperatures of laboratory hot blocks used for digestion are 
checked at least annually and after repairs. When digital readout is in units other 
than temperature, correlation of the digital readout to the temperature required 
for the test is documented.  Temperature or digital readout is documented each 
day of use. 



 
  Laboratory personnel calibrate turbidimeters on a daily basis or before each use, 



whichever is less frequent, pursuant to section 5.2.1 of “Manual for the Certification 
of Laboratories Analyzing Drinking Water”.  



 
See applicable calibration SOPs for more information. See Sections 4 “Document Control” 
and 5 “Record Control” for details regarding documentation. 



 
A pH meter having the accuracy of at least +/- 0.05 pH units and a scale readability of at 
least 0.01 pH units must be used for pH analysis. 
 
A conductivity meter with an error not exceeding 1% or one mhos/cm, whichever is 
greater, must be used by the laboratory. 



 
All glassware used for purposes that may subject it to damage from heat or chemicals 
shall be of borosilicate glass.  All volumetric glassware used for standard preparation 
shall be ASTM class A. 



Teklab uses Class S or NVLAP approved certified weights to calibrate balances.  The 
laboratory re-certifies its reference weights at least once every five years. Other 
laboratory weights are calibrated annually by a member of the Quality Department. 
Records of the calibrations are stored in the Quality Folder on the Teklab Server. 



 
The laboratory ensures that the reference thermometer is calibrated at least once every 
five years. 
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22.3 Analytical Equipment 
 
22.3.1 Maintenance for Analytical Equipment 
 



All equipment is properly maintained, inspected, and cleaned.  
Maintenance of analytical instruments and other equipment may include regularly 
scheduled preventive maintenance or maintenance on an as-needed basis.  Instrument 
malfunction is documented in the LIMS, which become part of the laboratory’s 
permanent records.  
 



22.4 Instrument Calibration  



 
Initial instrument calibration and continuing instrument calibration verification are an 
important part of ensuring data of known and documented quality. Calibration 
requirements are included in laboratory SOPs. Generally, procedures and criteria 
regarding instrument calibrations are provided or referenced in the individual SOPs. 
 
Section 22.2.2 includes information on calibration of support equipment. The following 
Section covers calibration of analytical equipment. 



22.4.1 Initial Calibration 



 
Samples shall be associated with an acceptable initial calibration. If the initial calibration 
is not acceptable, corrective actions shall be performed and all associated samples re-
analyzed. If reanalysis of the samples is not possible, data associated with an 
unacceptable initial calibration shall only be reported with appropriate data qualifiers.  
 
The details of the initial calibration procedures including calculations, integrations, 
acceptance criteria, and associated statistics shall be included or referenced in the 
method or department SOP. When initial calibration procedures are referenced in the 
test method, then the referenced material shall be retained by the laboratory and be 
available for review. 



 
Sufficient raw data records shall be retained to permit reconstruction of the initial 
calibration (e.g., calibration date, method, instrument, analysis date, each analyte name, 
and analyst’s initials or signature; concentration and response, calibration curve or 
response factor; or unique equation or coefficient used to reduce instrument responses 
to concentration). 



 
The laboratory shall use the most recent initial calibration analyzed prior to the analytical 
batch, unless otherwise specified by the method. 



 
Standards used for calibration shall be traceable to a national standard, when 
commercially available. 



 
The laboratory shall have a written procedure addressing removal and replacement of 
calibration standards. The procedure shall comply with the following requirements: 
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a. The laboratory may remove individual analyte calibration levels from the lowest 
and/or highest levels of the curve. Multiple levels may be removed, but removal 
of interior levels is not permitted. 



 
b. The laboratory may remove an entire single standard calibration level from the 



interior of the calibration curve when the instrument response demonstrates that 
the standard was not properly introduced to the instrument, or an incorrect 
standard was analyzed. A laboratory that chooses to remove a calibration 
standard from the interior of the calibration shall remove that particular standard 
calibration level for all analytes. Removal of calibration points from the interior of 
the curve is not to be used to compensate for lack of maintenance or repair to the 
instrument. 



 
c. The laboratory shall adjust the PQL/reporting limit and quantitation range of the 



calibration based on the concentration of the remaining high and low calibration 
standards. 



 
d. The laboratory shall ensure that the remaining initial calibration standards are 



sufficient to meet the minimum requirements for number of initial calibration 
points as mandated in Table 1 below, the method, or regulatory requirements. 



 
e. The laboratory may replace a calibration standard provided that: 



 
i. the laboratory analyzes the replacement standard within twenty-four hours of 



the original calibration standard analysis for that particular calibration level; 
 



ii. the laboratory replaces all analytes of the replacement calibration standard if 
a standard within the interior of the calibration is replaced; and 



 
iii. the laboratory limits the replacement of calibration standards to one 



calibration standard concentration. 
 



f. The laboratory shall document a technically valid reason for either removal or 
replacement of any interior calibration point.  



 
For regression or average response/calibration factor calibrations, the minimum number 
of non-zero calibration standards shall be as specified in table 1 below; 



 
Table 1: 



 
 
 
 
 
 
 



 
 



 
*  The initial one-point calibration shall be at the project-specified threshold level. 



Type of Calibration
Minimum Number of 



Standards **



Threshold Testing  * 1



Average Response 4



Linear Fit 5



Quadratic Fit 6
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** Fewer calibration standards may be used only if equipment firmware or software cannot accommodate the specified 
number of standards. Documentation detailing that limitation shall be maintained by the laboratory. 
 
The lowest calibration standard shall be at or below the lowest concentration for which 
quantitative data are to be reported without qualification. The highest calibration 
standard shall be at or above the highest concentration for which quantitative data are to 
be reported without qualification. 



 
Sample results shall be quantitated from the initial calibration and may not be 
quantitated from any continuing calibration verification unless otherwise required by 
regulation, method, or program. 



 
Criteria for the acceptance of an initial calibration shall be established (e.g., correlation 
coefficient or relative standard deviation). 



 
When test procedures are employed that specify calibration with a single calibration 
standard and a zero point (blank or zero, however specified by the method), the 
following shall occur: 



 
a. The zero point and single calibration standard within the linear range shall be 



analyzed at least daily and used to establish the slope of the calibration. 
 



b. To verify adequate sensitivity a standard shall be analyzed at or below the lowest 
concentration for which quantitative data are to be reported without qualification. 
This standard shall be analyzed prior to sample analysis with each calibration 
and shall meet the quantitation limit criteria established by the method. If no 
criteria exist, the laboratory shall specify criteria in the SOP. 



 
For analysis of Aroclors which use a linear through origin model (or average response 
factor) the minimum requirement is to perform an initial multi-point calibration for a 
subset of Aroclors (e.g., a mixture of 1016/1260) and to use a one-point initial calibration 
to determine the calibration factor and pattern recognition for the remaining Aroclors. 



 
22.4.2 Measure of Relative Error: 
 



The laboratory shall use and document a measure of relative error in the calibration. 
 



For calibrations evaluated using an average response factor, the determination of the 
relative standard deviation (RSD) is the measure of the relative error. 



 
For calibrations evaluated using correlation coefficient or coefficient of determination, the 
laboratory shall evaluate relative error by either: 



 
a. measurement of the Relative Error (%RE) 



 
Relative error is calculated using the following equation: 
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xi = True value for the calibration standard 
x’i = Measured concentration of the calibration standard 
 
This calculation shall be performed for 2 calibration levels: the standard at or 
near the mid-point of the initial calibration and the standard at the lowest level. 
 
The Relative Error at both of these levels shall meet the criteria specified in the 
method. If no criterion for the lowest calibration level is specified in the method, 
the criterion and the procedure for deriving the criterion shall be specified in the 
laboratory SOP; or, 
 



b. measurement of the Relative Standard Error (%RSE) 
 
Relative Standard Error is calculated using the following equation: 



 
 
xi = True value of the calibration level i 
x’i = Measured concentration of calibration level i 
p = Number of terms in the fitting equation 



(average = 1, linear = 2, quadratic = 3) 
n = Number of calibration points 
 
The RSE shall meet the criterion specified in the method. If no criterion is 
specified in the method, the maximum allowable RSE shall be numerically 
identical to the requirement for RSD in the method. If there is no specification for 
RSE or RSD in the method, then the RSE shall be specified in the laboratory 
SOP. 



 
22.4.3 Initial Calibration Verification (ICV):  



 
All initial calibrations shall be verified with a standard obtained from a second 
manufacturer or a separate lot prepared independently by the same manufacturer. 



 
For those methods where reporting non-detected analytes based on successful 
completion of a sensitivity check is allowed (similar to threshold testing but only for non-
detects) the requirements of section 22.4 shall not prohibit the practice. 



 
Some methods allow data within the linear range of the instrument, but above the daily 
calibration, to be reported without qualification. For these methods, the laboratory shall 
establish the upper reporting limit through analysis of a series of standards. The upper 
reporting limit is equal to the concentration of the highest standard meeting the method 
limits for accuracy. The laboratory shall establish linearity annually and check it at least 
quarterly with a standard at the top of the linear working range, or at the frequency 
defined by the method. The laboratory shall dilute samples with results above the linear 
calibration range, or qualify the over-range results as estimated values. 
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22.4.4 Continuing Calibration Verification (CCV):  



 
The validity of the initial calibration shall be verified prior to sample analyses by a 
continuing calibration verification with each analytical batch. The details of the continuing 
calibration procedure, calculations and associated statistics shall be included or 
referenced in the method SOP. 



 
Calibration shall be verified for each compound, element, or other discrete chemical 
species, except for multi-component analytes such as Aroclors, chlordane, total 
petroleum hydrocarbons, or toxaphene, where a representative chemical, related 
substance or mixture can be used. 
 
The concentration of the calibration verification standard shall be equal to or less than 
half the highest level in the calibration. 
 
Instrument continuing calibration verification shall be performed at the beginning and 
end of each analytical batch, and at the frequency defined in the method except: 



 
a. If an internal standard is used, calibration verification shall be performed at the 



beginning of each analytical batch, and at the frequency defined in the method; 
 



b. A second source ICV that passes the CCV criteria may be used in place of a 
CCV standard; 



 
c. A laboratory control sample (LCS) may be used in place of a CCV (but not as a 



replacement for a failing CCV) for methods where the calibration goes through 
the same process as the LCS (using the CCV acceptance criteria). 



 
Sufficient raw data records shall be retained to permit reconstruction of the 
continuing instrument calibration verification (e.g., method, instrument, analysis date, 
each analyte name, concentration and response, calibration curve or response 
factor, or unique equations or coefficients used to convert instrument responses into 
concentrations). Continuing calibration verification records shall explicitly connect the 
continuing calibration verification data to the initial calibration. 



 
Criteria for the acceptance of a continuing instrument calibration verification shall be 
established. If the continuing instrument calibration verification results obtained are 
outside the established acceptance criteria, the following steps shall be taken: 



 
a. If a cause for the calibration verification failure is identified that impacts only 



the calibration verification sample (e.g. a missed autosampler injection), then 
analysis may proceed if a second calibration verification sample is analyzed 
immediately and the result is within acceptance criteria. Samples analyzed 
previously shall be considered valid if bracketed by a passing calibration 
verification sample. The cause for the failure of the first calibration verification 
result shall be documented. 



 
b. If the cause for the calibration verification failure is not identifiable or has 



impacted other samples, then corrective action shall be performed and 
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documented. Prior to analyzing samples, the laboratory shall demonstrate 
acceptable performance after corrective action with calibration verification or 
a new initial calibration shall be performed. Samples analyzed prior to the 
calibration verification failure shall be reanalyzed or the results qualified if 
calibration verification bracketing is required. 



 
c. Data associated with an unacceptable calibration verification shall be 



qualified if reported, and shall not be reported if prohibited by the client, a 
regulatory program or regulation. Data associated with calibration 
verifications that fail under the following special conditions shall still be 
qualified, but may use a different qualifier: 



 
i. When the acceptance criteria for the continuing calibration verification are 



exceeded high (i.e., high bias) and there are associated samples that are 
nondetects, then those non-detects may be reported. Otherwise, the 
samples affected by the unacceptable calibration verification shall be re-
analyzed after a new calibration curve has been established, evaluated 
and accepted; or 



 
ii. When the acceptance criteria for the continuing calibration verification are 



exceeded low (i.e., low bias), those sample results may be reported if 
they exceed a maximum regulatory limit/decision level. Otherwise the 
samples affected by the unacceptable verification shall be re-analyzed 
after a new calibration curve has been established, evaluated and 
accepted. 



 
 



Section 23 – Standards and Reagents 
(TNI V1:M2 – Section 5.6) 



 
Measurement quality assurance comes in part from traceability of standards to certified 
materials.  
 
All equipment used that may affect the quality of test results are calibrated prior to being put into 
service and on a continuing basis (see Section 22 “Calibration Requirements”). These 
calibrations are traceable to national standards of measurement where available. 
 
If traceability of measurements to SI units is not possible or not relevant, evidence for 
correlation of results through interlaboratory comparisons, proficiency testing, or independent 
analysis is provided. 
 
23.1 Reference Standards 
 



Reference standards are standards of the highest quality available at a given location, 
from which measurements are derived (e.g. ASTM Class 1 weights, recognized National 
Metrology Institute traceable reference thermometers).  
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Reference Standards, such as ASTM Class 1 weights, are used for calibration only and 
for no other purpose. Reference standards, such as ASTM Class 1 weights, are 
calibrated by an entity that can provide traceability to national or international standards. 
The following reference standards are sent out to be calibrated to a national standard as 
indicated in Section 22 – “Calibration Requirements”  
 



23.2 Standards and Reagents 
 



Reference materials, where commercially available, are traceable to national standards 
of measurement, or to Certified Reference Materials, usually by a Certificate of Analysis.  



 
Upon receipt, all reagents and standards shall be inspected, receipt dated, initialed, the 
lot number shall be recorded and an expiration date shall be assigned.  No reagents or 
standards shall be used beyond their expiration date without verification of their 
continued validity.   
 
The laboratory shall retain records for all standards, reagents, reference materials, and 
media, including the manufacturer/vendor, the manufacturer’s Certificate of Analysis or 
purity (if available), the date of receipt, and recommended storage conditions.  
 
All reagents and standards shall be of adequate quality to sustain confidence in the 
laboratory’s test, as specified by the SOP for each analytical method. Laboratory 
supervisors are responsible for scanning and linking all Certificates of Analysis of 
standards into Teklab LIMS.  Where no independent assurance of the quality of reagents 
or standards is available, the standard or reagent must be shown to produce acceptable 
results for the test method, within quality control limits of the test, before onset of sample 
analysis. See SOP1250 “Reagents and Standards” for more information.  



 
23.3 Transport and Storage  
  



The laboratory handles and transports reference standards and materials in a manner 
that protects the integrity of the materials. Reference standard and material integrity is 
protected by separation from incompatible materials and/or minimizing exposure to 
degrading environments or materials.  



 
Reference standards and materials are stored according to manufacturer’s 
recommendations, method SOP requirements and separately from samples.  
 



23.4 Labeling  
 



The laboratory has procedures for purchase, receipt and storage of standards, reagents 
and reference materials. Purchase procedures are described in Section 7 – “Purchasing 
Services and Supplies”. 
 
All containers of prepared standards and reagents are labeled with a unique identification 
number (using the LIMS identification system) and an expiration date (where applicable).  
This information is documented in the LIMS and all records retained. 
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23.4.1 Stock Standards and Reagents 



 
The laboratory retains records supplied by the manufacturer/vendor, which include the 
manufacturers’ Certificate of Analysis or purity for standards, the date of receipt, 
recommended storage conditions and an *expiration date after which the material shall 
not be used unless its reliability is verified by the laboratory. These documents are 
retained for the same length of time as that required for the retention of documentation 
associated with the analytical results for which the standards or reagents were used. 



 
If reference materials cannot be purchased with a Certificate of Analysis, the laboratory 
produces evidence of correlation of results through the analysis of a sample of known 
concentration which is traceable to national standards (proficiency testing), independent 
analysis or use of a suitable interlaboratory comparison. 
 
Records shall include: 



 



- the manufacturer/vendor name (or traceability to purchased stocks or neat 
compounds) 



- the manufacturer’s Certificate of Analysis or purity (if supplied) 
- the date of receipt 
- recommended storage conditions 



 
This information is logged into the applicable section of the LIMS. Certificates of Analysis 
for Standards are scanned and linked to the LIMS by the applicable department or a 
member of the quality department. 
 



In methods where the purity of reagents is not specified, analytical reagent grade is 
used. If the purity is specified, that is the minimum acceptable grade. Purity is verified 
and documented according to Section 7 – “Purchasing Services and Supplies”. 
*If the original container does not have an expiration date provided by the manufacturer 
or vendor, it is not required to be labeled with an expiration date.  



23.4.2 Prepared Standards and Reagents 
 



Preparation of standard solutions are documented to include; date of preparation, 
expiration date (expiration of the standard shall not exceed the preparation date of the 
parent standard or stock solution, unless reliability is verified by the laboratory), 
concentration of the parent standard or stock solution, concentration of standard working 
solution and the initials of the person preparing the solution.  All standard solutions are 
prepared using class A or equivalent glassware and analytical balances. Standard 
concentrations (or a dilution thereof) are checked using an independent reference 
standard.  
 



Reagent purity is checked through the use of Laboratory Control Blanks.  Any 
contamination discovered in a reagent will be noted and that lot of reagent shall not be 
used. 



 



The laboratory documents and maintains records concerning the receipt, use and 
traceability of analytical reagents and standards, including at a minimum: 
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 Verification of standards traceable to national standards.  If traceability to a 
national standard is not possible, the lab demonstrates by appropriate means 
(e.g. analyses of PT samples) that the instrumentation/equipment is properly 
calibrated; 



 Certificate of the origin, purity and traceability of all standards.  These records 
include the date of receipt, storage conditions, and the date of opening.   



 Procedures to ensure the traceability of working and intermediate standards to 
purchased stock standards or neat compounds which include the date of 
preparation and preparer’s initials; and  



 Procedures to clearly identify all prepared reagents and standards, including 
preparation date, concentrations, and preparer’s initials; 



 
See Section 5 of this Quality Manual for more information on control of records. 
 



Section 24 - COLLECTION OF SAMPLES 
(TNI V1:M2 – Section 5.7) 
 
Regardless of the laboratory’s level of control over sampling activities, all the requirements of 
this section are essential to ensure sample integrity and valid data and shall be followed by the 
laboratory.  Sampling performed by Teklab, Inc. is governed by SOP 1150.  Field sampling and 
any laboratory sub-sampling necessary to obtain sample aliquots for testing are covered in SOP 
1150.  
  
24.1 Sampling Containers and Kits 



 
The laboratory offers clean sampling containers and kits for use by clients.  
See the following Teklab SOPs for more information: 
1081 Sample Kit Preparation 
1082 Bottle Certification 
1083 5035 Sampling Kit Preparation 



 1090 Landfill Sample Bottles 
 
24.2 Sampling Plan 



 
The laboratory uses sampling plans provided by clients or prepared in consultation with 
the client. The plan must include any factors that must be controlled to ensure the 
validity of the test. Sampling plans and written sampling procedures are used for 
sampling substances, materials or products for testing. The plan and procedures are 
made available at the sampling location.  



 
The laboratory’s procedures for dealing with non-conformances are used when the client 
requests any deviations from the sampling plan or sampling procedures. The requests 
are documented and included in the final test report.  
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See the following Teklab SOPs for more information: 
 1150 Sampling Instructions 
 1151 Groundwater Sampling 
 
 



Section 25 – Sample Receipt and Storage 
(TNI V1:M2 – Section 5.8 and Section 1.7.4 of TNI V1:M4) 
 
This section applies to samples received by Teklab and will be used to guide clients in sampling 
requirements specified in the "Federal Register, 40 CFR Part 136, Table II".  Teklab does not 
reuse sample containers at this time except for air.  See SOP 6000 SiloniteTM canisters for 
cleaning procedures for air containers. 
 
25.1 Sample Receipt 



 
When samples are received at the laboratory, the chain-of-custody is reviewed, the 
condition is documented, samples are given unique identifiers, and they are logged into 
the sample tracking system. 



25.1.1 Chain of Custody 
 



A customer service specialist or their designated representative indicates receipt of 
samples by signing the accompanying custody form.  The supervisor or project manager 
reviews the signed form.  The original signed custody form becomes part of the final 
data package that is reported to the client.  The laboratory scans and files a copy of the 
signed custody form along with the final report as a permanent record of the sample 
receipt.  



25.1.2 Legal/Evidentiary Chain of Custody  
 



The laboratory has procedures for legal chain of custody services. If samples are noted 
as being used for legal/evidentiary purposes, special chain of custody procedures are 
put into place by the laboratory. See SOP1065 “Legal or Evidentiary Custody” for more 
information.  
 



25.2 Sample Acceptance 
 



Procedures for opening shipping containers and examining samples are provided in 
SOPs 1110 “Sample Pickup and Delivery” and 1070 “Sample Acceptance”.  



 
Teklab has a sample acceptance policy that is made available to sample collection 
personnel (See SOP 1070 Sample Acceptance). It emphasizes the need for use of water 
resistant ink, providing proper documentation (to include sample ID, location, date and 
time of collection, collector’s name, preservation type, sample type and any special 
remarks about the sample), labeling of sample containers to include a unique sample ID, 
use of appropriate containers, adherence to holding times, and sample volume 
requirements. In addition, the laboratory has nonconformance/corrective action 
procedures to handle samples that do not meet the requirements above or show signs of 
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damage, contamination or inadequate preservation. Data will be appropriately qualified 
where samples are reported that do not meet sample acceptance requirements. 
On samples receipt the laboratory checks for the conditions above and logs the 
applicable information into the LIMS Sample Checklist. This checklist becomes part of 
the final report.  Criteria regarding preservation, holding time and sample volume 
requirements can be found in 1000 series SOP Appendix B  



 



If these conditions are not met, the laboratory follows SOP1070 and the client is 
contacted prior to any further processing, then 



1) the sample is rejected as agreed with the client,  
2) the decision to proceed is documented and agreed upon with the client, 
3) the condition is noted on the Chain of Custody form and/or lab receipt  



documents, and;  
4) the data are qualified in the case narrative or sample checklist of the final    
    report. 



25.2.1 Preservation Checks 



 
See 1000 series SOP Appendix B for information on preservation requirements. 
 



25.3 Sample Identification 
  



The customer service specialists use LIMS to maintain an electronic log book to record, 
for each sample, the person delivering the sample, the person receiving the sample, the 
date and time received, source of sample, sample identification and a unique laboratory 
ID code.  The laboratory ID code is used as the link that associates the sample with the 
field ID code, the date and time of sample collection, the date and time of sample 
receipt, the requested analysis (including applicable approved test method numbers), 
any comments resulting from inspection for sample rejection, and other related 
laboratory activities.  The laboratory ID code is transferred to all sub-samples, extracts, 
and digestates.  The custodians document the condition of the sample upon receipt (i.e. 
unsealed, broken container, etc.).  A standardized format is used for the electronic log-in 
book.   
 
Each sample container is identified by affixing a durable label which specifies the unique 
LIMS generated laboratory ID code for each container.  The LIMS generated laboratory 
ID code includes the work order number, the lab number and the container identifier.  
 
A work order number is generated by the LIMS system.  The first two digits in the work 
order number indicate the year the sample was received by the laboratory, the third and 
fourth digit indicate the month received, the remaining four digits indicate the 
consecutive COC number for the month.  Following the work order number, LIMS 
generates a consecutive lab number for each sample on the COC preceded by a dash. 
The lab number is followed by a letter to uniquely identify each sample fraction received.  
When 2 containers or vials are received for the sample fraction, the bottle labels are 
numbered (i.e. 1 of 2, 2 of 2) so that the analyst can document from which sample 
container or vial any sub-sample was taken. 
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All documentation received regarding the sample, such as memos or chain of custody, 
are scanned and retained with the final report on the Teklab Inc Server.  
 



25.4 Sample Aliquots / Subsampling 



 
In order for analysis results to be representative of the sample collected in the field, the 
laboratory has subsampling procedures. See SOP1150 for more information. 



 
25.5 Sample Storage 



 
Clean, dry, isolated cabinets and/or refrigerators that can be securely locked from the 
outside are designated as a "sample storage security areas". In the Teklab Air 
Laboratory, and the Kansas, Downers Grove and Springfield Service Centers, the entire 
facility is considered secure. The laboratory limits access to authorized laboratory 
personnel only.  During operating hours, all samples remain in the laboratory secure 
areas.  During non-operating hours, all samples are locked in the storage refrigerators or 
cabinets in the laboratory secure areas. The laboratory controls and documents access 
to all samples and sub samples designated as litigation samples by the client. Details 
can be found in SOP 1065 “Legal or Evidentiary Custody “. 



 
The client must inform the laboratory of any heat-sensitive, light-sensitive, radioactive, or 
other sample materials having unusual physical characteristics or that require special 
handling. The custodian shall ensure samples are properly stored and maintained prior 
to analysis. 



 
The custodian distributes samples to the laboratory supervisor or the appropriate 
laboratory cooler (or his or her representative) responsible for the lab analysis.  Sample 
transfers within the laboratory are monitored by a sample custodian using the LIMS 
sample tracking system.  Where possible, distribution of samples to the analyst 
performing the analysis must be made by the custodians. 



 
Laboratory personnel are responsible for the care and custody of the sample once they 
receive it. They must be prepared to testify that the sample was in their possession and 
in view or secured in the laboratory at all times from the moment it was received from the 
custodian, until the completion of the analysis.  



 
Drinking water Bacteria samples are delivered to the Microbiology laboratory 
immediately upon receipt.  They are then logged into the LIMS, prior to analysis.  
Aqueous and solid samples to be analyzed for Fecal Coliform are stored separately from 
potable water samples. 
 
The laboratory provides sample storage facilities that prevent cross-contamination of 
samples and meet the conditions specified by preservation protocols. Samples are 
stored away from all standards, reagents, food and other potentially contaminating 
sources. Sample fractions, extracts, leachates and other sample preparation products 
are stored according to this section, SOP1120 or according to specifications in the 
approved test method. The laboratory verifies that cross-contamination between 
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samples has not occurred through the examination of storage areas or through the 
review of analytical data on laboratory blanks that are stored with samples. 



 
Once the sample analyses are completed, the unused portion of the sample, together 
with all identifying labels, must be returned to the custodian.  The returned, tagged 
sample/s should be retained in the custody room for a period of 30 days for aqueous and 
drinking water samples and no less than 2 weeks for solids and special wastes. Solids 
and special wastes are transferred to a storage shed where they are held for an 
additional 4 weeks when more room is needed in the walk in cooler (unless otherwise 
requested by the client).  Volatile air samples are retained for three days after the final 
report is issued to the client and then disposed of. Litigation samples are retained until 
permission is given from the proper authority (See SOP1065 “Legal or Evidentiary 
Custody” for more information on Litigation Samples). 



 
See SOP1120 “Sample Storage, Retention and Disposal” for more information. 
 



25.6 Sample Disposal 
 



Teklab complies with all applicable federal, state and local laws concerning the handling 
and disposal of hazardous waste.  Teklab also complies with all applicable laws 
concerning the generation of air pollutants. All laboratory samples are disposed of 
according to Federal, State and local regulations. Procedures are described in SOP1120 
“Sample Storage, Retention and Disposal” and SOP1130 “Waste Disposal” for the 
disposal of samples, digestates, leachates, and extracts. Records for sample disposal 
are kept indefinitely 
 



25.7 Sample Transport 
 



Samples that are transported under the responsibility of the laboratory, where 
necessary, are done so safely and according to storage conditions. This includes moving 
bottles within the laboratory. Appropriate DOT shipping instructions will be available to 
clients upon request. Specific safety operations are addressed outside of this document.  



 
 Sample shipping procedures are described in SOP 1100 Subcontracting and Shipping. 
 
 



Section 26 - QUALITY ASSURANCE FOR ENVIRONMENTAL TESTING 
(TNI V1:M2 – Section 5.9 and Section 1.7.2 and 1.7.3 of TNI V1: M4) 
 
26.1 DEFINITIONS  



Quality Control Indicators (QCI); such as Trip Blanks (TB), Duplicates (Dup), Initial Calibration 
Verification (ICV), Continuing Calibration Verification (CCV), Laboratory Control Blanks (LCB), 
Laboratory Control Samples (LCS), Standard Reference Materials (QC sample) and Matrix 
Spikes/Matrix Spike Duplicates (MS/MSD) will be analyzed to assess the quality of the data 
resulting from the field sampling program and in-house analysis. 



 
Trip blanks (Equipment Blanks): 
A trip is used to identify contamination from transport, shipping and site conditions.  Trip 
blanks are analyte-free water taken to the field and returned to the laboratory unopened 
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for analysis, to determine if contamination has occurred. Equipment blanks are used to 
identify contamination from sampling procedures.  Equipment blanks are opened in the 
field, poured appropriately over or through the sample collection device and brought in 
for analysis to determine if contamination has occurred. 
Field Blanks: 
A Field Blank is exposed to the same field conditions as the sample, opened in the field. 
Its purpose is to assess the potential for field contamination. 



 
Duplicate samples:  
Analyzed to check for sampling and analytical reproducibility.  Field duplicates are taken 
during sample collection.  Internal duplicates are analyzed in the laboratory by splitting 
the sample and analyzing each split as an independent sample. See applicable SOP for 
frequency of matrix spike duplicates by analysis. 
 



 LCB (laboratory control blanks) or MBLK (method blanks): 
 A LCB is used to check contamination in the laboratory and is taken through the entire 



analytical procedure.  The method blank consists of a matrix that is similar to the 
associated samples and is known to be free of the analytes of interest. These samples are 
used to verify the purity of all chemicals and reagents used in the methodologies and to 
prove the absence of contamination during the analytical procedure. 



 
 LCS samples (Laboratory control samples): 
 The LCS is prepared from a matrix that is similar to the associated samples known to be 



free of the analytes of interest and spiked with known and verified concentrations of 
analytes. This sample is then taken through the entire analysis to determine batch 
acceptance.   



 
 QC samples: 
 QC samples are purchased from an independent source to verify analytical procedures and 



calibrations.  All QC samples must be NIST traceable reference materials, when available.  
 



If a QC sample is not taken through the entire sample preparation procedure and is used 
for calibration verification (ex. GFAA), a LCS which has been taken through the entire 
procedure must also be analyzed. 
 



 Matrix spikes: 
These provide information about the effect of the sample matrix on the preparation and 
measurement methodology.  All matrix spikes and matrix spike duplicates are hereafter 
referred to as MS/MSD samples.  These samples are always run with another aliquot of 
the sample that is not spiked.  Spiking a sample tells us what effect the sample matrix 
(i.e. aqueous, solid, non-aqueous liquid) has on the parameter being measured.  
Sometimes the sample matrix will hide a parameter; a matrix spike will help identify this 
effect by showing a low recovery.  Because matrix spikes give more information about 
the sample and its matrix, they are preferred to running duplicates.  Some analysis (pH 
and Temp for example) do not lend themselves to matrix spikes very easily, therefore 
some analysis does not use matrix spikes (inorganic/physical analysis only).   
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Batch: 
Environmental samples that are prepared and/or analyzed together with the same 
process and personnel, using the same lot(s) of reagents. 
 
Prep Batch: 
Composed of one (1) to twenty (20) environmental samples of the same quality systems 
matrix, meeting the above mentioned criteria and with a maximum time between the 
start of processing of the first and last sample in the batch to be twenty-four (24) hours 
 
Analytical Batch: 
Composed of prepared environmental samples (extracts, digestates or concentrates) 
which are analyzed together as a group. An analytical batch can include prepared 
samples originating from various quality system matrices and can exceed twenty (20) 
samples. 
 
TCLP METALS AND ORGANICS:  Every unique TCLP sample matrix will be run both with 
and without matrix spikes, under direction of US EPA SW-846.  However, as generally 
accepted laboratory practice, Teklab will not run TCLP matrix spikes on every sample, 
unless requested by the client.  The frequency of matrix spiking (detailed in the applicable 
SOP) will be followed unless otherwise requested. 



 
NOTE:  Some clients may request specific types of quality control analysis.  Those instances 
will be handled on a case by case basis. 
 
26.2 Essential Quality Control Procedures 
 



Teklab Inc has procedures for monitoring the validity of the testing it performs. The 
qualities of test results are recorded in such a way that trends are detectable, and where 
practicable, are statistically evaluated. To evaluate the quality of test results, the laboratory 
utilizes various evaluation aids such as certified reference materials, proficiency testing samples 
and control charting. 



 
Quality control data are analyzed and when found to be outside pre-defined criteria, action is 
taken to correct the problem and to prevent incorrect results from being reported. Data 
associated with quality control data outside of criteria and still deemed reportable will be 
qualified so the end user of the data may make a determination of the usability of the data - 
see Section 27 – “Reporting of Results”. 
 
The quality control procedures specified in test methods are followed by laboratory 
personnel. The most stringent of control procedures is used in cases where multiple 
controls are offered. If it is not clear which is the most stringent, that mandated by test 
method or regulation is followed. 
 
Teklab utilizes the quality control procedures set forth in this section if the approved test 
method does not specify any quality control procedures or the quality control procedures 
contained in the approved test method are less stringent. 
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Teklab assesses and evaluates the results of all quality control procedures on an on-going 
basis. 



 
A) Written procedures to ensure that all results from all quality control 



procedures are reviewed and the decision made to accept, reject, or qualify 
sample data before the data is reported. 



B) Written criteria for accepting, rejecting, or qualifying sample data based on 
each quality control procedure. 
i) Teklab uses the acceptance criteria contained in the approved test 



method for evaluating the results of each of the quality control 
procedures and for accepting, rejecting, and qualifying sample data. 



ii) If the approved test method does not specify the criteria for evaluating 
the results of each of the quality control procedures and for accepting, 
rejecting, and qualifying data, Teklab establishes written criteria. 



C) If a quality control procedure results in the laboratory rejecting or qualifying 
sample data, the laboratory may implement corrective actions.  When 
analyzing reference materials, the laboratory uses the acceptance criteria 
supplied by the manufacturer. 



D) The laboratory completes corrective actions and maintains written records as 
required in Section 5 of this manual.  



 
Written procedures to monitor routine quality controls including acceptance criteria are 
located in the test method SOPs, except where noted, and include such procedures as:  



 
 use of laboratory control samples and blanks to serve as positive and negative 



controls for chemistry methods; 



 use of laboratory control samples to monitor test variability of laboratory results; 



 use of calibrations, continuing calibrations, certified reference materials and/or PT 
samples to monitor accuracy of the test method; 



 measures to monitor test method capability, such as limit of detection, limit of 
quantitation, and/or range of test applicability, such as linearity; 



 use of regression analysis, internal/external standards, or statistical analysis to 
reduce raw data to final results;  



 use of reagents and standards of appropriate quality and use of second source 
materials as appropriate; 



 procedures to ensure the selectivity of the test method for its intended use; 



 measures to assure constant and consistent test conditions, such as temperature, 
humidity, etc., when required by test method; 
 



26.3 Internal Quality Control Practices 
 
Analytical data generated with QC samples that fall within all prescribed acceptance 
limits indicate the test method is deemed to be in control. 
QC samples that fall outside QC limits indicate the test method are deemed to be out of 
control (nonconforming) and that corrective action is required and/or that the data are 











	 	 	 	 Revision:	28	
	 	 	 	 Effective:	4/28/2021	
Teklab	Inc	Quality	Manual	 	 Page	78	of	91	
 
 



qualified (see Section 11 – “Control of Nonconforming Environmental Testing Work” and 
Section 13 - “Corrective Actions”). 
 
Detailed QC procedures and QC limits are included or referenced in test method 
standard operating procedures (SOPs), or where unspecified in the SOPs, are detailed 
in the method.  
 
See applicable SOP for Duplicate and Matrix Spike concentrations and frequency. 



26.3.1  General Controls 



 
Teklab follows the quality control procedures and quality control indicators (QCI) specified 
below: 



 
 Laboratory Control Blank (LCB) 



A minimum of 1 laboratory control blank (LCB) is analyzed with each preparation batch of 
environmental samples and carried through the entire analytical process.  LCBs are not 
required for approved test methods, including but not limited to: pH, temperature and 
conductivity, for which method blanks are not appropriate.  For analysis in which no 
separate preparation method is used, LCBs are prepared at the beginning each batch 
and once every 20 samples in between. 



 
A) A batch of drinking water sample data meets the requirements of this section 



only when the method blank does not contain an analyte of interest at a 
concentration greater than the MDL. 



 
B) A batch of environmental sample data, except for drinking water sample data, 



meets the requirements of this section when the method blank does not contain 
an analyte of interest at a concentration greater than the highest of the 
following: 
i) The MDL or PQL whichever the client requires for the reporting limit 
ii) 10% of the regulatory limit for that analyte, or 
iii) 10% of the measured concentration for that analyte in any 



environmental sample in the batch. 
 



C) The provisions of subsection 26.2.1 Laboratory Control Blank(B) do not apply in 
those instances where the method blank criteria have not been met and there 
are non-detect results for the corresponding analyte in the environmental 
samples associated with the method blank.  In such instances, the non-detect 
results may be reported with a comment in the sample narrative. 



 
D) The following corrective actions are to be taken when (26.2.1 Laboratory 



Control Blank)(A), (B), or (C) above are not met: 
i) The run of analysis is terminated (and no sample results are 



reported); 
ii) The source of the contamination is identified, eliminated and 



documented; 
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iii) The samples are reanalyzed and results are reported only after the 
conditions of (26.2.1 Laboratory Control Blank)(A), (B) or (C) above 
are met. 



iv) If corrective actions cannot be taken (i.e. insufficient sample), the 
results may be reported with the appropriate qualifiers.  



  
 Matrix spikes (MS) 



Matrix Spikes are performed at a rate of one per 20 or fewer environmental samples per 
matrix type, per sample extraction or preparation procedure.  



 
A) The laboratory utilizes the spiking analytes specified in the approved test 



method, except when the approved test method indicates that all method 
analytes are to be matrix spiked.  In such cases the laboratory shall spike the 
target analytes for the sample or any client requested analytes. 



 
B) If there are no specified spiking analytes, the laboratory spikes per the 



following: 
i) For those components that interfere with an accurate assessment 



such as spiking simultaneously with technical chlordane, toxaphene 
and PCBs, the spike or spikes are chosen that represent the 
chemistries and elution patterns of the components to be reported. 



ii) For those test methods that have extremely long lists of analytes, a 
representative number are chosen using the following criteria for 
choosing the number of analytes to be spiked.   
a. For methods that include 1-10 targets, all components are 



spiked; 
b. For methods that include 11-20 targets, at least 10 or 80%, 



whichever is greater are spiked; 
c. For methods with more than 20 targets, 16 or more components 



are spiked. 
 



C) The laboratory selects samples on a rotating basis to receive matrix spike 
analysis from among various client samples, waste streams, monitoring 
locations and other applicable locations. Matrix spikes are selected randomly, 
unless specified by the client. 



 
D) As is required in section 10 of this manual, the procedure used to select the 



sample for matrix spike analysis must be documented. 
 
E) Matrix spikes are not required for approved test methods in which materials for 



matrix spiking are not available, including but not limited to: total suspended 
solids, total dissolved solids, total volatile solids, flash point, reactivity, pH 
color, odor, temperature, dissolved oxygen and turbidity. 



 
F) Matrix spike recoveries are within the acceptance limits when: 



i) They are within the limits given in the approved method (when 
available), laboratory established limits, or those given by laboratory 
generated control charts, or 
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ii) The matrix spike concentration is less than 20% of the sample 
concentration, or 



iii) a diluted sample, which is bench spiked, shows a spike recovery 
within the acceptance criteria given in (F)(i) above. (Note: the 
reporting limit must be elevated by the dilution factor.)  



 
G) The following corrective actions are taken when (F)(i), (ii), (iii) above are not 



met: 
i) The samples are reanalyzed, if necessary, and results are reported 



only after the conditions of (F)(i), (ii) or (iii) above are met, or  
ii) Sample results are qualified, when reporting to customer, as 



showing adverse matrix effects.  
 



Matrix spike duplicates (MSD)/sample duplicates 
MSDs or Sample duplicates are performed at a rate of one per 20 or fewer 
environmental samples per matrix type, per sample extraction or preparation procedure. 



A) Matrix spike duplicates are performed on the same environmental sample 
chosen for matrix spike analyses. 



B) Samples are selected on a routine basis to receive sample duplicate analyses 
from among various client samples, waste streams, monitoring locations and 
other applicable locations.  Matrix spike duplicates and/or matrix duplicate 
samples are selected randomly, unless specified by the client. 



C) The laboratory documents, as required in section 10 of this manual, the 
procedure used to select the sample for matrix spike duplicates or sample 
duplicate analysis. 



D) Relative Percent Differences (RPD) are within the acceptance limits when they 
are within the limits given in the approved method or those given by laboratory 
generated control charts. The matrix duplicate provides a usable measure of 
precision only when target analytes are found in the sample chosen for 
duplication.  



E) The following corrective actions are to be taken when (D) above is not met: 
i) The sample is reanalyzed, if necessary and results are reported only 



after the conditions of (D) above are met. 
ii) Sample results for matrix spike duplicates or sample duplicates 



RPD, which do not meet the acceptance criteria of (D), are to be 
qualified when reporting to the customer as showing adverse matrix 
effects or problems with the samples composition.   



 
Laboratory control samples (LCS) 
LCSs are analyzed at a minimum of one per preparation batch, except for analytes for 
which spiking solutions are not available such as, total volatile solids, pH, color, odor, 
temperature, dissolved oxygen or turbidity. In those instances, for which no separate 
preparation method is used, the batch is defined as environmental samples that are 
analyzed together with the same method and personnel, using the same lots of 
reagents, not to exceed the analysis of 20 environmental samples. Air Testing: If a 
calibration solution must be used for the LCS, the client shall be notified prior to the start 
of analysis. Also the concentration of the LCS shall be relevant to the intended use of 
the data and either at a regulatory limit or below it. 
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A) The laboratory may use the results of these LCS analyses to determine 
batch acceptance. 



B) The LCS is a quality system matrix, known to be free of analytes of interest, 
spiked with a known and verified concentration of analytes. All analyte 
concentrations must be within the calibration range of the methods. The 
components to be spiked shall be as specified by the mandated test method 
or other regulatory requirement or as requested by the client. In the absence 
of specified spiking components, the laboratory shall spike per the following: 
i) For those components that interfere with an accurate assessment 



such as spiking simultaneously with technical chlordane, toxaphene 
and PCBs, the spike or spikes are chosen that represent the 
chemistries and elution patterns of the components to be reported. 



ii) For those test methods that have extremely long lists of analytes, a 
representative number are chosen.  The analytes selected shall be 
representative of all analytes reported. The following criteria shall be 
used for determining the minimum number of analytes to be spiked.   
a. For methods that include 1-10 targets, all components are 



spiked; 
b. For methods that include 11-20 targets, at least 10 or 80%, 



whichever is greater are spiked; 
c. For methods with more than 20 targets, 16 or more components 



are spiked. 
C) The laboratory may use the matrix spike samples as specified in subsection 



26.2.1 Matrix Spikes (A) as a LCS when the matrix spike acceptance criteria 
are as stringent as the LCS acceptance criteria.  However, if the laboratory 
prepares a LCS, the laboratory shall analyze the LCS and use the results to 
determine batch acceptance.  The laboratory shall not use the analyses of 
matrix spike samples as specified in subsection 26.2.1 Matrix Spikes (A) to 
override, ignore, or replace an LCS analysis that fails to meet the 
acceptance criteria. (If there is insufficient sample for reanalysis and the 
client is unable to re-sample, the data must be reported to the client with the 
appropriate qualifiers indicating the QC deviation.  In control matrix spike 
and surrogate recoveries will help support the batch acceptance). 



D) The analytes must be obtained from a second source if the LCS is to be 
used to verify the instrument calibration. 



E) LCS recoveries are within the acceptance limits when they are within the 
limits given in the approved method (when available), laboratory established 
limits, those given by laboratory generated control charts, or client specified 
assessment criteria.  



F) The following corrective actions are to be taken when (E) above is not met: 
i) The run of analysis is terminated (and no sample results are 



reported); 
ii) The reason for the unacceptable recovery is identified, eliminated 



and documented; 
iii) The sample batch is reanalyzed and results are reported only after 



the conditions of (E) above are met. 
iv) If corrective actions cannot be taken (i.e. insufficient sample), the 



clients involved are contacted and the samples are recollected or the 
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results are reported with the appropriate qualifiers, according to the 
client’s instructions. 



G) If a large number of analytes are in the LCS, it becomes statistically likely 
that a few will be outside control limits.  This may not indicate that the system 
is out of control; therefore, corrective action may not be necessary.  Upper 
and lower marginal exceedance (ME) limits determine when corrective 
action is needed.  A ME is defined as being beyond the LCS control limit (3 
standard deviations), but within the ME limits.  ME limits are between 3 and 4 
standard deviations around the mean. Marginal exceedances must be 
random. If the same analyte exceeds the LCS control limit consecutively, it is 
an indication of a systemic problem. Marginal exceedance limits can be 
determined by using the control charting feature in Teklab LIMS. It is the 
responsibility of the laboratory supervisor utilizing a ME allowance, to monitor 
the LIMS data and assure random behavior. The number of allowable 
marginal exceedances is as follows: 
1. >90    analytes in LCS, 5 analytes allowed in ME of the LCS control limit; 
2. 71-90 analytes in LCS, 4 analytes allowed in ME of the LCS control limit; 
3. 51-70 analytes in LCS, 3 analytes allowed in ME of the LCS control limit; 
4. 31-50 analytes in LCS, 2 analytes allowed in ME of the LCS control limit; 
5. 11-30 analytes in LCS, 1 analytes allowed in ME of the LCS control limit; 
6. <11    analytes in LCS, 0 analytes allowed in ME of the LCS control limit. 



   
 Surrogates 



Surrogate compounds are added to all samples, standards, and blanks whenever 
possible, when conducting analysis by approved test methods utilizing organic 
chromatography.  



A) The compounds specified are chosen to represent the various chemistries of 
the target analytes in the method or the measurement quality objectives. 
They are often specified by the mandated method and are deliberately 
chosen for their being unlikely to occur as an environmental contaminant.  
Often this is accomplished by using deuterated analogs of select 
compounds.  



B) The surrogate recoveries are within the acceptance limits when they are 
within the limits given in the approved method or, if not specified, the limits 
given by the laboratory generated control charts. 



C) The following corrective actions are to be taken when (B) above is not met:  
i) If the surrogates are out of control for a method blank or LCS, the 



associated batch must be evaluated to determine if this affected any 
of the individual sample results. Any affected samples must be 
reanalyzed, if possible. If the second run of analysis shows 
acceptable recoveries, the reason for the initial poor recoveries must 
be determined, eliminated and documented.  The analysis with the 
acceptable result is to be reported. 



ii) Sample results with out of control surrogates must be qualified when 
reporting to the customer as showing adverse matrix effects. 
 



Teklab monitors tabulations and quality control charts of the results from all quality 
control indicators via the LIMS 
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A) For each approved test method, or combination of similar test methods; and 
B) For each matrix.  
 



Tabulations, quality control charts or any combination of tabulations and quality control 
charts of results of quality control indicators include or are linked electronically to the 
following information: 
 



A) Title; 
B) Identification of standard operating procedures (SOP) which requires collection 



of quality control procedure data; 
C) Name of quality control procedure being tabulated; 
D) Analytical method; 
E) Analyte; 
F) Analyte units of measure; 
G) Matrix; 
H) Fortification concentration; 
I) Mean; 
J) Standard deviation; 
K) Upper control limit (UCL); 
L) Lower control limit (LCL); 
M) Upper warning limit (UWL); 
N) Lower warning limit (LWL); 
O) Date of analysis; 
P) Sample/QC Sample ID; 
Q) Analyst’s identification;  



 
 References for Minimum QC Requirements:   



The individual and overall level of QC effort will be, at a minimum, equivalent to the level 
of QC effort specified under the NELAP certification program.  The level of QC effort for 
samples not covered by NELAP certification will be, at a minimum, the QC required by 
the specified test method (“SW-846, Standard Methods for the Examination of Water, 
Wastewater”, or “Methods for Chemical Analysis of Water and Wastewater” EPA 600). 
The level of QC effort for testing TCLP organic (Volatile, Semi-Volatile and 
Pesticide/Herbicide and PCB) will conform to Protocols of SW-846.   



 
Accuracy, Precision and Sensitivity of Analysis 
The fundamental QA/QC objective with respect to accuracy, precision and sensitivity of 
laboratory analytical data is to achieve the QC acceptance criteria of the analytical 
protocols.  The accuracy, precision and sensitivity of all parameters are listed or referenced 
in the individual SOPs 



 
26.4 Proficiency Test Samples or Interlaboratory Comparisons 



 
Laboratory performance is monitored internally through the review of worksheets or 
batches, examination of analyst techniques, internal blind QC samples and participation 
in performance evaluation studies (PTs).  Examples of this are performance studies from 
approved TNI PT providers, such as WP, WS, AE and RCRA studies and client provided 
blind Quality Control studies. These studies are intended to evaluate laboratory 
performance and help identify problems that exist.  
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When a regulatory program has additional PT requirements for FoPTs not covered by 
the TNI standard, then the laboratory shall follow those requirements. 
 



26.4.1 Compliance to Accreditation Requirements 
 



The laboratory must successfully analyze at least two TNI-compliant PT samples per 
calendar year for each field of accreditation where corresponding FoPTs exist in the TNI 
FoPT tables and for which the laboratory seeks to obtain or maintain accreditation. An 
exception is made for analytes where there is no PT available from any PTPA approved 
PT provider at least twice per year. In such cases the laboratory will run the PTs in the 
minimum time frame the PTs are available and not at all if they are not available.  
 
For initial accreditation(s) the laboratory shall direct the PT Provider to provide all 
relevant PT study results to the AB to support their accreditation application.  
 
The laboratory shall report results in such a way that there is a specific match between 
the analytical result for the FoPT and the corresponding Field of Accreditation for which 
the PT sample was analyzed. 
 
The successive PTs are analyzed at a maximum of 7 months apart with a minimum of 7 
days between. When the PT is being used for corrective action to reinstate accreditation 
or when applying for initial accreditation, the dates of successive PT samples for the 
same accreditation FoPT is at least 7 days apart.  
 
To obtain and/or maintain TNI accreditation Teklab must also: 



a. Successfully complete two PT studies for each requested PT field of testing 
within the most recent three rounds attempted. 



b. Have the most recent three rounds attempted occurring within 18 months of the 
laboratory’s application date. 



c. The opening date of the second study must be at least seven (7) calendar days 
after the closing date of the first study. 



d. Continue to complete PT studies for each PT field of testing and maintain a 
history or at least two acceptable PT studies for each field of testing out the most 
recent three. 



e. Obtain PT samples from an TNI PTOB/PTPA approved PT Provider. 
f. Authorize the PT provider to release all accreditation and remediation results and 



acceptable/not acceptable status directly to their NELAP primary accrediting 
authority in addition to Teklab. 



g. Ensure that all PT samples are handled in the same manner as real 
environmental samples utilizing the same staff, methods, procedures, equipment, 
facilities and frequency of analysis, as normally used for routine analysis of that 
analyte and matrix type. 



h. The laboratory shall also handle and prepare the PT study samples in 
accordance with the instructions provided by the PT Provider. 



i. Ensure that corrective actions are taken for any failed studies, including 
determining root cause of the failure.  Ensure that documentation of the any 
corrective actions is provided to the primary accrediting authority.   
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j. Make available to the assessors of the Primary Accrediting Authority, during on-
site audits of Teklab, all laboratory records related to the PT samples and their 
reporting. 



 
A laboratory seeking to have its accreditation reinstated for an FoPT after suspension, 
revocation or after suspension due to not supplying a requested corrective action report, shall 
meet the requirements for continued accreditation as described in Section 5.2 of the TNI 2016 
Standard (V1M1). 



26.4.2 PT Sample Handling and Analysis  



 
Proficiency Testing (PT) samples are treated as typical samples in the normal production 
process where possible, including the same analysts, preparation, calibration, quality 
control and acceptance criteria, sequence of analytical steps, number of replicates, and 
sample log-in. PT samples are not analyzed multiple times unless routine environmental 
samples are analyzed multiple times. Where PT samples present special problems in 
the analysis process, they will be treated as laboratory samples where clients have 
special requests.  
 
The type, composition, concentration and frequency of quality control samples analyzed 
with the PT samples are the same as with typical samples. 
 
Prior to the closing date of a study, Teklab personnel must not:  
 Subcontract analysis of a PT sample to another laboratory being run for 



accreditation purposes.  
 Knowingly receive and analyze a PT for another laboratory being run for 



accreditation purposes.  
 Communicate with an individual from another laboratory concerning the analysis of 



the PT sample. 
 Attempt to find out the assigned value of a PT from the PT Provider.  



 
 For chemistry PT results where the concentrations are below the calibration range  
    established by the initial calibration curve, the following actions are acceptable:  
 
 a) the laboratory may re-scale its initial calibration curve to bracket the concentration of   
     the PT sample result; or  
 b) the laboratory may report the results, as measured with the initial calibration curve,  
     without qualification to the PT Provider, provided the laboratory adheres to the  
     requirements noted in 26.4.3 below.  



26.4.3 PT Reporting Procedure (TNI 2016 V1M1 Section 4.2) 



 
Teklab shall evaluate and report the analytical result for accreditation Fields of 
Proficiency Testing (FoPT) as follows: 
 



a) If the analytical result is a numeric value above or equal to the PTRL, the laboratory  
shall report the value. If the PTRL is less than the laboratory’s LOQ, the laboratory shall 
report the result without the qualification of result required in Volume 1, Module 4 of the 
2016 TNI Standard.  
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b) If the analytical result is a numeric value below the PTRL, the laboratory shall report 
one of the following:  



 
I. <PTRL or,  



II. the obtained analytical result, if the result is between the LOQ and the PTRL, 
or,  



III. <LOQ, if the analytical result is below the LOQ and the PTRL.  
 



c) If the analytical result is a “non-detect”, the laboratory shall report one of the following:  
 



I. <PTRL, or  



II. <LOQ**  
 



NOTE: ** In the case where the laboratory LOQ is greater than the PTRL: If the 
laboratory chooses to report a value of <LOQ and the analyte is present above the 
PTRL, the result will be scored as “Not Acceptable” by the PT Provider.  
 
The PTRL value shall not be adjusted for sample amount used or percent moisture. 



 
The laboratory shall report the analytical results for accreditation and experimental 
FoPTs to the Proficiency Testing Provider (PTP) on or before the closing date of the 
study using the reporting format specified by the PTP. 
 
On or before the closing date of the study, the laboratory shall authorize the PTP to 
release the laboratory’s final evaluation report directly to the laboratory’s Primary 
Accreditation Body (AB) 
 
Teklab must ensure that corrective actions are taken for any failed studies, including 
determining root cause of the failure. It must also ensure that documentation of the any 
corrective actions is provided to the primary accrediting authority. The laboratory 
institutes corrective action procedures for failed PT samples following the guidelines in 
Section 13 – “Corrective Action”. When requested, the root cause investigation and 
corrective action documentation shall be provided to the Primary AB within thirty (30) 
calendar days of the request. 
 
The laboratory must maintain a copy of the online data entry summary when the PT 
results are submitted online. These data summary documents are stored on the server 
in the applicable Proficiency Testing folder. Electronic copies of PT data and 
documentation are stored on the server or storage hardware indefinitely. 
 
When requested, the laboratory shall submit ‘analytical data packages’ (however 
named) to the accrediting authority for analytes/methods that are not readily available on 
Performance testing studies. 
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Teklab must make available to the assessors of the Primary Accrediting Authority, during 
on-site audits of Teklab, all laboratory records related to the PT samples and their 
reporting. 
 



26.5 Data Review 
 
The laboratory reviews all data generated in the laboratory for compliance with SOP, 
laboratory and, where appropriate, client requirements. See SOP1290 for information on 
data review. 
 



26.6 Water Quality  
  



Three water sources are in use at the Teklab, Inc. Collinsville facility: general deionized water, 
volatiles lab deionized water, and metals lab deionized water.  
 



 a. General laboratory deionized water produced by running tap water through an activated 
carbon filter (tank 1) followed by a cation exchange resin bed filter (tank 2) followed by 
an anion exchanged resin bed filter (tank 3) followed by two mixed bed resin filter (tank 
4 and 5). Tank 5 serves as a backup tank. Tank 4 and 5 are monitored to ensure the 
resistivity is greater than 1 megohm-cm. An audible alarm will sound if resistivity is less 
than 1 megohm-cm.  



 
  b   Volatiles lab deionized water uses general laboratory deionized water as the feed water  



 then passes  it through one more activated carbon filter, to remove all trace amounts of 
organics, then passes through a 0.45µm filter to trap any carbon residue that may leave 
the carbon filter. This water has a minimum quality of medium water quality. 



 
c.   Metals lab deionized water uses general laboratory water as the feed water then  



passes through a Thermo brand “high capacity” 2 bed resin filter followed by 2 
Thermo brand “ Ultrapure DI” filters with mixed resin beds.  This water passes 
through an in-line resistivity meter, where all readings are greater than 15 
megohm-cm with typical readings of 18megohm-cm. This water meets high 
quality water specifications. 
 
 



Section 27 – Reporting the Results 
(TNI V1:M2 – Section 5.10) 
 
The result of each test performed is reported accurately, clearly, unambiguously, and objectively 
and complies with all specific instructions contained in the test method. Laboratory results are 
reported in a test report that includes all the information requested by the client and necessary 
for the interpretation of the test results and all information required by the method used. See 
SOP#1290 for more information on reporting of results. 
 
The laboratory pays particular care and attention to the arrangement of the report, especially 
with regard to presentation of the sample results and ease of assimilation by the reader.  The 
format is carefully and specifically designed for each type of approved test method carried out, 
but the headings are standardized as far as possible. 
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27.1 Test Reports 



 
The laboratory issues sample data or sample result reports accurately and in a manner 
that is understandable to the recipient.  Each test report generated contains the following 
information (unless the laboratory has a valid reason for not doing so, such as a written 
agreement with the client). 



 Name, address and phone number of the laboratory; 



 Name and address of client and project;  



 The TNI logo with the phrase “NELAP accredited Laboratory”. The laboratory’s 
accreditation number appears on the case narrative page of each report; 



 Unique identification of the report (such as work order number) and of each page 
and identification of the total number of pages.  Each page in each section is 
identified as a number of the total report pages, for example 3 of 10 or 1 of 20. 



 Report title, such as “Laboratory Results”; 



 Description and identification of samples (including client ID code); 



 Date of sample receipt, sample collection and sample analysis (time of sample 
collection, if provided by client, and time of sample preparation (if requested by the 
client) and analysis, if the required holding time for either activity is less than or equal 
to 48 hours); 



 Approved test method and preparation method utilized, including revision numbers; 



 Clear indication of TNI accredited analysis by listing the letters “NELAP” next to each 
accredited analyte. Analytes that are not NELAP accredited are designated by an 
asterisk in the certification column. An explanation of the asterisk is also noted in the 
Definitions section of the final report; 



 Sample results with any failures or deviations from approved test methods or QC 
criteria identified in the case narrative, sample narrative, and/or with data qualifiers; 



 Signature and name or electronic signature and name, and title of the individuals 
accepting responsibility for the content of the report and date of issue; 



 Clear identification, including the lab name or accreditation number of any sample 
results that were generated by a subcontracted laboratory; 



 A description of the calculations or operations performed on the data, a summary 
and analysis of the data, and a statement of conclusions drawn from the analysis; 



 Identification of the reporting units, such as µg/L or mg/kg; 



 A statement that the report shall not be reproduced, except in full, without the written 
approval of the laboratory, where appropriate; 



 Where applicable, a statement to the effect that the sample results relate only to the 
analytes of interest tested or to the sample as received by the laboratory; 



 Where applicable, characterization and condition of the sample; 
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 Where applicable, reference to sampling procedure; and  



 Clear, unequivocal identification of analytical results generated by an approved test 
method, for which the laboratory is accredited in accordance with the laboratory’s 
accreditation. 



 
27.2 Supplemental Test Report Information  
 



When necessary for interpretation of the results or when requested by the client, test 
reports include the following additional information: 
  



a) deviations from, additions to, or exclusions from the test method, information on 
specific test conditions, such as environmental conditions, and any non-standard 
conditions that may have affected the quality of the results, and any information on 
the use and definitions of data qualifiers; 



b) a statement of compliance/non-compliance when requirements of the management 
system are not met, including identification of test results that did not meet the 
laboratory and regulatory sample acceptance requirements, such as holding time, 
preservation, etc.;  



c) where applicable and when requested by the client, a statement on the estimated 
uncertainty of the measurement is available 



 d)  Teklab does not include opinions and interpretations in laboratory reports 



e) additional information which may be required by specific methods or client;  



f) qualification of results with values outside the calibration range as appropriate.  
 



27.3 Environmental Testing Obtained from Subcontractors  
 
When Teklab must subcontract analysis due to workload, need for further expertise, 
temporary incapacity, or on a continuing basis, work is placed with a laboratory 
accredited under NELAP for the test to be performed or with a laboratory that meets the 
applicable statutory and regulatory requirements for performing the tests and submitting 
the results of test performed.  
 
All subcontracted analyses and the name of the subcontracted lab are documented in 
the case narrative of the final report. Any non-NELAP accredited work is designated by 
an asterisk in the certification column. 
 
The intent to subcontract analysis is specified in the project quote when Teklab intends 
to subcontract any part of a project. When possible, Teklab will advise the client in 
writing of any subcontracted analysis.  
 
Teklab maintains a register of all subcontractors that it uses for environmental tests and 
a record of the evidence of compliance for each.  The subcontractors may report their 
results in writing or electronically. A copy of the subcontractor’s report is made available 
to the client if requested. A record of subcontracted analysis is retained at Teklab and is 
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archived in accordance with this manual. See Section 10 for more information on 
Subcontracting. 
 



27.4 Electronic Transmission of Results  
  



The laboratory ensures that when clients require transmission of test results by 
telephone, fax or other means, laboratory personnel follow documented procedures that 
ensure the requirements of the TNI Standard and associated procedures to protect the 
confidentiality and proprietary rights of the client are met (see Section 21- 
“Environmental Methods and Method Validation”). All electronic transmissions are limited 
to the contracting client and their designated recipients. Any transmission to a third party 
requires written confirmation by the contracting client. 



27.4.1 Electronic Data Deliverables (EDDs) 



 
EDDs are client driven deliverables that can be produced in various file formats; such as 
text and Excel files. EDDs, when requested by a client, are provided in addition to the 
final report. EDDs are prepared using Microsoft Access/VBA, which exports the EDD 
into the file type the client has requested.  EDD files are prepared by Project Managers 
for the client.  Teklab’s IT Programmer develops the EDD per client request. 
 
Some clients EDDs are developed to use Equis Data Processor (EDP) 
software to check the EDD file using the client provided format and reference files. The 
EDP software checks for, amongst other things, formatting errors and valid values. 
Problematic EDDs are rejected and flagged for specific errors, helping facilitate any 
corrections before the EDD is sent to the customer. All electronic transmissions follow 
Section 27.4 above. 
 



27.5 Amendments to Test Reports  
 



Material amendments to a test report after it has been issued are made only in the form 
of another document or data transfer. All supplemental reports meet all the requirements 
for the initial report and the requirements of this Quality Manual.  
 



See SOP1290 for more information on revised reports. 
 



27.6 Electronic signatures 
 



Electronic signatures used in LIMS reports are stored securely in the LIMS SQL tables. 
Electronic signatures used for purposes out with the LIMS (e.g. signing SOPs, Teklab 
correspondence) should be stored on the users U Drive. 
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TEKLAB, INC. 



STANDARD OPERATING PROCEDURES 
SOPs and Controlled Records and Documents 



 
SCOPE 
This SOP provides guidance on editing SOPs and other controlled Documents.  
 
SOPs 
An SOP may be a copy of a published or referenced method or may be written by the laboratory. In cases where 
modifications to the published method need to be made by the laboratory or where the referenced method is 
ambiguous or provides insufficient detail, an internally written SOP is required. Deviations from the method (when 
allowed) must be noted in the SOP. 
 
SOPs may be written by anyone at Teklab, Inc. However, they are only effective after review and approval by a 
designated SOP reviewer (also known as an “approving authority”); which can be Laboratory Management, 
Department Supervisors and Quality Officers. The last page of all approved SOPs indicates the effective/approval 
date and electronic signature of the approving authority. The header of each Teklab SOP contains the SOP number, 
the revision number, the date (SOP revision date), the current page number and total number of pages.   
 
The master copies of all SOPs are stored on the Teklab Inc server in the Quality Department folder. Access to this 
folder is limited to Quality Department and management personnel. PDF copies of SOPs are available in the Quality 
Documents folder on the F Drive of the Teklab Inc Server. To maintain document control; the Quality Documents 
folder cannot contain duplicate copies of a controlled SOP. Electronic copies moved outside of the Quality 
Documents folder are considered uncontrolled and it is the responsibility of those using them to ensure they are 
using the most up-to-date version of that SOP. 
 
REVISING AN SOP 
The following procedure should be followed to maintain SOP security and ensure compliance with TNI regulations: 



1. SOPs are developed and maintained using Microsoft Office Word and Adobe PDF software on the laboratory 
computer network and on laboratory personal computers. 



2. Request a Microsoft Word copy of the applicable SOP/s from the Quality Department. 
3. Use “save as” to copy Microsoft Word SOPs to the “C” drive of laboratory personal computers for revision 



purposes.  
4. Important: The Track Changes option must always be used in Word when making revisions (available on the 



tools menu, click “Track Changes”). If " Track Changes" is not visible, right click the menu bar at the top of 
the page and select the "Reviewing” option. The "Track Changes" button should now be available.  
Tracking changes in controlled documents is mandatory to satisfy TNI requirements. 



5. You must accept all previous SOP changes before attempting to revise the SOP. Do this by selecting “accept 
all change in this document” using the “reviewing” tool bar. When revisions are made, advance the revision 
letter and change the date to the date the SOP was revised in the header of the SOP. Note: Minor 
corrections between revisions will be considered editorial and do not warrant an advanced revision. These 
can be made directly onto the PDF copy (see “Intermediate Changes to PDF SOPs” below). 



6. New SOPs are assigned an official SOP number by the Quality Department. 
7. When creating new method SOPs, an SOP template can be found on the Teklab Server here:  



F:\Quality Documents\3 SOPs 
8. Laboratory SOPs ready for technical review should either be moved to the appropriate Technical SOP 



Review folder on the Teklab Server (always notify the quality department and/or technical reviewer) or 
emailed to the Quality Department. Direct links to the applicable technical review folder can be obtained 
from the Quality Department.  



9. SOPs are reviewed/approved and electronically signed by an Approving Authority: Laboratory Management, 
Laboratory Supervisor or Quality Officer. 



10. When approved, the revised SOP is saved to the Quality Department folder on the server. A PDF copy of 
the SOP is moved to the “Quality Documents” folder on the Teklab Server, replacing the previous version. 
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If the PDF of the previous version contains comments, this should be moved to the Archive folder in the 
Quality documents SOP folder. A retired date is added to any previous Microsoft Word version/s stored on 
the computer network and the obsolete SOP is archived. Document control of SOPs is the responsibility of 
the Quality Department. 



11. Laboratory personnel have access to PDF copies of SOPs on the Teklab Inc server. Personnel should be 
informed immediately of new and revised versions of SOPs.  Laboratory personnel are required to read, 
understand and use the most recent version of each SOP. They must provide the Quality Department with 
documentation of meeting this requirement.  



12. Only controlled copies of SOPs are to be used in performing analysis.   
13. The revision of all SOPs is tracked by the Quality Department. 
 



Intermediate corrections to PDF SOPs 
Comments and corrections can be made to the PDF copies of SOPs stored in the Quality Documents folder on the 
Teklab Server. Supervisors, QA Officers and laboratory management are the only employees that can add notes 
etc to the PDF copies of SOPs. Those without edit permissions should notify their supervisor as soon as possible 
if errors are noticed in SOP review. 



1. There are two kinds of intermediate corrections– major and minor. Anything that does not affect how the 
procedure is run, such as spelling, grammar, format changes etc, are considered minor corrections. 
Anything else is considered major. 



2. Intermediate corrections can be added using sticky notes, call out boxes and/or the text cross-out tool.  
3. There will be a maximum time allowed for SOP revision after comments containing major corrections 



have been added. Maximum total time is 30 days, to include all stages of revision, review and processing.                                
 The reviewer will make the correction immediately in the PDF and request a word copy of the SOP 



from the Quality Department. Once the revisions have been made to the word copy of the SOP, it is 
forwarded to the QA Department and/or the applicable technical reviewer. 



 The technical reviewer has 15 days to complete review and send the SOP to the QA Dept. 
 The QA Dept has another 15 days to process the SOP onto the server. 



If technical reviewers are unable, due to high workload, to complete review under the 15 day mark, an extension 
may be allowed.  



 
Note: Uncontrolled notes are not allowed. If analysts require information not contained in an SOP, then the SOP 
should be updated to contain adequate information to perform analysis. If for ease of use, and the SOP is 
acceptable, then a controlled document containing the requested notes can be produced by the QA Dept. It will 
be the responsibility of the analyst and Dept Supervisor to ensure the controlled notes/s used in their department 
contain up to date information. 
 
The laboratory maintains, for each approved test method, a written laboratory specific SOP or a copy of a published 
or referenced method that accurately reflect all phases of current laboratory practices.   
 
The following indicates the Teklab, Inc. SOP numbering system: 
1000 series QA/QC (General) and Appendix A through E (can be referenced by any SOP) 
2000 series Inorganic analysis  
3000 series Metals analysis  
4000 series Organic analysis 
5000 series Microbiology analysis 
6000 series Air Testing analysis  
 
SOPs for laboratory policies supporting the Quality Manual or Quality Systems must include detailed procedures and 
any applicable topic sections. Where the Teklab Inc Quality Manual contains the necessary requirements, a 
separate SOP or policy is not required. 
 
Important: Where applicable, affected 1000 series SOPs (e.g. sample acceptance) must be updated prior to a new 
method being introduced into the laboratory.  
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Controlled Documents 
New laboratory documents must be forwarded to the Quality Department so they can be controlled and revisions 
stored in a secure location. 
 
Anyone can make intermediate corrections to the PDF copy of a controlled document (other than SOPs); but major 
corrections must be approved by the Quality Department, Technical Director, Quality Training Officer or the Dept 
Supervisor (for Dept specific controlled documents).  
 
Intermediate Corrections to PDFs 
There are two kinds of intermediate corrections – major and minor. Changes such as spelling, grammar, 
formatting etc, are considered minor corrections. Anything else is considered major. If major corrections are 
added to a controlled PDF document, notify the appropriate department so it can be reviewed (e.g. Quality, 
Department, Supervisor, Safety Officer etc). 
 
The default color of PDF sticky notes/comments is yellow; crossed out text and call-out boxes are red.  When 
crossing text out, use the "cross out text tool" available under "Tools"-"comments and markup" on the toolbar.  
 
After major corrections are reviewed by the appropriate personnel; the color of the note/cross-out should be 
changed to green. For tracking purposes, the status of major corrections should also be updated to “accepted”. 
This is available under the “Options” drop down on the comment box. Choose  “set status” – “review” – 
“accepted”. For cross outs and call out boxes simply right click and choose “set status” etc. Marking a 
comment/cross out as “accepted” logs the date and name of the reviewer in the review history properties. Notify 
the Department supervisor immediately after making a major correction to a department controlled document.  
 
Complete Revisions 
Revisions and associated tracking of controlled word documents (e.g. Quality Manual, Emergency Action Plan) are 
controlled in a similar fashion to that of SOPs.  The steps listed under “Revising an SOP” must be followed (where 
possible) to ensure compliance with TNI requirements regarding the tracking of changes to electronic documents. The 
control of these documents is tracked and maintained by the Quality Department. Retired/obsolete documents are 
removed from point of service as soon as possible.  
 
The master copy of the Teklab Quality Manual is stored in the Quality Department folder on the server. This folder is 
restricted to Quality Department and Management Personnel. The Quality Manual and other applicable controlled 
documents are available to laboratory personnel in the Quality Document folder on the Teklab Server. To maintain 
document control; the Quality Documents folder cannot contain duplicate copies of a controlled PDF. Electronic 
copies moved outside of the Quality Documents folder (and printed copies - without previous consent from the 
Quality Department) are also considered uncontrolled and it is the responsibility of those using them to ensure 
they are using the most up-to-date version of that document (e.g. a method SOP). 
 
All controlled documents are entered into a database and tracked by the Quality Department. A full list of 
controlled documents, including SOPs, is available upon request. 
 
Any document outside the administrative control of Teklab (e.g. an SOP mailed to a client) is automatically deemed 
uncontrolled.  
 
Document change/review 
Changes to documents shall be reviewed and approved by the same function that performed the original review 
unless specifically designated otherwise. The designated personnel shall have access to pertinent background 
information upon which to base their review and approval. 
 
Excel Tracking Sheets 
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Excel sheets used for data entry in the laboratory are coded to allow tracking and automatic documentation of all 
changes made within that file. The worksheet containing the tracking information is stored within the workbook for 
the life of the Excel file. Critical cells that contain formulas etc are locked and cannot be changed without a password 
that is only available to designated personnel. Back-up excel templates for each analysis are stored on the server in a 
secured folder.  
 
Note: When a Department creates a new Excel file that contains formulas/calculations, it must be forwarded to the QA 
Dept so it can be locked/password protected and controlled. Passwords for these files will be stored securely in the 
Quality Folder on the server. 
 
For more information on controlled documents and retention times for archived records, see Quality Manual Sections 
4 and 5 and SOP1291 “Record Retention and Access”. 
 
 
Controlled of Records 
Records Maintained 
The laboratory maintains a record keeping system that facilitates the retrieval of working files and archived records for 
inspection and verification purposes by the NELAP accrediting authority. 
 
The laboratory documents and maintains records related to all procedures and activities to which a sample is subjected, 
including: 
 



a) Identity of personnel involved in sampling, preparation and testing; 
 



b) sample preservation, including but not limited to: sample container and compliance with holding times; 
 



c) sample identification code, receipt, log-in, acceptance or rejection; 
 



d) sample storage and tracking, including: shipping receipts, transmittal form, and internal routing and 
assignment records; 



 
e) sample preparation including: cleanup and separation procedures, extract or digestate identification 



codes, volumes, weights, instrument printouts, meter readings, calculations, reagents; 
 



f) sample analysis; 
 



g) records for all standards, reagents, reference materials, and media, including the manufacturer/vendor, 
the manufacturer’s Certificate of Analysis or purity (if available), the date of receipt, and recommended 
storage conditions; 



 
h) equipment receipt, use specification, operating conditions and preventative maintenance 



 
i) calibration criteria, frequency and acceptance criteria; 



 
j) method performance criteria including quality control requirements; 



 
k) quality control protocols and assessment; 
 
l) all automated sample handling systems; 



 
m) calculations and statistical formulae used by the laboratory; 
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n) written procedures for all calculations are available for review; 



 
o) representative calculations are available and indicate that routine calculations are consistent with the 



written procedures; 
 



 
p) all raw data and supporting information needed to recreate calculations are available for review; 



 
q) the appropriate number of significant figures are carried out through all recorded data and calculations; 



and 
 



r) the least precise step is identified in the calculations and the number of significant figures is an 
accurate reflection of the actual tolerances of the instrument or equipment used in this step. 



 
s) Procedures to verify that the reported data is free from transcription and calculation errors; 



 
t) data handling, including but not limited to: reduction, review, confirmation, interpretation, assessment or 



validation, and reporting; 
 



u) QC measurements, including procedures to select samples on which to perform QC measurements, 
and assessment of method performance; 



 
v) requirements specified in sample acceptance and receipt section of this manual; 



w) electronic records, including but not limited to; copies of final reports, PT studies, bench sheets, 
instrument strip charts or printouts, data calculations, and data reports for five years or for as long as is 
required by the applicable regulatory program, whichever is greater. These records include an input 
summary and copy of the PT study final reports from the PT vendor used by the laboratory; 



 
x) data review and cross-checking forms; 



 
y) all information necessary to produce unequivocal, accurate records that document the laboratory 



activities associated with the sample receipt, preparation, analysis and reporting; and 
 



z) procedures that maintain an unequivocal link with the unique field identification and the laboratory 
identification code assigned each sample. 



 
 
 
 



             8/5/2022 
Approving Authority            Date (Approval/Effective) 
 













 
STATE OF MISSOURI 



 
DEPARTMENT OF NATURAL RESOURCES 



 
MISSOURI CLEAN WATER COMMISSION 



 



 
 



MISSOURI STATE OPERATING PERMIT 
 



In compliance with the Missouri Clean Water Law, (Chapter 644 R.S. Mo. as amended, hereinafter, the Law), and the Federal Water 
Pollution Control Act (Public Law 92-500, 92nd Congress) as amended, 
 
Permit No.  MO-0137642 
 
Owner:  Ameren Missouri 
Address:  1901 Chouteau Ave, P.O. Box 66149 MC-602 St. Louis MO 63166-6149 
 
Continuing Authority:  Same as above  
Address:  Same as above  
 
Facility Name:  Huster Substation 
Facility Address:  3800 Huster Road, St. Charles MO 63301 
 
Legal Description:  See page 2 
UTM Coordinates:  See page 2 
 
Receiving Stream:  See page 2 
First Classified Stream and ID:  See page 2 
USGS Basin & Sub-watershed No.:  See page 2 
 
is authorized to discharge from the facility described herein, in accordance with the effluent limitations and monitoring requirements 
as set forth herein: 
 
FACILITY DESCRIPTION 
 
 
 
See Page 2 
 
 
 
This permit authorizes only wastewater discharges under the Missouri Clean Water Law and the National Pollutant Discharge 
Elimination System; it does not apply to other regulated areas. This permit may be appealed in accordance with Sections 640.013, 
621.250, and 644.051.6 of the Law. 
 
 
 
October 1, 2019              
Effective Date       Edward B. Galbraith, Director, Division of Environmental Quality 
        
 
 
September 30, 2024             
Expiration Date       Chris Wieberg, Director, Water Protection Program 
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FACILITY DESCRIPTION (CONTINUED) 
 
OUTFALL #001 – Process Wastewater; SIC # 4911; NAICS # 221112 
Groundwater Containment System/Air stripping to remove Chlorinated Volatile Organic Compounds (CVOCs) 
Legal Description:  Sec.24, T47N, R4E, St. Charles County 
UTM Coordinates:  X = 714407, Y = 4300026 
Receiving Stream:  Tributary to Sandfort Creek 
First Classified Stream and ID:  8-20-13 MUDD V1.0 (C) (3960) 
USGS Basin & Sub-watershed No.:  07110009-0105 
Design Flow:   0.089280 MGD 
Average Flow:   0.072 MGD 
 
PERMITTED FEATURE # 002 – Influent; SIC # 4911; NAICS # 221112 
Influent sampled prior to air stripper to calculate net iron  
Legal Description:  Sec.24, T47N, R04E, St. Charles County 
UTM Coordinates:  X = 714451, Y = 4300020 
Receiving Stream:  Tributary to Sandfort Creek 
First Classified Stream and ID:  8-20-13 MUDD V1.0 (C) (3960) 
USGS Basin & Sub-watershed No.:  07110009-0105 
 
A.  EFFLUENT LIMITATIONS AND MONITORING REQUIREMENTS  
 



OUTFALL #001 
main outfall 



TABLE A-1  
FINAL EFFLUENT LIMITATIONS AND MONITORING REQUIREMENTS 



The permittee is authorized to discharge from outfall(s) with serial number(s) as specified in the application for this permit. The final effluent 
limitations shall become effective on October 1, 2019 and remain in effect until expiration of the permit.  Such discharges shall be controlled, 
limited, and monitored by the permittee as specified below: 



EFFLUENT PARAMETERS UNITS 
FINAL EFFLUENT LIMITATIONS MONITORING REQUIREMENTS 



DAILY 
MAXIMUM 



WEEKLY 
AVERAGE 



MONTHLY 
AVERAGE 



MEASUREMENT                       
FREQUENCY 



SAMPLE                               
TYPE 



Limit Set: M 
PHYSICAL       
Flow MGD *  * once/month 24 hr. total 
CONVENTIONAL       
pH Ω SU 6.5  9.0 once/month grab 
METALS       
Iron, Total Recoverable µg/L *  * once/month grab 
Iron, Total Recoverable (net) µg/L 603  603 once/month grab 
VOLATILE       
cis-1,2- Dichloroethylene (DCE) µg/L 141  70 once/month grab 
Tetrachloroethylene (PCE) µg/L 1.6  0.8 once/month grab 
Trichloroethylene (TCE) µg/L 10.1  5 once/month grab 
Vinyl Chloride (VC) µg/L 4.0  2.0 once/month grab 



MONITORING REPORTS SHALL BE SUBMITTED MONTHLY; THE FIRST REPORT IS DUE NOVEMBER 28, 2019. 
THERE SHALL BE NO DISCHARGE OF FLOATING SOLIDS OR VISIBLE FOAM IN OTHER THAN TRACE AMOUNTS. 
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PERMITTED FEATURE #002 
Influent 



TABLE A-2  
FINAL EFFLUENT LIMITATIONS AND MONITORING REQUIREMENTS 



The permittee is authorized to discharge from outfall(s) with serial number(s) as specified in the application for this permit. The final effluent 
limitations shall become effective on October 1, 2019 and remain in effect until expiration of the permit.  Such discharges shall be controlled, 
limited, and monitored by the permittee as specified below: 



EFFLUENT PARAMETERS UNITS 
FINAL EFFLUENT LIMITATIONS MONITORING REQUIREMENTS 



DAILY 
MAXIMUM 



WEEKLY 
AVERAGE 



MONTHLY 
AVERAGE 



MEASUREMENT                       
FREQUENCY 



SAMPLE                               
TYPE 



Limit Set: IM 
METALS       
Iron, Total Recoverable µg/L *  * once/month grab 



MONITORING REPORTS SHALL BE SUBMITTED MONTHLY; THE FIRST REPORT IS DUE NOVEMBER 28, 2019. 
THERE SHALL BE NO DISCHARGE OF FLOATING SOLIDS OR VISIBLE FOAM IN OTHER THAN TRACE AMOUNTS. 



 
A.  EFFLUENT LIMITATIONS AND MONITORING REQUIREMENTS (CONTINUED)  
 
* Monitoring and reporting requirement only. 
 
Ω The facility will report the minimum and maximum values. pH is not to be averaged.  
 
B. STANDARD CONDITIONS 
 
In addition to specified conditions stated herein, this permit is subject to the attached Part I standard conditions dated August 1, 2014,  
and hereby incorporated as though fully set forth herein. 
 
C. SPECIAL CONDITIONS 
 
1. Electronic Discharge Monitoring Report (eDMR) Submission System 



(a) Discharge Monitoring Reporting Requirements.  The permittee must electronically submit compliance monitoring data via 
the eDMR system.  In regards to Standard Conditions Part I, Section B, #7, the eDMR system is currently the only 
Department approved reporting method for this permit.   
Programmatic Reporting Requirements. The following reports (if required by this permit) must be electronically submitted as 
an attachment to the eDMR system until such a time when the current or a new system is available to allow direct input of the 
data:   
(1) Any additional report required by the permit excluding bypass reporting.   



After such a system has been made available by the Department, required data shall be directly input into the system by 
the next report due date. 



(b) Other actions.  The following shall be submitted electronically after such a system has been made available by the 
Department: 
(1) General Permit Applications/Notices of Intent to discharge (NOIs);  
(2) Notices of Termination (NOTs); 



(c) Electronic Submission: access the eDMR system, via: https://edmr.dnr.mo.gov/edmr/E2/Shared/Pages/Main/Login.aspx. 
(d) Waivers from Electronic Reporting. The permittee must electronically submit compliance monitoring data and reports unless 



a waiver is granted by the department in compliance with 40 CFR Part 127. The permittee may obtain an electronic reporting 
waiver by first submitting an eDMR Waiver Request Form: http://dnr.mo.gov/forms/780-2692-f.pdf. The Department will 
either approve or deny this electronic reporting waiver request within 120 calendar days. Only permittees with an approved 
waiver request may submit monitoring data and reports on paper to the Department for the period the approved electronic 
reporting waiver is effective. 



 
2. Permittee shall adhere to the following minimum Best Management Practices (BMPs): 



(a) Prevent the spillage or loss of fluids, oil, grease, fuel, etc. from vehicle maintenance, equipment cleaning, warehouse 
activities, and other areas and thereby prevent the contamination of stormwater from these substances. 



(b) Provide collection facilities and arrange for proper disposal of waste products including but not limited to petroleum waste 
products, and solvents. 



  





https://edmr.dnr.mo.gov/edmr/E2/Shared/Pages/Main/Login.aspx


http://dnr.mo.gov/forms/780-2692-f.pdf
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C. SPECIAL CONDITIONS (CONTINUED 
 



(c) Store all paint, solvents, petroleum products and petroleum waste products (except fuels), and storage containers (such as 
drums, cans, or cartons) so these materials are not exposed to stormwater or provide other prescribed BMPs such as plastic 
lids and/or portable spill pans to prevent the commingling of stormwater with container contents. Commingled water may not 
be discharged under this permit. Provide spill prevention control, and/or management sufficient to prevent any spills of these 
pollutants from entering waters of the state. Any containment system used to implement this requirement shall be constructed 
of materials compatible with the substances contained and shall also prevent the contamination of groundwater.  



(d) Provide good housekeeping practices on the site to keep trash from entry into waters of the state. 
(e) Provide sediment and erosion control sufficient to prevent or control sediment loss off of the property  
(f) Ensure adequate provisions are provided to prevent and to protect embankments from erosion. 



 
3. The full implementation of this operating permit, which includes implementation of any applicable schedules of compliance, 



shall constitute compliance with all applicable federal and state statutes and regulations in accordance with §644.051.16, RSMo, 
and the CWA section 402(k); however, this permit may be reopened and modified, or alternatively revoked and reissued to 
comply with any applicable effluent standard or limitation issued or approved under Sections 301(b)(2)(C) and (D), §304(b)(2), 
and §307(a) (2) of the Clean Water Act, if the effluent standard or limitation so issued or approved contains different conditions 
or is otherwise more stringent than any effluent limitation in the permit; or controls any pollutant not limited in the permit. 
 



4. All outfalls and permitted features must be clearly marked in the field. 
 



5. Changes in Discharges of Toxic Pollutant 
In addition to the reporting requirements under §122.41(1), all existing manufacturing, commercial, mining, and silvicultural 
dischargers must notify the Director as soon as they know or have reason to believe: 
(a) That an activity has occurred or will occur which would result in the discharge, on a routine or frequent basis, of any toxic 



pollutant which is not limited in the permit, if that discharge will exceed the highest of the following notification levels: 
(1) One hundred micrograms per liter (100 µg/L); 
(2) Two hundred micrograms per liter (200 µg/L) for acrolein and acrylonitrile; 
(3) Five hundred micrograms per liter (500 µg/L) for 2,4-dinitrophenol and for 2-methyl-4, 6-dinitrophenol; 
(4) One milligram per liter (1 mg/L) for antimony; 
(5) Five (5) times the maximum concentration value reported for the pollutant in the permit application in accordance with 



40 CFR 122.21(g)(7); or 
(6) The notification level established by the Department in accordance with 40 CFR 122.44(f). 



(b) That any activity has occurred or will occur which would result in any discharge, on a non-routine or infrequent basis, of a 
toxic pollutant which is not limited in the permit, if that discharge will exceed the highest of the following “notification 
levels”: 
(1) Five hundred micrograms per liter (500 µg/l); 
(2) One milligram per liter (1 mg/l) for antimony; 
(3) Ten (10) times the maximum concentration value reported for that pollutant in the permit application in accordance with 



§122.21(g)(7). 
(4) The level established by the Director in accordance with §122.44(f). 



 
6. Report as no-discharge when a discharge does not occur during the report period. It is a violation of this permit to report no-



discharge when a discharge has occurred. 
 



7. Reporting of Non-Detects 
(a) An analysis conducted by the permittee or their contracted laboratory shall be conducted in such a way the precision and 



accuracy of the analyzed result can be enumerated. 
(b) The permittee shall not report a sample result as “non-detect” without also reporting the detection limit of the test or the 



reporting limit of the laboratory. Reporting as “non-detect” without also including the detection/reporting limit will be 
considered failure to report, which is a violation of this permit. 



(c) The permittee shall report the non-detect result using the less than “<” symbol and the laboratory’s detection/reporting limit 
(e.g. <6).  



(d) Where the permit contains a Minimum Level (ML) and the permittee is granted authority in the permit to report zero in lieu 
of the < ML for a specified parameter, then zero (0) is reported for the parameter. 



(e) See Standard Conditions Part I, Section A, #4 regarding proper detection limits used for sample analysis. 
(f) When calculating monthly averages, one-half of the minimum detection limit (MDL) should be used instead of a zero. Where 



all data are below the MDL, the “<MDL” shall be reported as indicated in item (C). 
 
8. Failure to pay fees associated with this permit is a violation of the Missouri Clean Water Law (644.055 RSMo). 
 











 
 



MISSOURI DEPARTMENT OF NATURAL RESOURCES 
FACT SHEET 



FOR THE PURPOSE OF RENEWAL 
OF 



MO-0137642 
HUSTER SUBSTATION 



 
The Federal Water Pollution Control Act ("Clean Water Act" Section 402 Public Law 92-500 as amended) established the National 
Pollutant Discharge Elimination System (NPDES) permit program. This program regulates the discharge of pollutants from point 
sources into the waters of the United States, and the release of stormwater from certain point sources. All such discharges are unlawful 
without a permit (Section 301 of the "Clean Water Act"). After a permit is obtained, a discharge not in compliance with all permit 
terms and conditions is unlawful. Missouri State Operating Permits (MSOPs) are issued by the Director of the Missouri Department of 
Natural Resources (Department) under an approved program, operating in accordance with federal and state laws (Federal "Clean 
Water Act" and "Missouri Clean Water Law" Section 644 as amended). MSOPs are issued for a period of five (5) years unless 
otherwise specified for less. 
 
As per [40 CFR Part 124.8(a)] and [10 CSR 20-6.020(1)(A)2.] a factsheet shall be prepared to give pertinent information regarding the 
applicable regulations, rationale for the development of effluent limitations and conditions, and the public participation process for the 
Missouri State Operating Permit (MSOP or operating permit) listed below. A factsheet is not an enforceable part of an operating 
permit. 
 
 



 FACILITY INFORMATION 
 
Facility Type:   Industrial  
SIC Code(s):   4911 
NAICS Code(s):  221112 
Application Date:  September 28, 2018  
Expiration Date:   March 31, 2019   
Last Inspection:  June 17, 2015 
 
FACILITY DESCRIPTION:  
Groundwater Containment System/Air stripping to remove chlorinated Volatile Organic Compounds (CVOCs) 
 
PERMITTED FEATURES TABLE: 



OUTFALL AVERAGE FLOW DESIGN FLOW TREATMENT LEVEL EFFLUENT TYPE 



#001 0.072 MGD 0.089280 MGD Air Stripper Process Wastewater 
 
FACILITY PERFORMANCE HISTORY & COMMENTS:  
The electronic discharge monitoring reports were reviewed for a period starting at issuance of the first permit in April 2014 until 
present. During the period reviewed the facility reported six exceedances, all of which were for Iron. This facility was last inspected 
on September 5, 2018. The facility was found to be in compliance at the time of inspection. During the inspection it was stated that 
additives to suppress iron are no longer added to the system. It should be noted that the anti-degradation analysis completed in 2014 
identified phosphorus as a proposed additive to help reduce scaling in the equipment.  
 
The applicant stated on the renewal application received September 28, 2018, “Ameren operates a groundwater containment system 
(GCS) with treatment by airstripping to remove chlorinated volatile organic compounds (CVOCs) detected in the groundwater 
underlying the substation site. This treatment is part of an overall remediation effort through U.S. Environmental Protection Agency 
(USEPA) Region 7 as outlined in the Administration Order of Consent (AOC) (CERCLA_07-2012-0026) entered into on December 
28, 2012.” 
CERCLA_07-2012-0026: 
https://yosemite.epa.gov/OA/RHC/EPAAdmin.nsf/Filings/3396C6D4E5BF3F4A85257AE800210A56/$File/CERCLA-07-2012-
0026.pdf  
  





https://yosemite.epa.gov/OA/RHC/EPAAdmin.nsf/Filings/3396C6D4E5BF3F4A85257AE800210A56/$File/CERCLA-07-2012-0026.pdf


https://yosemite.epa.gov/OA/RHC/EPAAdmin.nsf/Filings/3396C6D4E5BF3F4A85257AE800210A56/$File/CERCLA-07-2012-0026.pdf
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The treated discharge from the groundwater containment system is discharged to a ditch outside of the levee surrounding the 
substation. The effluent then travels west under Huster Road where it then travels 0.29 miles to a ditch along highway 370 where it 
travels another 0.46 miles to a newly classified 8-20-13 MUDD V1.0 (C) (3960) that travels north west under Highway 370 and 
continues on to Sandfort Creek. 
 
A second permitted feature has been added in this renewal. This is for clarification purposes. This permit, as well as the previous 
permit require monitoring on the influent in order to calculate a net Iron limit. Previously the influent monitoring was listed on the 
effluent limit table for Outfall #001. As influent monitoring is not being sampled at outfall #001, a second permitted feature is being 
designated prior to any treatment process. 
 
FACILITY MAP: 
 



 
 
 



 RECEIVING WATERBODY INFORMATION 
 
RECEIVING WATERBODY’S WATER QUALITY:  
The receiving waterbody has no concurrent water quality data available.  
 
303(D) LIST:  
Section 303(d) of the federal Clean Water Act requires each state identify waters not meeting water quality standards and for which 
adequate water pollution controls have not been required. Water quality standards protect such beneficial uses of water as whole body 
contact (such as swimming), maintaining fish and other aquatic life, and providing drinking water for people, livestock, and 
wildlife. The 303(d) list helps state and federal agencies keep track of impaired waters not addressed by normal water pollution 
control programs. http://dnr.mo.gov/env/wpp/waterquality/303d/303d.htm  
 Not applicable; this facility does not discharge to an impaired segment of a 303(d) listed stream. 
  





http://dnr.mo.gov/env/wpp/waterquality/303d/303d.htm
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TOTAL MAXIMUM DAILY LOAD (TMDL):  
A TMDL is a calculation of the maximum amount of a given pollutant a water body can absorb before its water quality is affected; 
hence, the purpose of a TMDL is to determine the pollutant loading a specific waterbody can assimilate without exceeding water 
quality standards.  If a water body is determined to be impaired as listed on the 303(d) list, then a watershed management plan or 
TMDL may be developed. The TMDL shall include the WLA calculation. http://dnr.mo.gov/env/wpp/tmdl/  
 Applicable; Mississippi River Watershed is associated with the 2006 EPA approved TMDL for chlordane and PCB’s in fish tissue  



• This facility is not considered to be a source of the above listed pollutant(s) or considered to contribute to the impairment. 
 
APPLICABLE DESIGNATIONS OF WATERS OF THE STATE: 
Per Missouri’s Effluent Regulations [10 CSR 20-7.015(1)(B)], waters of the state are divided into seven categories. Each category lists 
effluent limitations for specific parameters, which are presented in each outfall’s effluent limitation table and further discussed in Part 
IV: Effluents Limits Determinations. 
 All Other Waters 



 
RECEIVING WATERBODY TABLE:  



OUTFALL WATERBODY NAME CLASS WBID DESIGNATED USES DISTANCE TO 
SEGMENT  12-DIGIT HUC 



#001 Tributary to Sandfort Creek n/a n/a GEN 0.0 mi 



07110009-0105 
#001 8-20-13 MUDD V1.0 C 3960 



GEN, HHP, IRR, LWW, 
SCR, WBC-B, WWH 



(ALP) 
0.75 



 
n/a  not applicable 
 
Classes are hydrologic classes as defined in 10 CSR 20-7.031(1)(F). L1: Lakes with drinking water supply - wastewater discharges are not permitted to occur to L1 



watersheds per 10 CSR 20-7.015(3)(C); L2: major reservoirs; L3: all other public and private lakes; P: permanent streams; C: streams which may cease flow in 
dry periods but maintain pools supporting aquatic life; E: streams which do not maintain surface flow; and W: wetland. Losing streams are defined in 10 CSR 20-
7.031(1)(O) and are designated on the Losing Stream dataset or determined by the Department to lose 30% or more of flow to the subsurface.  



 
WBID = Waterbody Identification: Missouri Use Designation Dataset per 10 CSR 20-7.031(1)(Q)  and (S) as 8-20-13 MUDD V1.0 or newer; data can be found as an 



ArcGIS shapefile on MSDIS at ftp://msdis.missouri.edu/pub/Inland_Water_Resources/MO_2014_WQS_Stream_Classifications_and_Use_shp.zip; New C 
streams described on the dataset per 10 CSR 20-7.031(2)(A)3. as 100K Extent Remaining Streams.  



 
Per 10 CSR 20-7.031, the Department defines the Clean Water Commission’s water quality objectives in terms of "water uses to be maintained and the criteria to 



protect those uses." The receiving stream and 1st classified receiving stream’s beneficial water uses are to be maintained in the receiving streams in accordance 
with [10 CSR 20-7.031(1)(C)]. Uses which may be found in the receiving streams table, above: 



 
10 CSR 20-7.031(1)(C)1.:  ALP = Aquatic Life Protection (formerly AQL; current uses are defined to ensure the protection and propagation of fish shellfish and 



wildlife, further subcategorized as: WWH = Warm Water Habitat; CLH = Cool Water Habitat; CDH = Cold Water Habitat; EAH = Ephemeral Aquatic Habitat; 
MAH = Modified Aquatic Habitat; LAH = Limited Aquatic Habitat. This permit uses ALP effluent limitations in 10 CSR 20-7.031 Table A1-A2 for all habitat 
designations unless otherwise specified. 



10 CSR 20-7.031(1)(C)2.: Recreation in and on the water 
WBC = Whole Body Contact recreation where the entire body is capable of being submerged; 



WBC-A = whole body contact recreation supporting swimming uses and has public access; 
WBC-B = whole body contact recreation not supported in WBC-A;  



SCR = Secondary Contact Recreation (like fishing, wading, and boating) 
10 CSR 20-7.031(1)(C)3. to 7.: 



HHP (formerly HHF) = Human Health Protection as it relates to the consumption of fish and drinking of water;  
IRR = irrigation for use on crops utilized for human or livestock consumption 
LWW = Livestock and Wildlife Watering (current narrative use is defined as LWP = Livestock and Wildlife Protection);  
DWS = Drinking Water Supply 
IND = industrial water supply 



10 CSR 20-7.031(1)(C)8-11.: Wetlands (10 CSR 20-7.031 Tables A1-B3 currently does not have corresponding habitat use criteria for these defined uses): WSA = 
storm- and flood-water storage and attenuation; WHP = habitat for resident and migratory wildlife species; WRC = recreational, cultural, educational, scientific, 
and natural aesthetic values and uses; WHC = hydrologic cycle maintenance.   



10 CSR 20-7.031(6): GRW = Groundwater 
 
MIXING CONSIDERATIONS: 
For all outfalls, mixing zone and zone of initial dilution are not allowed per 10 CSR 20-7.031(5)(A)4.B.(I)(a) and (b), as the base 
stream flow does not provide dilution to the effluent. 
  





http://dnr.mo.gov/env/wpp/tmdl/


ftp://msdis.missouri.edu/pub/Inland_Water_Resources/MO_2014_WQS_Stream_Classifications_and_Use_shp.zip
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 RATIONALE AND DERIVATION OF EFFLUENT LIMITATIONS & PERMIT CONDITIONS 
 
ALTERNATIVE EVALUATIONS FOR NEW FACILITIES: 
As per [10 CSR 20-7.015(4)(A)], discharges to losing streams shall be permitted only after other alternatives including land 
application, discharges to a gaining stream and connection to a regional wastewater treatment facility have been evaluated and 
determined to be unacceptable for environmental and/or economic reasons. 
 Not applicable; the facility does not discharge to a losing stream as defined by [10 CSR 20-2.010(36)] & [10 CSR 20-



7.031(1)(N)], or is an existing facility 
ANTIBACKSLIDING: 
Federal Regulations [CWA §303(d)(4); CWA §402(c); 40 CFR Part 122.44(l)] require a reissued permit to be as stringent as the 
previous permit with some exceptions. Backsliding (a less stringent permit limitation) is only allowed under certain conditions. 



 Limitations in this operating permit for the reissuance conform to the anti-backsliding provisions of Section 402(o) of the 
Clean Water Act, and 40 CFR Part 122.44. 
• This permit removed the WET testing requirement. The WET test was established as pass/fail in the previous permit at 



once per permit cycle. The permit writer reviewed the WET test and no toxicity was exhibited. Additionally, the permit 
writer believes the effluent is well classified and determined all pollutants of concern have numeric limitations therefore 
per 40 CFR 122.44(d)(v), WET testing is no longer required. 



 
 The Department determines that technical mistakes or mistaken interpretations of law were made in issuing the permit under 



section 402(a)(1)(b).  
 General Criteria. The previous permit contained a special condition which described a specific set of prohibitions 



related to general criteria found in 10 CSR 20-7.031(4). In order to comply with 40 CFR 122.44(d)(1), the permit writer 
has conducted reasonable potential determinations for each general criterion and established numeric effluent limitations 
where reasonable potential exists. While the removal of the previous permit special condition creates the appearance of 
backsliding, since this permit establishes numeric limitations where reasonable potential to cause or contribute to an 
excursion of the general criteria exists the permit maintains sufficient effluent limitations and monitoring requirements in 
order to protect water quality, this permit is equally protective as compared to the previous permit. Therefore, given this 
new information, and the fact that the previous permit special condition was not consistent with 40 CFR 122.44(d)(1), an 
error occurred in the establishment of the general criteria as a special condition of the previous permit. Please see Part VI 
– Effluent Limits Determination for more information regarding the reasonable potential determinations for each general 
criterion related to this facility. 



 
ANTIDEGRADATION REVIEW: 
Process water discharges with new, altered, or expanding flows, the Department is to document, by means of antidegradation review, 
if the use of a water body’s available assimilative capacity is justified. In accordance with Missouri’s water quality regulations for 
antidegradation [10 CSR 20-7.031(3)], degradation may be justified by documenting the socio-economic importance of a discharge 
after determining the necessity of the discharge. Facilities must submit the antidegradation review request to the Department prior to 
establishing, altering, or expanding discharges. See http://dnr.mo.gov/env/wpp/permits/antideg-implementation.htm  
 An antidegradation was completed on outfall #001 in 2013 for the construction of an air stripper to treat contaminated 



groundwater. The antidegradation review found, Dichloroethylene, Vinyl Chloride, Tetrachloroethylene, Trichloroethylene, Iron 
and Phosphorus requires limits Per 10 CSR 20-7.031(3), the limitations established in the antideg must remain for these 
parameters unless more stringent limitations are calculated for water quality, TMDL, or technology limitations. 



 
For stormwater discharges with new, altered, or expanding discharges, the stormwater BMP chosen for the facility, through the 
antidegradation analysis performed by the facility, must be implemented and maintained at the facility. Failure to implement and 
maintain the chosen BMP alternative is a permit violation; see SWPPP. 
 Not applicable; the facility does not have stormwater discharges or the stormwater outfalls onsite have no industrial exposure. 
 
CHANGES IN DISCHARGES OF TOXIC POLLUTANT: 
This special condition reiterates the federal rules found in 40 CFR 122.44(f) and 122.42(a)(1). In these rules, the facility is required to 
report changes in amounts of toxic substances discharged. Toxic substances are defined in 40 CFR 122.2 as “…any pollutant listed as 
toxic under section 307(a)(1) or, in the case of “sludge use or disposal practices,” any pollutant identified in regulations implementing 
section 405(d) of the CWA.” Section 307 of the clean water act then refers to those parameters found in 40 CFR 401.15. The permittee 
should also consider any other toxic pollutant in the discharge as reportable under this condition.  
 
COMPLIANCE AND ENFORCEMENT: 
Enforcement is the action taken by the Water Protection Program (WPP) to bring an entity into compliance with the Missouri Clean 
Water Law, its implementing regulations, and/or any terms and conditions of an operating permit. The primary purpose of the 
enforcement activity in the WPP is to resolve violations and return the entity to compliance.   
 Not applicable; the permittee/facility is not currently under Water Protection Program enforcement action.    





http://dnr.mo.gov/env/wpp/permits/antideg-implementation.htm
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EFFLUENT LIMITATION GUIDELINE: 
Effluent Limitation Guidelines, or ELGs, are found at 40 CFR 400-499. These are limitations established by the EPA based on the SIC 
code and the type of work a facility is conducting. Most ELGs are for process wastewater and some address stormwater. All are 
technology based limitations which must be met by the applicable facility at all times. 
 The facility does not have an associated ELG. 
 
GENERAL CRITERIA CONSIDERATIONS: 
In accordance with 40 CFR 122.44(d)(1), effluent limitations shall be placed into permits for pollutants determined to cause, have 
reasonable potential to cause, or to contribute to an excursion above any State water quality standard, including State narrative criteria 
for water quality. The rule further states pollutants which have been determined to cause, have the reasonable potential to cause, or 
contribute to an excursion above a narrative criterion within an applicable State water quality standard, the permit shall contain a 
numeric effluent limitation to protect the specified narrative criterion. The previous permit included the narrative criteria as special 
conditions included in the permit absent any discussion of the discharge’s reasonable potential to cause or contribute to an excursion 
of the criterion. In order to comply with this regulation, the permit writer has completed a reasonable potential determination on 
whether the discharge has reasonable potential to cause, or contribute to an excursion of the general criteria listed in 10 CSR 20-
7.031(4). These specific requirements are listed below followed by derivation and discussion (the lettering matches the rule itself, 
under 10 CSR 20-7.031(4)). In instances where reasonable potential exists, the permit includes numeric limitations to address the 
reasonable potential.  In instances where reasonable potential does not exist, the permit may include monitoring to later determine the 
discharges potential to impact the receiving stream’s narrative criteria. Finally, all of the previous permit narrative criteria prohibitions 
have been removed from the permit given they are addressed by numeric limits where reasonable potential exists. It should also be 
noted Section 644.076.1, RSMo as well as Section D – Administrative Requirements of Standard Conditions Part I of this permit state 
it shall be unlawful for any person to cause or permit any discharge of water contaminants from any water contaminant or point source 
located in Missouri is in violation of sections 644.006 to 644.141 of the Missouri Clean Water Law or any standard, rule, or regulation 
promulgated by the commission. 
(A) Waters shall be free from substances in sufficient amounts to cause the formation of putrescent, unsightly or harmful bottom 



deposits or prevent full maintenance of beneficial uses. 
• For all outfalls, there is no RP for putrescent bottom deposits preventing full maintenance of beneficial uses because nothing 



disclosed by the permittee indicates putrescent wastewater would be discharged from the facility. 
• For all outfalls, there is no RP for unsightly or harmful bottom deposits preventing full maintenance of beneficial uses 



because nothing disclosed by the permittee indicates unsightly or harmful bottom deposits would be discharged from the 
facility. 



(B) Waters shall be free from oil, scum and floating debris in sufficient amounts to be unsightly or prevent full maintenance of 
beneficial uses. 
• For all outfalls, there is no RP for oil in sufficient amounts to be unsightly preventing full maintenance of beneficial uses 



because nothing disclosed by the permittee indicates oil will be present in sufficient amounts to impair beneficial uses. 
• For all outfalls, there is no RP for scum and floating debris in sufficient amounts to be unsightly preventing full maintenance 



of beneficial uses because nothing disclosed by the permittee indicates scum and floating debris will be present in sufficient 
amounts to impair beneficial uses. 



(C) Waters shall be free from substances in sufficient amounts to cause unsightly color or turbidity, offensive odor or prevent full 
maintenance of beneficial uses. 
• For all outfalls, there is no RP for unsightly color or turbidity in sufficient amounts preventing full maintenance of beneficial 



uses because nothing disclosed by the permittee indicates unsightly color or turbidity will be present in sufficient amounts to 
impair beneficial uses. 



• For all outfalls, there is no RP for offensive odor in sufficient amounts preventing full maintenance of beneficial uses because 
nothing disclosed by the permittee indicates offensive odor will be present in sufficient amounts to impair beneficial uses.  



(D) Waters shall be free from substances or conditions in sufficient amounts to result in toxicity to human, animal or aquatic life. 
• The permit writer considered specific toxic pollutants when writing this permit. Numeric effluent limitations are included for 



those pollutants could be discharged in toxic amounts. These effluent limitations are protective of human health, animals, and 
aquatic life.  



(E) There shall be no significant human health hazard from incidental contact with the water. 
• This criterion is very similar to (D) above. See Part IV, Effluent Limits Derivation below. 
• Much like the condition above, the permit writer considered specific toxic pollutants when writing this permit, including 



those pollutants could cause human health hazards. The discharge is limited by numeric effluent limitations for those 
conditions could result in human health hazards.  
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(F) There shall be no acute toxicity to livestock or wildlife watering. 



• This criterion is very similar to (D) above. See Part IV, Effluent Limits Derivation below. 
• The permit writer considered specific toxic pollutants when writing this permit. Numeric effluent limitations are included for 



those pollutants could be discharged in toxic amounts. These effluent limitations are protective of livestock and wildlife 
watering. 



• It is the permit writer’s opinion this criterion is the same as (D).  
(G) Waters shall be free from physical, chemical or hydrologic changes that would impair the natural biological community. 



• For all outfalls, there is no RP for physical changes that would impair the natural biological community because nothing 
disclosed by the permittee indicates physical changes that would impair the natural biological community. 



• For all outfalls, it has been established any chemical changes are covered by the specific numeric effluent limitations 
established in the permit 



• For all outfalls, there is no RP for hydrologic changes that would impair the natural biological community because nothing 
disclosed by the permittee indicates physical changes would impair the natural biological community. 



(H) Waters shall be free from used tires, car bodies, appliances, demolition debris, used vehicles or equipment and solid waste as 
defined in Missouri's Solid Waste Law, section 260.200, RSMo, except as the use of such materials is specifically permitted 
pursuant to section 260.200-260.247. 
• There are no solid waste disposal activities or any operation which has reasonable potential to cause or contribute to the 



materials listed above being discharged through any outfall.  
 



GROUNDWATER MONITORING: 
Groundwater is a water of the state according to 10 CSR 20-2.010(82), and is subject to regulations at 10 CSR 20-7.015(7) and 10 
CSR 20-7.031(6) and must be protected accordingly.  
 This facility is not required to monitor groundwater for the water protection program.  



o This system is a groundwater remediation system which pumps contaminated groundwater from three wells on site 
and discharge the treated groundwater to the surface. The permit specifies influent monitoring which is effectively 
measuring the groundwater at the site. 



 
MAJOR WATER USER: 
Any surface or groundwater user with a water source and the equipment necessary to withdraw or divert 100,000 gallons (or 70 
gallons per minute) or more per day combined from all sources from any stream, river, lake, well, spring, or other water source is 
considered a major water user in Missouri. All major water users are required by law to register water use annually (Missouri Revised 
Statues Chapter 256.400 Geology, Water Resources and Geodetic Survey Section). https://dnr.mo.gov/pubs/pub2337.htm  
 Not applicable; this permittee cannot withdraw water from the state in excess of 70 gpm/0.1 MGD based on the design flow of 



0.89 MGD. 
 
NO-DISCHARGE LAND APPLICATION: 
Land application of wastewater or sludge shall comply with the all applicable no-discharge requirements listed in 10 CSR 20-6.015 
and all facility operations and maintenance requirements listed in 10 CSR 20-8.020(15). These requirements ensure appropriate 
operation of the no-discharge land application systems and prevent unauthorized and illicit discharges to waters of the state. Land 
applications by a contract hauler on fields the permittee has a spreading agreement on are not required to be in this permit.  A 
spreading agreement does not constitute the field being rented or leased by the permittee as they do not have any control over 
management of the field. 
 Not applicable; this permit does not authorize operation of a no-discharge land application system to treat wastewater or sludge.  
 
REASONABLE POTENTIAL (RP): 
Federal regulation [40 CFR Part 122.44(d)(1)(i)] requires effluent limitations for all pollutants which are (or may be) discharged at a 
level causing or have the reasonable potential to cause (or contribute to) an in-stream excursion above narrative or numeric water 
quality standards. Per 10 CSR 20-7.031(4), general criteria shall be applicable to all waters of the state at all times; however, acute 
toxicity criteria may be exceeded by permit in zones of initial dilution, and chronic toxicity criteria may be exceeded by permit in 
mixing zones. If the permit writer determines any given pollutant has the reasonable potential to cause or contribute to an in-stream 
excursion above the WQS, the permit must contain effluent limits for the pollutant per 40 CFR Part 122.44(d)(1)(iii) and the most 
stringent limits per 10 CSR 20-7.031(9)(A). 
 A Water Quality and Antidegradation Review was completed in January 2013. This review identified pollutants of concern in the 



discharge. During this review effluent limits were developed where applicable. 
  





https://dnr.mo.gov/pubs/pub2337.htm
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SCHEDULE OF COMPLIANCE (SOC): 
A schedule of remedial measures included in a permit, including an enforceable sequence of interim requirements (actions, effluent 
limits, operations, or milestone events) leading to compliance with the Missouri Clean Water Law, its implementing regulations, 
and/or the terms and conditions of an operating permit. SOCs are allowed under 40 CFR 122.47 providing certain conditions are met.  
A SOC is not allowed: 
• For effluent limitations based on technology-based standards established in accordance with federal requirements, if the deadline 



for compliance established in federal regulations has passed.  40 CFR § 125.3. 
• For a newly constructed facility in most cases. Newly constructed facilities must meet applicable effluent limitations when 



discharge begins, because the facility has installed the appropriate control technology as specified in a permit or antidegradation 
review.  A SOC is allowed for a new water quality based effluent limit not included in a previously public noticed permit or 
antidegradation review, which may occur if a regulation changes during construction.   



• To develop a TMDL, UAA, or other study associated with development of a site specific criterion.  A facility is not prohibited 
from conducting these activities, but a SOC may not be granted for conducting these activities.  



In order to provide guidance in developing SOCs, and to attain a greater level of consistency, the department issued a policy on 
development of SOCs on October 25, 2012.  The policy provides guidance to permit writers on standard time frames for schedules for 
common activities, and guidance on factors to modify the length of the schedule.   
 Not applicable; this permit does not contain a SOC. Limits have not become more restrictive.  
 
SPILL REPORTING: 
Per 10 CSR 24-3.010, any emergency involving a hazardous substance must be reported to the Department’s 24 hour Environmental 
Emergency Response hotline at (573) 634-2436 at the earliest practicable moment after discovery. The Department may require the 
submittal of a written report detailing measures taken to clean up a spill. These reporting requirements apply whether or not the spill 
results in chemicals or materials leaving the permitted property or reaching waters of the state. This requirement is in addition to the 
noncompliance reporting requirement found in Standard Conditions Part I. http://dnr.mo.gov/env/esp/spillbill.htm  
 
SLUDGE – DOMESTIC BIOSOLIDS: 
Biosolids are solid materials resulting from domestic wastewater treatment meeting federal and state criteria for beneficial use (i.e. 
fertilizer). Sewage sludge is solid, semi-solid, or liquid residue generated during the treatment of domestic sewage in a treatment 
works; including but not limited to, domestic septage; scum or solids removed in primary, secondary, or advanced wastewater 
treatment process; and material derived from sewage sludge. Sewage sludge does not include ash generated during the firing of 
sewage sludge in a sewage sludge incinerator or grit and screening generated during preliminary treatment of domestic sewage in a 
treatment works. Additional information: http://extension.missouri.edu/main/DisplayCategory.aspx?C=74 (WQ422 through WQ449). 
 Not applicable; this condition is not applicable to the permittee for this facility.   
 
SLUDGE – INDUSTRIAL: 
Industrial sludge is solid, semi-solid, or liquid residue generated during the treatment of industrial process wastewater in a treatment 
works; including but not limited to, scum or solids removed in primary, secondary, or advanced wastewater treatment process; scum 
and solids filtered from water supplies and backwashed; and a material derived from industrial sludge.  
 Not applicable; sludge is not generated at this facility. 
 
STANDARD CONDITIONS: 
The standard conditions Part I attached to this permit incorporate all sections of 40 CFR 122.41(a) through (n) by reference as required 
by law. These conditions, in addition to the conditions enumerated within the standard conditions should be reviewed by the permittee 
to ascertain compliance with this permit, state regulations, state statues, federal regulations, and the Clean Water Act. 
 
STORMWATER PERMITTING: LIMITATIONS AND BENCHMARKS: 
Because of the fleeting nature of stormwater discharges, the Department, under the direction of EPA guidance, has determined 
monthly averages are capricious measures of stormwater discharges. The Technical Support Document for Water Quality Based 
Toxics Control (EPA/505/2-90-001; 1991) Section 3.1 indicates most procedures within the document apply only to water quality 
based approaches, not end-of-pipe technology-based controls. Hence, stormwater-only outfalls will generally only contain a maximum 
daily limit (MDL), benchmark, or monitoring requirement determined by the site specific conditions, the BMPs in place, past 
performance of the facility, and the receiving water’s current quality.  
 
Sufficient rainfall to cause a discharge for one hour or more from a facility would not necessarily cause significant flow in a receiving 
stream. Acute Water Quality Standards (WQSs) are based on one hour of exposure, and must be protected at all times. Therefore, 
industrial stormwater facilities with toxic contaminants present in the stormwater may have the potential to cause a violation of acute 
WQSs if toxic contaminants occur in sufficient amounts. In this instance, the permit writer may apply daily maximum limitations.  
  





http://dnr.mo.gov/env/esp/spillbill.htm
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Conversely, it is unlikely for rainfall to cause a discharge for four continuous days from a facility; if this does occur however, the 
receiving stream will also likely sustain a significant amount of flow providing dilution. Most chronic WQSs are based on a four-day 
exposure with some exceptions. Under this scenario, most industrial stormwater facilities have limited potential to cause a violation of 
chronic water quality standards in the receiving stream. 
 
A standard mass-balance equation cannot be calculated for stormwater from this facility because the stormwater flow and flow in the 
receiving stream cannot be determined for conditions on any given day or storm event. The amount of stormwater discharged from the 
facility will vary based on current and previous rainfall, soil saturation, humidity, detention time, BMPs, surface permeability, etc. 
Flow in the receiving stream will vary based on climatic conditions, size of watershed, amount of surfaces with reduced permeability 
(houses, parking lots, and the like) in the watershed, hydrogeology, topography, etc. Decreased permeability may increase the stream 
flow dramatically over a short period of time (flash). 
 
Numeric benchmark values are based on site specific requirements taking in to account a number of factors but cannot be applied to 
any process water discharges. First, the technology in place at the site to control pollutant discharges in stormwater is evaluated. The 
permit writer also evaluates other similar permits for similar activities. A review of the guidance forming the basis of Environmental 
Protection Agency’s (EPA’s) Multi-Sector General Permit for Stormwater Discharges Associated with Industrial Activity (MSGP) 
may also occur. Because precipitation events are sudden and momentary, benchmarks based on state or federal standards or 
recommendations use the Criteria Maximum Concentration (CMC) value, or acute standard may also be used. The CMC is the 
estimate of the highest concentration of a material in surface water to which an aquatic community can be exposed briefly without 
resulting in an unacceptable effect. The CMC for aquatic life is intended to be protective of the vast majority of the aquatic 
communities in the United States. 
 
40 CFR 122.44(b)(1) requires the permit implement the most stringent limitations for each discharge, including industrially exposed 
stormwater; and 40 CFR 122.44(d)(1)(i) and (iii) requires the permit to include water-quality based effluent limitations where 
reasonable potential has been found; however, because of the non-continuous nature of stormwater discharges, staff are unable to 
perform statistical Reasonable Potential Analysis (RPA). Reasonable potential determinations (RPDs; see REASONABLE POTENTIAL 
above) using best professional judgment are performed.  
 
Benchmarks require the facility to monitor, and if necessary, replace and update stormwater control measures. Benchmark 
concentrations are not effluent limitations. A benchmark exceedance, therefore, is not a permit violation; however, failure to take 
corrective action is a violation of the permit. Benchmark monitoring data is used to determine the overall effectiveness of control 
measures and to assist the permittee in knowing when additional corrective actions may be necessary to comply with the conditions of 
the permit.  
 
BMP inspections typically occur more frequently than sampling. Sampling frequencies are based on the facility’s ability to comply 
with the benchmarks and the requirements of the permit. Inspections should occur after large rain events and any other time an issue is 
noted; sampling after a benchmark exceedance may need to occur to show the corrective active taken was meaningful. 
 
When a permitted feature or outfall consists of only stormwater, a benchmark may be implemented at the discretion of the permit 
writer, if there is no RP for water quality excursions. 
 Not applicable; this facility does not have any stormwater-only outfalls. 
 
UNDERGROUND INJECTION CONTROL (UIC): 
The UIC program for all classes of wells in the State of Missouri is administered by the Missouri Department of Natural Resources 
and approved by EPA pursuant to section 1422 and 1425 of the Safe Drinking Water Act (SDWA) and 40 CFR 147 Subpart AA. 
Injection wells are classified based on the liquids which are being injected. Class I wells are hazardous waste wells which are banned 
by RSMo 577.155; Class II wells are established for oil and natural gas production; Class III wells are used to inject fluids to extract 
minerals; Class IV wells are also banned by Missouri in RSMo 577.155; Class V wells are shallow injection wells; some examples are 
heat pump wells and groundwater remediation wells. Domestic wastewater being disposed of sub-surface is also considered a Class V 
well. In accordance with 40 CFR 144.82, construction, operation, maintenance, conversion, plugging, or closure of injection wells 
shall not cause movement of fluids containing any contaminant into Underground Sources of Drinking Water (USDW) if the presence 
of any contaminant may cause a violation of drinking water standards or groundwater standards under 10 CSR 20-7.031, or other 
health based standards, or may otherwise adversely affect human health. If the director finds the injection activity may endanger 
USDWs, the Department may require closure of the injection wells, or other actions listed in 40 CFR 144.12(c), (d), or (e). In 
accordance with 40 CFR 144.26, the permittee shall submit a Class V Well Inventory Form for each active or new underground 
injection well drilled, or when the status of a well changes, to the Missouri Department of Natural Resources, Geological Survey 
Program, P.O. Box 250, Rolla, Missouri 65402. The Class V Well Inventory Form can be requested from the Geological Survey 
Program or can be found at the following web address: http://dnr.mo.gov/forms/780-1774-f.pdf  
 Not applicable; the permittee has not submitted materials indicating the facility will be performing UI at this site. 
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VARIANCE: 
Per the Missouri Clean Water Law §644.061.4, variances shall be granted for such period of time and under such terms and conditions 
as shall be specified by the commission in its order. The variance may be extended by affirmative action of the commission. In no 
event shall the variance be granted for a period of time greater than is reasonably necessary for complying with the Missouri Clean 
Water Law §§644.006 to 644.141 or any standard, rule or regulation promulgated pursuant to Missouri Clean Water Law §§644.006 
to 644.141. 
 Not applicable; this permit is not drafted under premise of a petition for variance. 
 
WASTELOAD ALLOCATIONS (WLA) FOR LIMITS: 
As per [10 CSR 20-2.010(78)], the WLA is the amount of pollutant each discharger is allowed to discharge into the receiving stream 
without endangering water quality. Two general types of effluent limitations, technology-based effluent limits (TBELs) and water 
quality based effluent limits (WQBELs) are reviewed. If one limit does not provide adequate protection for the receiving water, then 
the other must be used per 10 CSR 20-7.015(9)(A). 
 Applicable; wasteload allocations were calculated where relevant using water quality criteria or water quality model results and 



by applying the dilution equation below: 
 



( ) ( )
( )QsQe



QeCeQsCsC
+



×+×
=   (EPA/505/2-90-001, Section 4.5.5) 



 
Where  C = downstream concentration 



  Cs = upstream concentration 
  Qs = upstream flow 
  Ce = effluent concentration 
  Qe = effluent flow 



 
• Acute wasteload allocations designated as daily maximum limits (MDL) were determined using applicable water quality 



criteria (CMC: criteria maximum concentration) and stream volume of flow at the edge of the zone of initial dilution (ZID). 
• Chronic wasteload allocations designated as monthly average limits (AML) were determined using applicable chronic water 



quality criteria (CCC: criteria continuous concentration) and stream volume of flow at the edge of the mixing zone (MZ). 
• Water quality based MDL and AML effluent limitations were calculated using methods and procedures outlined in USEPA’s 



Technical Support Document For Water Quality-based Toxics Control or TSD EPA/505/2-90-001; 3/1991. 
• Number of Samples “n”: In accordance with the TSD for water quality-based permitting, effluent quality is determined by the 



underlying distribution of daily values, which is determined by the Long Term Average (LTA) associated with a particular 
Wasteload Allocation (WLA) and by the Coefficient of Variation (CV) of the effluent concentrations. Increasing or 
decreasing the monitoring frequency does not affect this underlying distribution or treatment performance which should be, 
at a minimum, targeted to comply with the values dictated by the WLA. Therefore, it is recommended the actual planned 
frequency of monitoring normally be used to determine the value of “n” for calculating the AML. However, in situations 
where monitoring frequency is once per month or less, a higher value for “n” must be assumed for AML derivation purposes.  
Thus, the statistical procedure being employed using an assumed number of samples is “n = 4” at a minimum. For total 
ammonia as nitrogen, “n = 30” is used. 



 
WLA MODELING: 
Permittees may submit site specific studies to better determine the site specific wasteload allocations applied in permits. 
 Not applicable; a WLA study was either not submitted or determined not applicable by Department staff.   
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 EFFLUENT LIMITS DETERMINATIONS 
Effluent limitations derived and established for this permit are based on current operations of the facility and applied per 10 CSR 20-
7.015(9)(A). Any flow through the outfall is considered a discharge and must be sampled and reported as provided below. Future 
permit action due to facility modification may contain new operating permit terms and conditions which supersede the terms and 
conditions, including effluent limitations, of this operating permit. Daily maximums and monthly averages are required per 40 CFR 
122.45(d)(1) for continuous discharges (not from a POTW). 
 
OUTFALL #001 – MAIN FACILITY OUTFALL 
 
EFFLUENT LIMITATIONS TABLE: 



PARAMETERS UNIT DAILY 
MAX 



MONTHLY 
AVG 



PREVIOUS 
PERMIT 
LIMITS 



MINIMUM 
SAMPLING 



FREQUENCY 



MINIMUM 
REPORTING 
FREQUENCY 



SAMPLE 
TYPE 



PHYSICAL         



FLOW MGD * * */* ONCE/MONTH MONTHLY 24 HR. TOT 
CONVENTIONAL        
PH  Ω SU 6.5 TO 9.0 6.5 to 9.0 6.0-9.0 ONCE/MONTH MONTHLY GRAB 
METALS        



IRON, TR SU * * */* ONCE/MONTH MONTHLY GRAB 
IRON, TR (NET) SU 603 603 SAME ONCE/MONTH MONTHLY CALCULATED 



VOLATILE        
CIS-1,2-DICHLOROETHYLENE 
(DCE) μg/L 141 70 SAME ONCE/MONTH MONTHLY GRAB 



TETRACHLOROETHYLENE (PCE) μg/L 1.6 0.8 SAME ONCE/MONTH MONTHLY GRAB 



TRICHLOROETHYLENE (TCE) μg/L 10.1 5 SAME ONCE/MONTH MONTHLY GRAB 
VINYL CHLORIDE μg/L 4.0 2 SAME ONCE/MONTH MONTHLY GRAB 
OTHER        
WET TEST - ACUTE TUa *  PASS/FAIL ONCE/MONTH MONTHLY GRAB 



 
PERMITTED FEATURE #002 – INFLUENT 
 
INFLUENT MONITORING TABLE: 



PARAMETERS UNIT DAILY 
MAX 



MONTHLY 
AVG 



PREVIOUS 
PERMIT 
LIMITS 



MINIMUM 
SAMPLING 



FREQUENCY 



MINIMUM 
REPORTING 
FREQUENCY 



SAMPLE 
TYPE 



METALS        
IRON, TR SU * * SAME ONCE/MONTH MONTHLY GRAB 



 
DERIVATION AND DISCUSSION OF LIMITS: 



 
Effluent limits contained in this permit were developed as a result of the Water Quality and Antidegradation Review completed 



January 2013. These effluent limits are continued in this permit. The Antidegradation review did establish monitoring requirements 
for total phosphorus which have not been incorporated in this permit (or the previous permit) as the facility does not utilize additives 
to remove scaling. At the time of the Antidegradation review it was proposed that phosphorus be added to aid in the prevention of 
scaling due to iron in the groundwater being treated. See appendix for the “Water Quality and Antidegradaton Review” 



 
•  Flow.  In accordance with [40 CFR Part 122.44(i)(1)(ii)] the volume of effluent discharged from each outfall is needed to assure 



compliance with permitted effluent limitations.  If the permittee is unable to obtain effluent flow, then it is the responsibility of 
the permittee to inform the department, which may require the submittal of an operating permit modification. 
 



• pH. 6.5-9.0 SU. pH limitations of 6.0-9.0 SU [10 CSR 20-7.015] are not protective of the in-stream Water Quality Standard, 
which states that water contaminants shall not cause pH to be outside the range of 6.5-9.0 SU 
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• cis-1,2-Dichloroethylene (DCE). According to EPA technical documents, air stripping is capable of removing at least 99 percent 



of DCE.  The concentration of the influent is estimated to be 9.6 mg/L.  Applying the 99 percent removal efficiency yields a 
minimum technology-based effluent limit of 96 µg/L.  There is no Human Health Protection-Fish Consumption criteria (HHF) for 
PCE, nor is there an aquatic life criteria.  To derive the Monthly Daily Maximum (MDL), the average monthly limit was 
multiplied by 1.5, thus the MDL is 144 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider may also consider groundwater impacts. 
The effluent is assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 70 µg/L for DCE.  To 
derive the Monthly Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 141 µg/L.  



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3 of the antidegradation review. 



 
• Vinyl Chloride. According to EPA technical documents, air stripping is capable of removing at least 99 percent of Vinyl 



Chloride.  The concentration of the influent is estimated to be 0.28 mg/L.  Applying the 99 percent removal efficiency yields a 
minimum technology-based effluent limit of 2.8 µg/L.  The HHF for PCE is 525 µg/L, however consumption of fish from the 
unnamed waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum 
(MDL), the average monthly limit was multiplied by 1.5, thus the MDL is 4.2 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts.  The effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 2 µg/L for Vinyl Chloride.  To derive 
the Monthly Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 4.0 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3 of the antidegradation review. 



 
• Tetrachloroethylene (PCE).  According to EPA technical documents, air stripping is capable of removing at least 99 percent of 



PCE.  The concentration of the influent is estimated to be 0.121 mg/L.  Applying the 99 percent removal efficiency yields a 
minimum technology-based effluent limit of     1.21 µg/L.  The HHF for PCE is 8.85 µg/L, however consumption of fish from the 
unnamed waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum 
(MDL), the average monthly limit was multiplied by 1.5, thus the MDL is 1.82 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts. The effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 0.8 µg/L for PCE.  To derive the 
Monthly Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 1.61 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3 of the antidegradation review. 



 
• Trichloroethylene (TCE).  According to EPA technical documents, air stripping is capable of removing at least 99 percent of 



TCE.  The concentration of the influent is estimated to be 0.96 mg/L.  Applying the 99 percent removal efficiency yields a 
minimum technology-based effluent limit of       9.6 µg/L.  The HHF for TCE is 80 µg/L, however consumption of fish from the 
unnamed waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum 
(MDL), the average monthly limit was multiplied by 1.5, thus the MDL is 14.4 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impactsThe effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 5 µg/L for TCE.  To derive the Monthly 
Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 10.1 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3 of the antidegradation review. 



 
• Iron, Total Recoverable.    Iron is naturally occurring in the groundwater underlying the site and will be present in the 



influent and in the discharge from the air stripper treatment unit.  As mentioned previously, the air stripper unit is not 
intended or designed to remove iron from the groundwater.  This effluent limitation is designed to limit the discharge of iron 
from the air stripper to the iron that is naturally occurring and contained in the groundwater that air stripper unit will be 
treating. 



 
The net Iron effluent limitation is to be determined by subtracting the total iron concentration in the influent to the air stripper 
from the total iron concentration in the effluent.  This effluent limitation is to be a net effluent limitation in a manner outlined in 
federal regulations (40 CFR 122.45(g)). In accordance with 40 CFR 122.45(g)(4) net limits will be allowed. While the receiving 
stream is listed as Tributary to Sandfort Creek it was identified in the Water Quality and Antidegredation Review that this facility 
has impact to groundwater. 
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Whole Effluent Toxicity (WET), Acute 
The permit writer has removed the WET testing requirement; please see fact sheet Part III: ANTIBACKSLIDING.  
• This permit contains numeric effluent limits for all pollutants of concern that are treated at this facility. In addition the 



previously required Acute WET test was passed indicating no aggregate toxicity of the effluent. The facility has not disclosed 
any other information indicating any other pollutants aside from those identified in this permit with numeric effluent limits 
are discharged from this outfall. Acute WET testing is being removed in accordance with 40 CFR 122.44 (d)(v). 



  
 



 SAMPLING AND REPORTING REQUIREMENTS 
 
Refer to each outfall’s derivation and discussion of limits section to review individual sampling and reporting frequencies and 
sampling type. Additionally, see Standard Conditions Part I attached at the end of this permit and fully incorporated within. 
 
ELECTRONIC DISCHARGE MONITORING REPORT (EDMR) SUBMISSION SYSTEM: 
The U.S. Environmental Protection Agency (EPA) promulgated a final rule on October 22, 2015, to modernize Clean Water Act 
reporting for municipalities, industries, and other facilities by converting to an electronic data reporting system. The final rule requires 
regulated entities and state and federal regulators to use information technology to electronically report data required by the National 
Pollutant Discharge Elimination System (NPDES) permit program instead of filing paper reports. To comply with the federal rule, the 
Department is requiring all permittees to begin submitting discharge monitoring data and reports online.  
 
Per 40 CFR 127.15 and 127.24, permitted facilities may request a temporary waiver for up to 5 years or a permanent waiver from 
electronic reporting from the Department. To obtain an electronic reporting waiver, a permittee must first submit an eDMR Waiver 
Request Form: http://dnr.mo.gov/forms/780-2692-f.pdf. A request must be made for each facility. If more than one facility is owned 
or operated by a single entity, then the entity must submit a separate request for each facility based on its specific circumstances. An 
approved waiver is not transferable. 
 
The Department must review and notify the facility within 120 calendar days of receipt if the waiver request has been approved or 
rejected [40 CFR 124.27(a)]. During the Department review period as well as after a waiver is granted, the facility must continue 
submitting a hard-copy of any reports required by their permit. The Department will enter data submitted in hard-copy from those 
facilities allowed to do so and electronically submit the data to the EPA on behalf of the facility.   
 The permittee/facility is currently using the eDMR data reporting system. 
 
SAMPLING FREQUENCY JUSTIFICATION: 
Sampling and reporting frequency was generally retained from previous permit. 40 CFR 122.45(d)(1) indicates all continuous 
discharges shall be permitted with daily maximum and monthly average limits. Minimum sampling frequency for all parameters is 
annually per 40 CFR 122.44(i)(2). 
 
SAMPLING TYPE JUSTIFICATION: 
Sampling type was continued from the previous permit. The sampling types are representative of the discharges, and are protective of 
water quality. Discharges with altering effluent should have composite sampling; discharges with uniform effluent can have grab 
samples. Parameters which must have grab sampling are: pH volatile organic compounds, and others. 
 
SUFFICIENTLY SENSITIVE ANALYTICAL METHODS: 
Please review Standard Conditions Part 1, section A, number 4. The analytical and sampling methods used shall conform to the 
reference methods listed in 10 CSR 20-7.015 and/or 40 CFR 136 unless alternates are approved by the Department. The facility shall 
use sufficiently sensitive analytical methods for detecting, identifying, and measuring the concentrations of pollutants. The facility 
shall ensure the selected methods are able to quantify the presence of pollutants in a given discharge at concentrations are low enough 
to determine compliance with Water Quality Standards in 10 CSR 20-7.031 or effluent limitations unless provisions in the permit 
allow for other alternatives. A method is “sufficiently sensitive” when; 1) the method quantifies the pollutant below the level of the 
applicable water quality criterion or; 2) the method minimum level is above the applicable water quality criterion, but the amount of 
pollutant in a facility’s discharge is high enough the method detects and quantifies the level of pollutant in the discharge, or 3) the 
method has the lowest minimum level of the analytical methods approved under 10 CSR 20-7.015 and or 40 CFR 136. These methods 
are also required for parameters listed as monitoring only, as the data collected may be used to determine if numeric limitations need 
to be established. A permittee is responsible for working with their contractors to ensure the analysis performed is sufficiently 
sensitive. 40 CFR 136 lists the approved methods accepted by the Department. Tables A1-B3 at 10 CSR 20-7.031 shows water quality 
standards. 
  





http://dnr.mo.gov/forms/780-2692-f.pdf
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 ADMINISTRATIVE REQUIREMENTS 



 
On the basis of preliminary staff review and the application of applicable standards and regulations, the Department, as administrative 
agent for the Missouri Clean Water Commission, proposes to issue a permit(s) subject to certain effluent limitations, schedules, and 
special conditions contained herein and within the operating permit. The proposed determinations are tentative pending public 
comment. 
 
PERMIT SYNCHRONIZATION: 
The Department of Natural Resources is currently undergoing a synchronization process for operating permits.  Permits are normally 
issued on a five-year term, but to achieve synchronization many permits will need to be issued for less than the full five years allowed 
by regulation. The intent is all permits within a watershed will move through the Watershed Based Management (WBM) cycle 
together will all expire in the same fiscal year. http://dnr.mo.gov/env/wpp/cpp/docs/watershed-based-management.pdf. This will allow 
further streamlining by placing multiple permits within a smaller geographic area on public notice simultaneously, thereby reducing 
repeated administrative efforts. This will also allow the Department to explore a watershed based permitting effort at some point in the 
future. Renewal applications must continue to be submitted within 180 days of expiration, however, in instances where effluent data 
from the previous renewal is less than two years old, such data may be re-submitted to meet the requirements of the renewal 
application. If the permit provides a schedule of compliance for meeting new water quality based effluent limits beyond the expiration 
date of the permit, the time remaining in the schedule of compliance will be allotted in the renewed permit.  
 If the Department issues the permit at this time, the effective period of the permit would be less than one year in length. To ensure 



efficient use of Department staff time, reduce the Department’s permitting back log, and to provide better service to the permittee 
by avoiding another renewal application to be submitted in such a short time period, this operating permit will be issued for the 
maximum timeframe of five years and synced with other permits in the watershed at a later date.  



 
PUBLIC NOTICE: 
The Department shall give public notice a draft permit has been prepared and its issuance is pending. 
http://dnr.mo.gov/env/wpp/permits/pn/index.html Additionally, public notice will be issued if a public hearing is to be held because of 
a significant degree of interest in or with water quality concerns related to a draft permit. No public notice is required when a request 
for a permit modification or termination is denied; however, the requester and permittee must be notified of the denial in writing.  
 
The Department must issue public notice of a pending operating permit or of a new or reissued statewide general permit. The public 
comment period is the length of time not less than 30 days following the date of the public notice which interested persons may submit 
written comments about the proposed permit.   
 
For persons wanting to submit comments regarding this proposed operating permit, then please refer to the Public Notice page located 
at the front of this draft operating permit. The Public Notice page gives direction on how and where to submit appropriate comments.  
 The Public Notice period for this operating permit was from January 25, 2019 to February 25, 2019. No comments were received 



during this time period.   
 



DATE OF FACT SHEET: OCTOBER 11, 2018 
 
COMPLETED BY: 
SHAWN MASSEY, ENVIRONMENTAL SPECIALIST  
MISSOURI DEPARTMENT OF NATURAL RESOURCES 
WATER PROTECTION PROGRAM 
OPERATING PERMITS SECTION - INDUSTRIAL UNIT  
(573) 751-1399 
Shawn.massey@dnr.mo.gov 
 
 
 
 
 
 
 
 
 
 
 
 
 
  





http://dnr.mo.gov/env/wpp/cpp/docs/watershed-based-management.pdf


http://dnr.mo.gov/env/wpp/permits/pn/index.html


mailto:Shawn.massey@dnr.mo.gov
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Appendix: Antidegradation 
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1. FACILITY INFORMATION 



FACILITY NAME:  Ameren – Huster Substation Groundwater Treatment System NPDES #: NEW FACILITY 
 



FACILITY TYPE/DESCRIPTION:  As a result of the submitted alternative analysis, the applicant’s preferred alternative is 
a 62 gallon per minute air stripper designed to remove greater than 99.9 percent of the dissolved chlorinated volatile 
organic compounds (CVOCs).  The design flow of this new facility will be 0.089 MGD.   
 
COUNTY: St. Charles UTM COORDINATES: X= 714407/ Y= 4300026 
12- DIGIT HUC: 07110009-0105 LEGAL DESCRIPTION: NW¼ , NW¼, Section 24, T47N, R4E 
EDU*: Central Plains/Cuivre/Salt ECOREGION: Big River Floodplain 



* - Ecological Drainage Unit 
 
2. WATER QUALITY INFORMATION 
In accordance with Missouri’s Water Quality Standard [10 CSR 20-7.031(2)] and federal antidegradation policy at Title 40 Code of 
Federal Regulation (CFR) Section 131.12 (a), the Missouri Department of Natural Resources (MDNR) developed a statewide 
antidegradation policy and corresponding procedures to implement the policy.  A proposed discharge to a water body will be required 
to undergo a level of Antidegradation Review which documents that the use of a water body’s available assimilative capacity is 
justified.  Effective August 30, 2008, a facility is required to use Missouri’s Antidegradation Implementation Procedure (AIP) for new 
and expanded wastewater discharges. 
 



2.1. WATER QUALITY HISTORY: 
No history for this facility.  Although located in the Dardenne Creek watershed, the discharge from this facility is not expected to 
have a direct surface connection with Dardenne Creek as there are several levees in the area that have altered the flow lines of the 
water courses.  This was confirmed by a “ground truthing” visit conducted by Ameren’s contractor Barr Engineering, which 
summarized their findings on a map supplied with the Antidegradation application. 
 
U.S. EPA Region 7 (USEPA) and Ameren Missouri (Ameren) entered into a Settlement Agreement and Administrative Order on 
Consent for the Ameren Huster Road electrical substation property, which requires Ameren to design, install, and operate a 
groundwater containment system (GCS) to capture and treat on-site groundwater affected by chlorinated volatile organic compounds 
(CVOCs) at concentrations exceeding Missouri 
Risk-Based Corrective Action (MRBCA) default target levels (DTLs), corresponding to federal Maximum Contaminant Levels 
(MCLs).  This project is in response to these shallow groundwater treatment requirements. 
 
 



OUTFALL DESIGN FLOW 
(CFS) TREATMENT LEVEL RECEIVING WATERBODY DISTANCE  TO  



CLASSIFIED SEGMENT (MI) 
001 0.14 Air Stripper Unnamed Waterbody N/A 



 
3. RECEIVING WATERBODY INFORMATION 



WATERBODY NAME CLASS WBID LOW-FLOW VALUES (CFS) DESIGNATED USES** 
1Q10 7Q10 30Q10 



Unnamed Waterbody U - 0.0 0.0 0.0 General Criteria 



** Protection of Warm Water Aquatic Life and Human Health-Fish Consumption (AQL), Cold Water Fishery (CDF), Cool Water Fishery (CLF), Drinking Water Supply (DWS), Industrial 
(IND), Irrigation (IRR), Livestock & Wildlife Watering (LWW), Secondary Contact Recreation (SCR), Whole Body Contact Recreation (WBC). 
 
RECEIVING WATER BODY SEGMENT #1:  Unnamed Waterbody   
Upper end segment* UTM coordinates:  X= 714407/ Y= 4300026 (Outfall)     
Lower end segment* UTM coordinates:  X= 711720/ Y= 4300784 (levee at Dardenne Creek)   
 



*Segment is the portion of the stream where discharge occurs.  Segment is used to track changes in assimilative capacity and is bound at a minimum by existing sources 
and confluences with other significant water bodies. 
 
Once the treated water is discharged to the Unnamed Waterbody, the water is expected to spread, disperse, and percolate into the 
groundwater of the area.  It is therefore, appropriate to consider the impact of this discharge on groundwater, and permit limits may be 
developed for the protection of groundwater. 
  











 
 



Huster Substation MO0137642 
Fact Sheet Page 17 



 
4. GENERAL COMMENTS 
 
Barr Engineering prepared, on behalf of Ameren Services, the Antidegradation Review for Huster Substation dated October 
2013.  Geohydrological Evaluation request was not submitted as Barr Engineering had an in-house geologist verify that the receiving 
stream is gaining for discharge purposes (Appendix A:  Map).  Applicant elected to assume that all pollutants of concern (POC) are 
significantly degrading the receiving stream in the absence of existing water quality.  An alternative analysis was conducted to fulfill 
the requirements of the AIP.  Information that was provided by the applicant in the submitted report and summary forms in Appendix 
B was used to develop this review document.  A Missouri Department of Conservation Natural Heritage Review was obtained by the 
applicant; and no records of endangered species were found for the project area.  This project has minimal construction and disturbance 
of land in the immediate vicinity of Huster Substation and primarily involves the permitting of a discharge of treated groundwater to 
surface water.  No known sensitive habitats or threatened and endangered species are known to exist that will be negatively impacted 
by the minor construction activities or discharge associated with this project. 
 



5. ANTIDEGRADATION REVIEW INFORMATION 
 
The following is a review of the Antidegradation Review for Huster Substation dated October 2013.   
 
5.1. TIER DETERMINATION 
 
Below is a list of pollutants of concern reasonably expected to be in the discharge (see Appendix B:  Tier Determination and Effluent 
Limit Summary).  Pollutants of concern are defined as those pollutants “proposed for discharge that affects beneficial use(s) in waters 
of the state.  POCs include pollutants that create conditions unfavorable to beneficial uses in the water body receiving the discharge or 
proposed to receive the discharge.” (AIP, Page 7).  Tier 2 was assumed for all POCs (see Appendix B). 
 
Table 1. Pollutants of Concern and Tier Determination 



POLLUTANTS OF CONCERN TIER* DEGRADATION COMMENT 
pH 2 Significant *** 



CIS-1,2 – DICHLOROETHYLENE (DCE) 2 Significant ** 
VINYL CHLORIDE (VC) 2 Significant ** 



TETRACHLOROETHYLENE (PCE) 2 Significant ** 
TRICHLOROETHYLENE (TCE) 2 Significant ** 



PHOSPHORUS 2 Significant ** 
IRON 1 Nondegrading Groundwater standard 



* Tier assumed.  Tier determination not possible:  ** No in-stream standards for these parameters. *** Standard for this parameter is a range. 
 
The following Antidegradation Review Summary attachments in Appendix B were used by the applicant:  



 Attachment A, Tier 2 with significant degradation.   
 Attachment B, Tier 2 with minimal degradation. 
 Attachment D, Tier 1 Review.  Additionally, a Tier 2 review must be conducted for each pollutant of concern on the appropriate 



water body segment 
 



5.2. EXISTING WATER QUALITY 
No existing water quality data was submitted.  All POCs were assumed to be Tier 2 and significantly degraded in the absence of 
existing water quality.   
 



5.3. ALTERNATIVE ANALYSIS 
 
This antidegradation review assumed significant degradation for all Pollutants of Concern, so there is a demonstration of necessity 
(i.e., alternatives analysis) and a determination of social and economic importance included in the report.  Non-degrading alternatives 
such as land application, water reuse, and groundwater reinjection were considered not practicable due to lack of available land, 
industrial users, storage, and/or negative public perception of each alternative.  The report also stated regionalization was not 
practicable due to City of St. Charles having an ordinance, which does not allowing discharge of groundwater into City sewers.  The 
report did not include a detailed analysis of less degrading alternatives as the base case is proposed to remove greater 99.9% of the 
Chlorinated Volatile Organic Compounds (CVOCs).  Based on an EPA’s “Cost-Effective Design of Pump and Treat Systems” 
[EPA542-R-05-008, April 2005], air stripping is the appropriate treatment technology for addressing the pollutants of concern.  The 
document cites air stripping’s high removal efficiency, its relatively low capital and operating costs, and the fact that system 
manufacturers provide standard “off-the-shelf” designs that often provide performance safety factors because additional capacity adds 
little to the cost. 
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The only practicable option presented in the application is a low-profile sieve tray air stripper.  The low-profile air stripping unit is the 
preferred alternative, because of the proven and reliable performance and ease of maintenance.   A low-profile sieve tray air stripper 
will be used to remove dissolved CVOCs from the influent groundwater stream.  The air stripper will operate at an air flow rate of 600 
cubic feet per minute, which results in an air-to-water ratio of 72:1 at the design flow of 62 gallons per minute. At this air-to-water 
ratio, the air stripper is predicted to remove greater 99.9% of CVOCs.  Prior to the air stripping unit, the groundwater will be dosed 
with an anti-scalant to address elevated iron and hardness and reduce the likely scale buildup on the air stripper trays.  The anti-scalant 
proposed is phosphorus based.  Bag filters will also be used to remove any precipitated particulates before and after the air stripper.  
The Groundwater Treatment System will be provided by National Environmental Systems (NES) as a pre-packaged turnkey system 
installed inside a 40 foot long by 8 feet wide cargo box enclosure. 
 



5.4. DEMONSTRATION OF SOCIAL AND ECONOMIC IMPORTANCE  
 
This antidegradation review assumed significant degradation for all Pollutants of Concern, so there is a demonstration of necessity 
(i.e., alternatives analysis) and a determination of social and economic importance that was included in the report.   
 
The applicant first identified the community that will be affected by the proposed degradation of water quality.  The affected 
community is likely within the City of St. Charles.  The City is dependent on radial, public drinking water wells located near the 
substation site.  Protection of the groundwater from which the City’s wells draw is a primary socio economic consideration.  The area 
in immediate proximity to the site is currently used primarily for agricultural, industrial, and recreational purposes.  Row crops and 
commercial facilities are to the west.  Fountain Lakes Park borders the site on the north, east, and south and has two fishing lakes, a 
skate park, and a walking trail.  The uses adjacent to this site should not be negatively impacted by the groundwater treatment system.  
 
6. GENERAL ASSUMPTIONS OF THE WATER QUALITY AND ANTIDEGRADATION REVIEW 



 
1. A Water Quality and Antidegradation Review (WQAR) assumes that [10 CSR 20-6.010(3) Continuing Authorities and 10 CSR 



20-6.010(4) (D)] consideration for no discharge has been or will be addressed in a Missouri State Operating Permit or 
Construction Permit Application.   



2. A WQAR does not indicate approval or disapproval of alternative analysis as per 10 CSR 20-7.015(4) Losing Streams and/or any 
section of the effluent regulations. 



3. Changes to Federal and State Regulations made after the drafting of this WQAR may alter Water Quality Based Effluent Limits 
(WQBEL). 



4. Effluent limitations derived from Federal or Missouri State Regulations (FSR) may be WQBEL or Effluent Limit Guidelines 
(ELG).  



5. WQBEL supersede ELG only when they are more stringent.  Mass limits derived from technology based limits are still 
appropriate.  



6. A WQAR does not allow discharges to waters of the state, and shall not be construed as a National Pollution Discharge 
Elimination System or Missouri State Operating Permit to discharge or a permit to construct, modify, or upgrade. 



7. Limitations and other requirements in a WQAR may change as Water Quality Standards, Methodology, and Implementation 
procedures change. 



8. Nothing in this WQAR removes any obligations to comply with county or other local ordinances or restrictions. 
 
7. MIXING CONSIDERATIONS 
 



Mixing Zone (MZ): Not Allowed [10 CSR 20-7.031(4)(A)4.B.(I)(a)]. 
 
Zone of Initial Dilution (ZID): Not Allowed [10 CSR 20-7.031(4)(A)4.B.(I)(b)]  



 
8. PERMIT LIMITS AND MONITORING INFORMATION 
 



WASTELOAD ALLOCATION 
STUDY CONDUCTED (Y OR N): N  USE ATTAINABILITY  



ANALYSIS CONDUCTED (Y OR N): N  WHOLE BODY CONTACT  
USE RETAINED (Y OR N): N  



 
OUTFALL #001  



 
WET TEST (Y OR N): Y FREQUENCY: ONCE/YEAR AEC: 100% METHOD: MULTIPLE 



 
* Based upon industrial process wastewater requirements and best professional judgment of the pollutant types. 
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TABLE 3. ANTIDEGRADATION EFFLUENT LIMITS OUTFALL 001 



PARAMETER UNITS DAILY 
MAXIMUM 



WEEKLY 
AVERAGE 



MONTHLY 
AVERAGE 



BASIS FOR 
LIMIT 



(NOTE 1) 



MONITORING 
FREQUENCY 



FLOW MGD *  *  ONCE/MONTH 



PH  SU 6– 9  6 – 9 FSR ONCE/MONTH 
CIS-1,2 – DICHLOROETHYLENE 



(DCE) 
µg/L 141  70 PEL ONCE/MONTH 



VINYL CHLORIDE (VC) µg/L 4  2 PEL ONCE/MONTH 
TETRACHLOROETHYLENE (PCE) µg/L 1.6  0.8 PEL ONCE/MONTH 



TRICHLOROETHYLENE (TCE) µg/L 10.1  5 PEL ONCE/MONTH 



IRON (INFLUENT) µg/L *  * N/A ONCE/MONTH 



IRON (EFFLUENT) µg/L *  * N/A ONCE/MONTH 



IRON (NET) µg/L 603  603 WQBEL ONCE/MONTH 



PHOSPHORUS MG/L *  * N/A ONCE/MONTH 
NOTE 1– WATER QUALITY-BASED EFFLUENT LIMITATION --WQBEL; OR MINIMALLY DEGRADING EFFLUENT LIMIT--MDEL; OR 
PREFERRED ALTERNATIVE EFFLUENT LIMIT-PEL; TECHNOLOGY-BASED EFFLUENT LIMIT-TBEL; OR NO DEGRADATION EFFLUENT 
LIMIT--NDEL; OR FSR --FEDERAL/STATE REGULATION; OR N/A--NOT APPLICABLE.  ALSO, PLEASE SEE THE GENERAL ASSUMPTIONS 
OF THE WQAR #4 & #5. 
* - Monitoring requirements only.  
 
9. RECEIVING WATER MONITORING REQUIREMENTS 
No receiving water monitoring requirements recommended at this time. 
 
 DERIVATION AND DISCUSSION OF LIMITS 
 
Wasteload allocations and limits were calculated using two methods:   
 
1) Water quality-based – Using water quality criteria or water quality model results and the dilution equation below: 



( ) ( )
( )se



eess



QQ
QCQCC



+
×+×



=  (EPA/505/2-90-001, Section 4.5.5) 



Where  C = downstream concentration 
 Cs = upstream concentration 
 Qs = upstream flow 
 Ce = effluent concentration 
 Qe = effluent flow 
 
Acute wasteload allocations were determined using applicable water quality criteria (CMC: criteria maximum concentration) and 
stream volume of flow at the edge of the zone of initial dilution (ZID). 
 
Water quality-based maximum daily and average monthly effluent limitations were calculated using methods and procedures outlined 
in USEPA’s “Technical Support Document For Water Quality-based Toxics Control” (EPA/505/2-90-001). 
 
2) Alternative Analysis-based – Using the preferred alternative’s treatment capacity for conventional pollutants such as BOD5 and 
TSS that are provided by the consultant as the WLA, the significantly-degrading effluent average monthly and average weekly limits 
are determined by applying the WLA as the average monthly (AML) and multiplying the AML by 1.5 to derive the average weekly 
limit (AWL).  For toxic and nonconventional pollutant such as ammonia, the treatment capacity is applied as the significantly-
degrading effluent monthly average (AML).  A maximum daily can be derived by dividing the AML by 1.19 to determine the long-
term average (LTA).  The LTA is then multiplied by 3.11 to obtain the maximum daily limitation. This is an accepted procedure that 
is defined in USEPA’s “Technical Support Document For Water Quality-based Toxics Control” (EPA/505/2-90-001).   
  
Note:  Significantly-degrading effluent limits have been based on the authority included in Section III. Permit Consideration of the 
AIP.  Also under 40 CFR 133.105, permitting authorities shall require more stringent limitations than equivalent to secondary 
treatment limitations for 1) existing facilities if the permitting authority determines that the 30-day average and 7-day average BOD5 
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and TSS effluent values that could be achievable through proper operation and maintenance of the treatment works, and 2) new 
facilities if the permitting authority determines that the 30-day average and 7-day average BOD5  and TSS effluent values that could 
be achievable through proper operation and maintenance of the treatment works, considering the design capability of the treatment 
process. 



Since the facility is not expected to affect Dardenne Creek as there does not appear to be a direct surface connection between the 
treatment system and Dardenne Creek as there are several levees in the area that have altered the flow lines of the water courses, the 
facility has Preferred Alternative Effluent Limits for most of the pollutants of concern as these pollutants only have chronic criteria.  
The treatment technology selected is more than capable of meeting the proposed Preferred Alternative Effluent Limits in this section. 



9.1. OUTFALL #001 – MAIN FACILITY OUTFALL 
 



9.2. LIMIT DERIVATION 
 
• Flow.  In accordance with [40 CFR Part 122.44(i)(1)(ii)] the volume of effluent discharged from each outfall is needed to assure 



compliance with permitted effluent limitations.  If the permittee is unable to obtain effluent flow, then it is the responsibility of 
the permittee to inform the department, which may require the submittal of an operating permit modification. 



 
• pH.  pH shall be maintained in the range from six to nine (6– 9) standard units [10 CSR 20-7.015(8)(A)2.]. 
 
• cis-1,2-Dichloroethylene (DCE). According to EPA technical documents, air stripping is capable of removing at least 99 percent 



of DCE.  The concentration of the influent is estimated to be 9.6 mg/L.  Applying the 99 percent removal efficiency yields a 
minimum technology-based effluent limit of 96 µg/L.  There is no Human Health Protection-Fish Consumption criteria (HHF) for 
PCE, nor is there an aquatic life criteria.  To derive the Monthly Daily Maximum (MDL), the average monthly limit was multiplied 
by 1.5, thus the MDL is 144µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts.  Since there does not 
appear to be a direct surface water connection with Dardenne Creek due to the intricate levee system of this area, the effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 70 µg/L for DCE.  To derive the Monthly 
Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 141 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3. 



 
• Vinyl Chloride. According to EPA technical documents, air stripping is capable of removing at least 99 percent of Vinyl Chloride.  



The concentration of the influent is estimated to be 0.28 mg/L.  Applying the 99 percent removal efficiency yields a minimum 
technology-based effluent limit of 2.8 µg/L.  The HHF for PCE is 525 µg/L, however consumption of fish from the unnamed 
waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum (MDL), the 
average monthly limit was multiplied by 1.5, thus the MDL is 4.2 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts.  Since there does not 
appear to be a direct surface water connection with Dardenne Creek due to the intricate levee system of this area, the effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 2 µg/L for Vinyl Chloride.  To derive the 
Monthly Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 4.0 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3. 



 
• Tetrachloroethylene (PCE).  According to EPA technical documents, air stripping is capable of removing at least 99 percent of 



PCE.  The concentration of the influent is estimated to be 0.121 mg/L.  Applying the 99 percent removal efficiency yields a minimum 
technology-based effluent limit of     1.21 µg/L.  The HHF for PCE is 8.85 µg/L, however consumption of fish from the unnamed 
waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum (MDL), the 
average monthly limit was multiplied by 1.5, thus the MDL is 1.82 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts.  Since there does not 
appear to be a direct surface water connection with Dardenne Creek due to the intricate levee system of this area, the effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 0.8 µg/L for PCE.  To derive the Monthly 
Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 1.61 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3. 
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• Trichloroethylene (TCE).  According to EPA technical documents, air stripping is capable of removing at least 99 percent of TCE.  



The concentration of the influent is estimated to be 0.96 mg/L.  Applying the 99 percent removal efficiency yields a minimum 
technology-based effluent limit of       9.6 µg/L.  The HHF for TCE is 80 µg/L, however consumption of fish from the unnamed 
waterbody is not expected, therefore, an HHF limit will not be developed.  To derive the Monthly Daily Maximum (MDL), the 
average monthly limit was multiplied by 1.5, thus the MDL is 14.4 µg/L. 



 
Although Antidegradation applies solely to surface waters, operating permits consider groundwater impacts.  Since there does not 
appear to be a direct surface water connection with Dardenne Creek due to the intricate levee system of this area, the effluent is 
assumed to impact groundwater.  The chronic criteria for the protection of groundwater is 5 µg/L for TCE.  To derive the Monthly 
Daily Maximum (MDL), the average monthly limit was multiplied by 2.01, thus the MDL = 10.1 µg/l. 



 
The most stringent limit will apply (groundwater criteria), and is reflected in Table 3. 



 
• Iron, Total Recoverable.    Iron is naturally occurring in the groundwater underlying the site and will be present in the 



influent and in the discharge from the air stripper treatment unit.  As mentioned previously, the air stripper unit is not 
intended or designed to remove iron from the groundwater.  This effluent limitation is designed to limit the discharge of iron 
from the air stripper to the iron that is naturally occurring and contained in the groundwater that air stripper unit will be 
treating. 



 
The net Iron effluent limitation is to be determined by subtracting the total iron concentration in the influent to the air stripper 
from the total iron concentration in the effluent.  This effluent limitation is to be a net effluent limitation in a manner outlined in 
federal regulations (40 CFR 122.45(g)). 



 
• Total Phosphorus.  Monitoring requirement only. The department does not have an implementation plan for nutrients, but the 



facility is proposing to use a phosphorus compound for control of iron fouling in the air stripper trays, therefore the department is 
proposing that the facility collect monitoring data.  The antidegradation report mentions an effluent concentration of 1.5 mg/L. 
 
Antidegradation does not apply to subsurface discharges, however, limits in an operating permit will be developed to protect 
groundwater.  This arises from the fact that there does not appear to be a direct surface water connection with Dardenne Creek 
due to the intricate levee system of this area.  
 



11. ANTIDEGRADATION REVIEW PRELIMINARY DETERMINATION 
 
The proposed new facility discharge, Ameren – Huster Substation Groundwater Treatment System,      0.089 MGD is assumed to result 
in significant degradation of the segment identified.  A low-profile sieve tray air stripper unit was determined to be the base case 
technology (lowest cost alternative that meets technology and water quality based effluent limitations.  The cost effectiveness of the 
other technologies were evaluated, and the air stripper was found to be cost effective and was determined to be the preferred alternative.  
The chlorinated volatile organic compounds (CVOCs), which are the pollutants of concern, are proposed to have effluent limits based 
on the capabilities of the preferred alternative capabilities. 
 
Per the requirements of the AIP, the effluent limits in this review were developed to be protective of beneficial uses and to attain the 
highest statutory and regulatory requirements.  MDNR has determined that the submitted review is sufficient and meets the 
requirements of the AIP.  No further analysis is needed for this discharge. 
 
Reviewers:  Keith Forck, P.E. & John Rustige, P.E. 
Date: 11//2013 
Section Chief:  Refaat Mefrakis, P.E. 
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These Standard Conditions incorporate permit conditions as 
required by 40 CFR 122.41 or other applicable state statutes or 
regulations.  These minimum conditions apply unless superseded 
by requirements specified in the permit. 
 



Part I – General Conditions 
Section A – Sampling, Monitoring, and Recording 
 



1. Sampling Requirements. 
a. Samples and measurements taken for the purpose of monitoring shall 



be representative of the monitored activity. 
b. All samples shall be taken at the outfall(s) or Missouri Department of 



Natural Resources (Department) approved sampling location(s), and 
unless specified, before the effluent joins or is diluted by any other 
body of water or substance. 



 



2. Monitoring Requirements. 
a. Records of monitoring information shall include: 



i. The date, exact place, and time of sampling or measurements; 
ii. The individual(s) who performed the sampling or measurements; 



iii.  The date(s) analyses were performed; 
iv. The individual(s) who performed the analyses; 
v. The analytical techniques or methods used; and 



vi. The results of such analyses. 
b. If the permittee monitors any pollutant more frequently than required 



by the permit at the location specified in the permit using test 
procedures approved under 40 CFR Part 136, or another method 
required for an industry-specific waste stream under 40 CFR 
subchapters N or O, the results of such monitoring shall be included in 
the calculation and reported to the Department with the discharge 
monitoring report data (DMR) submitted to the Department pursuant to 
Section B, paragraph 7. 



 



3. Sample and Monitoring Calculations.  Calculations for all sample and 
monitoring results which require averaging of measurements shall utilize an 
arithmetic mean unless otherwise specified in the permit. 



 



4. Test Procedures.  The analytical and sampling methods used shall conform 
to the reference methods listed in 10 CSR 20-7.015 unless alternates are 
approved by the Department.  The facility shall use sufficiently sensitive 
analytical methods for detecting, identifying, and measuring the 
concentrations of pollutants.  The facility shall ensure that the selected 
methods are able to quantify the presence of pollutants in a given discharge 
at concentrations that are low enough to determine compliance with Water 
Quality Standards in 10 CSR 20-7.031 or effluent limitations unless 
provisions in the permit allow for other alternatives.  A method is 
“sufficiently sensitive” when; 1) the method minimum level is at or below 
the level of the applicable water quality criterion for the pollutant or, 2) the 
method minimum level is above the applicable water quality criterion, but 
the amount of pollutant in a facility’s discharge is high enough that the 
method detects and quantifies the level of pollutant in the discharge, or 3) the 
method has the lowest minimum level of the analytical methods approved 
under 10 CSR 20-7.015.  These methods are also required for parameters that 
are listed as monitoring only, as the data collected may be used to determine 
if limitations need to be established.  A permittee is responsible for working 
with their contractors to ensure that the analysis performed is sufficiently 
sensitive.   



 



5. Record Retention.  Except for records of monitoring information required 
by the permit related to the permittee's sewage sludge use and disposal 
activities, which shall be retained for a period of at least five (5) years (or 
longer as required by 40 CFR part 503), the permittee shall retain records of 
all monitoring information, including all calibration and maintenance records 
and all original strip chart recordings for continuous monitoring 
instrumentation, copies of all reports required by the permit, and records of 
all data used to complete the application for the permit, for a period of at 
least three (3) years from the date of the sample, measurement, report or 
application. This period may be extended by request of the Department at 
any time. 



 
 
 



6. Illegal Activities.   
a. The Federal Clean Water Act provides that any person who falsifies, 



tampers with, or knowingly renders inaccurate any monitoring device 
or method required to be maintained under the permit shall, upon 
conviction, be punished by a fine of not more than $10,000, or by 
imprisonment for not more than two (2) years, or both. If a conviction 
of a person is for a violation committed after a first conviction of such 
person under this paragraph, punishment is a fine of not more than 
$20,000 per day of violation, or by imprisonment of not more than four 
(4) years, or both. 



b. The Missouri Clean Water Law provides that any person or who 
falsifies, tampers with, or knowingly renders inaccurate any monitoring 
device or method required to be maintained pursuant to sections 
644.006 to 644.141 shall, upon conviction, be punished by a fine of not 
more than $10,000, or by imprisonment for not more than six (6) 
months, or by both. Second and successive convictions for violation 
under this paragraph by any person shall be punished by a fine of not 
more than $50,000 per day of violation, or by imprisonment for not 
more than two (2) years, or both. 



 



Section B – Reporting Requirements 
 



1. Planned Changes.  
a. The permittee shall give notice to the Department as soon as possible of 



any planned physical alterations or additions to the permitted facility 
when:  
i. The alteration or addition to a permitted facility may meet one of the 



criteria for determining whether a facility is a new source in 40 CFR 
122.29(b); or  



ii. The alteration or addition could significantly change the nature or 
increase the quantity of pollutants discharged. This notification 
applies to pollutants which are subject neither to effluent limitations 
in the permit, nor to notification requirements under 40 CFR 122.42;  



iii.  The alteration or addition results in a significant change in the 
permittee's sludge use or disposal practices, and such alteration, 
addition, or change may justify the application of permit conditions 
that are different from or absent in the existing permit, including 
notification of additional use or disposal sites not reported during the 
permit application process or not reported pursuant to an approved 
land application plan;  



iv. Any facility expansions, production increases, or process 
modifications which will result in a new or substantially different 
discharge or sludge characteristics must be reported to the 
Department 60 days before the facility or process modification 
begins.  Notification may be accomplished by application for a new 
permit.  If the discharge does not violate effluent limitations 
specified in the permit, the facility is to submit a notice to the 
Department of the changed discharge at least 30 days before such 
changes.  The Department may require a construction permit and/or 
permit modification as a result of the proposed changes at the 
facility.  



 
2. Non-compliance Reporting.  



a. The permittee shall report any noncompliance which may endanger 
health or the environment. Relevant information shall be provided 
orally or via the current electronic method approved by the Department, 
within 24 hours from the time the permittee becomes aware of the 
circumstances, and shall be reported to the appropriate Regional Office 
during normal business hours or the Environmental Emergency 
Response hotline at 573-634-2436 outside of normal business hours.  A 
written submission shall also be provided within five (5) business days 
of the time the permittee becomes aware of the circumstances. The 
written submission shall contain a description of the noncompliance 
and its cause; the period of noncompliance, including exact dates and 
times, and if the noncompliance has not been corrected, the anticipated 
time it is expected to continue; and steps taken or planned to reduce, 
eliminate, and prevent reoccurrence of the noncompliance.  
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b. The following shall be included as information which must be reported 
within 24 hours under this paragraph.  
i. Any unanticipated bypass which exceeds any effluent limitation in 



the permit. 
ii. Any upset which exceeds any effluent limitation in the permit.  



iii.  Violation of a maximum daily discharge limitation for any of the 
pollutants listed by the Department in the permit required to be 
reported within 24 hours.  



c. The Department may waive the written report on a case-by-case basis 
for reports under paragraph 2. b. of this section if the oral report has 
been received within 24 hours. 



 



3. Anticipated Noncompliance. The permittee shall give advance notice to the 
Department of any planned changes in the permitted facility or activity 
which may result in noncompliance with permit requirements.  The notice 
shall be submitted to the Department 60 days prior to such changes or 
activity. 



 



4. Compliance Schedules. Reports of compliance or noncompliance with, or 
any progress reports on, interim and final requirements contained in any 
compliance schedule of the permit shall be submitted no later than 14 days 
following each schedule date.  The report shall provide an explanation for the 
instance of noncompliance and a proposed schedule or anticipated date, for 
achieving compliance with the compliance schedule requirement. 



 



5. Other Noncompliance. The permittee shall report all instances of 
noncompliance not reported under paragraphs 2, 3, and 6 of this section, at 
the time monitoring reports are submitted. The reports shall contain the 
information listed in paragraph 2. a. of this section.  



 



6. Other Information. Where the permittee becomes aware that it failed to 
submit any relevant facts in a permit application, or submitted incorrect 
information in a permit application or in any report to the Department, it 
shall promptly submit such facts or information.  



 



7. Discharge Monitoring Reports. 
a. Monitoring results shall be reported at the intervals specified in the 



permit. 
b. Monitoring results must be reported to the Department via the current 



method approved by the Department, unless the permittee has been 
granted a waiver from using the method.  If the permittee has been 
granted a waiver, the permittee must use forms provided by the 
Department. 



c. Monitoring results shall be reported to the Department no later than the 
28th day of the month following the end of the reporting period.   



 



Section C – Bypass/Upset Requirements 
 



1. Definitions. 
a. Bypass: the intentional diversion of waste streams from any portion of a 



treatment facility, except in the case of blending. 
b. Severe Property Damage: substantial physical damage to property, 



damage to the treatment facilities which causes them to become 
inoperable, or substantial and permanent loss of natural resources 
which can reasonably be expected to occur in the absence of a bypass. 
Severe property damage does not mean economic loss caused by delays 
in production. 



c. Upset:  an exceptional incident in which there is unintentional and 
temporary noncompliance with technology based permit effluent 
limitations because of factors beyond the reasonable control of the 
permittee. An upset does not include noncompliance to the extent 
caused by operational error, improperly designed treatment facilities, 
inadequate treatment facilities, lack of preventive maintenance, or 
careless or improper operation. 



 



2. Bypass Requirements. 
a. Bypass not exceeding limitations. The permittee may allow any bypass 



to occur which does not cause effluent limitations to be exceeded, but 
only if it also is for essential maintenance to assure efficient operation. 
These bypasses are not subject to the provisions of paragraphs 2. b. and 
2. c. of this section.  
 
 



b. Notice. 
i. Anticipated bypass. If the permittee knows in advance of the need 



for a bypass, it shall submit prior notice, if possible at least 10 days 
before the date of the bypass. 



ii. Unanticipated bypass. The permittee shall submit notice of an 
unanticipated bypass as required in Section B – Reporting 
Requirements, paragraph 5 (24-hour notice).  



c. Prohibition of bypass. 
i. Bypass is prohibited, and the Department may take enforcement 



action against a permittee for bypass, unless: 
1. Bypass was unavoidable to prevent loss of life, personal injury, 



or severe property damage;  
2. There were no feasible alternatives to the bypass, such as the 



use of auxiliary treatment facilities, retention of untreated 
wastes, or maintenance during normal periods of equipment 
downtime. This condition is not satisfied if adequate back-up 
equipment should have been installed in the exercise of 
reasonable engineering judgment to prevent a bypass which 
occurred during normal periods of equipment downtime or 
preventive maintenance; and  



3. The permittee submitted notices as required under paragraph 2. 
b. of this section.  



ii. The Department may approve an anticipated bypass, after 
considering its adverse effects, if the Department determines that it 
will meet the three (3) conditions listed above in paragraph 2. c. i. of 
this section. 



 



3. Upset Requirements. 
a. Effect of an upset. An upset constitutes an affirmative defense to an 



action brought for noncompliance with such technology based permit 
effluent limitations if the requirements of paragraph 3. b. of this section 
are met. No determination made during administrative review of claims 
that noncompliance was caused by upset, and before an action for 
noncompliance, is final administrative action subject to judicial review.  



b. Conditions necessary for a demonstration of upset. A permittee who 
wishes to establish the affirmative defense of upset shall demonstrate, 
through properly signed, contemporaneous operating logs, or other 
relevant evidence that:  
i. An upset occurred and that the permittee can identify the cause(s) of 



the upset;  
ii. The permitted facility was at the time being properly operated; and  



iii.  The permittee submitted notice of the upset as required in Section B 
– Reporting Requirements, paragraph 2. b. ii. (24-hour notice).  



iv. The permittee complied with any remedial measures required under 
Section D – Administrative Requirements, paragraph 4. 



c. Burden of proof. In any enforcement proceeding, the permittee seeking 
to establish the occurrence of an upset has the burden of proof.  



 



Section D – Administrative Requirements 
 



1. Duty to Comply. The permittee must comply with all conditions of this 
permit. Any permit noncompliance constitutes a violation of the Missouri 
Clean Water Law and Federal Clean Water Act and is grounds for 
enforcement action; for permit termination, revocation and reissuance, or 
modification; or denial of a permit renewal application. 
a. The permittee shall comply with effluent standards or prohibitions 



established under section 307(a) of the Federal Clean Water Act for 
toxic pollutants and with standards for sewage sludge use or disposal 
established under section 405(d) of the CWA within the time provided 
in the regulations that establish these standards or prohibitions or 
standards for sewage sludge use or disposal, even if the permit has not 
yet been modified to incorporate the requirement.  



b. The Federal Clean Water Act provides that any person who violates 
section 301, 302, 306, 307, 308, 318 or 405 of the Act, or any permit 
condition or limitation implementing any such sections in a permit 
issued under section 402, or any requirement imposed in a pretreatment 
program approved under sections 402(a)(3) or 402(b)(8) of the Act, is 
subject to a civil penalty not to exceed $25,000 per day for each 
violation. The Federal Clean Water Act provides that any person who 
negligently violates sections 301, 302, 306, 307, 308, 318, or 405 of the 
Act, or any condition or limitation implementing any of such sections 
in a permit issued under section 402 of the Act, or any requirement 
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imposed in a pretreatment program approved under section 402(a)(3) or 
402(b)(8) of the Act, is subject to criminal penalties of $2,500 to 
$25,000 per day of violation, or imprisonment of not more than one (1) 
year, or both. In the case of a second or subsequent conviction for a 
negligent violation, a person shall be subject to criminal penalties of 
not more than $50,000 per day of violation, or by imprisonment of not 
more than two (2) years, or both. Any person who knowingly violates 
such sections, or such conditions or limitations is subject to criminal 
penalties of $5,000 to $50,000 per day of violation, or imprisonment 
for not more than three (3) years, or both. In the case of a second or 
subsequent conviction for a knowing violation, a person shall be 
subject to criminal penalties of not more than $100,000 per day of 
violation, or imprisonment of not more than six (6) years, or both. Any 
person who knowingly violates section 301, 302, 303, 306, 307, 308, 
318 or 405 of the Act, or any permit condition or limitation 
implementing any of such sections in a permit issued under section 402 
of the Act, and who knows at that time that he thereby places another 
person in imminent danger of death or serious bodily injury, shall, upon 
conviction, be subject to a fine of not more than $250,000 or 
imprisonment of not more than 15 years, or both. In the case of a 
second or subsequent conviction for a knowing endangerment 
violation, a person shall be subject to a fine of not more than $500,000 
or by imprisonment of not more than 30 years, or both. An 
organization, as defined in section 309(c)(3)(B)(iii) of the CWA, shall, 
upon conviction of violating the imminent danger provision, be subject 
to a fine of not more than $1,000,000 and can be fined up to $2,000,000 
for second or subsequent convictions.  



c. Any person may be assessed an administrative penalty by the EPA 
Director for violating section 301, 302, 306, 307, 308, 318 or 405 of 
this Act, or any permit condition or limitation implementing any of 
such sections in a permit issued under section 402 of this Act. 
Administrative penalties for Class I violations are not to exceed 
$10,000 per violation, with the maximum amount of any Class I 
penalty assessed not to exceed $25,000. Penalties for Class II violations 
are not to exceed $10,000 per day for each day during which the 
violation continues, with the maximum amount of any Class II penalty 
not to exceed $125,000.  



d. It is unlawful for any person to cause or permit any discharge of water 
contaminants from any water contaminant or point source located in 
Missouri in violation of sections 644.006 to 644.141 of the Missouri 
Clean Water Law, or any standard, rule or regulation promulgated by 
the commission. In the event the commission or the director determines 
that any provision of sections 644.006 to 644.141 of the Missouri Clean 
Water Law or standard, rules, limitations or regulations promulgated 
pursuant thereto, or permits issued by, or any final abatement order, 
other order, or determination made by the commission or the director, 
or any filing requirement pursuant to sections 644.006 to 644.141 of 
the Missouri Clean Water Law or any other provision which this state 
is required to enforce pursuant to any federal water pollution control 
act, is being, was, or is in imminent danger of being violated, the 
commission or director may cause to have instituted a civil action in 
any court of competent jurisdiction for the injunctive relief to prevent 
any such violation or further violation or for the assessment of a 
penalty not to exceed $10,000 per day for each day, or part thereof, the 
violation occurred and continues to occur, or both, as the court deems 
proper. Any person who willfully or negligently commits any violation 
in this paragraph shall, upon conviction, be punished by a fine of not 
less than $2,500 nor more than $25,000 per day of violation, or by 
imprisonment for not more than one year, or both. Second and 
successive convictions for violation of the same provision of this 
paragraph by any person shall be punished by a fine of not more than 
$50,000 per day of violation, or by imprisonment for not more than two 
(2) years, or both. 
 



2. Duty to Reapply.  
a. If the permittee wishes to continue an activity regulated by this permit 



after the expiration date of this permit, the permittee must apply for and 
obtain a new permit.  



b. A permittee with a currently effective site-specific permit shall submit 
an application for renewal at least 180 days before the expiration date 
of the existing permit, unless permission for a later date has been 
granted by the Department. (The Department shall not grant permission 



for applications to be submitted later than the expiration date of the 
existing permit.) 



c. A permittees with currently effective general permit shall submit an 
application for renewal at least 30 days before the existing permit 
expires, unless the permittee has been notified by the Department that 
an earlier application must be made. The Department may grant 
permission for a later submission date.  (The Department shall not grant 
permission for applications to be submitted later than the expiration 
date of the existing permit.) 



 



3. Need to Halt or Reduce Activity Not a Defense. It shall not be a defense 
for a permittee in an enforcement action that it would have been necessary to 
halt or reduce the permitted activity in order to maintain compliance with the 
conditions of this permit.  



 



4. Duty to Mitigate. The permittee shall take all reasonable steps to minimize 
or prevent any discharge or sludge use or disposal in violation of this permit 
which has a reasonable likelihood of adversely affecting human health or the 
environment.  



 



5. Proper Operation and Maintenance. The permittee shall at all times 
properly operate and maintain all facilities and systems of treatment and 
control (and related appurtenances) which are installed or used by the 
permittee to achieve compliance with the conditions of this permit. Proper 
operation and maintenance also includes adequate laboratory controls and 
appropriate quality assurance procedures. This provision requires the 
operation of back-up or auxiliary facilities or similar systems which are 
installed by a permittee only when the operation is necessary to achieve 
compliance with the conditions of the permit.  



 



6. Permit Actions. 
a. Subject to compliance with statutory requirements of the Law and 



Regulations and applicable Court Order, this permit may be modified, 
suspended, or revoked in whole or in part during its term for cause 
including, but not limited to, the following: 
i. Violations of any terms or conditions of this permit or the law; 
ii. Having obtained this permit by misrepresentation or failure to 



disclose fully any relevant facts; 
iii.  A change in any circumstances or conditions that requires either a 



temporary or permanent reduction or elimination of the authorized 
discharge; or 



iv. Any reason set forth in the Law or Regulations. 
b. The filing of a request by the permittee for a permit modification, 



revocation and reissuance, or termination, or a notification of planned 
changes or anticipated noncompliance does not stay any permit 
condition.  



 



7. Permit Transfer. 
a. Subject to 10 CSR 20-6.010, an operating permit may be transferred 



upon submission to the Department of an application to transfer signed 
by the existing owner and the new owner, unless prohibited by the 
terms of the permit.  Until such time the permit is officially transferred, 
the original permittee remains responsible for complying with the terms 
and conditions of the existing permit. 



b. The Department may require modification or revocation and reissuance 
of the permit to change the name of the permittee and incorporate such 
other requirements as may be necessary under the Missouri Clean 
Water Law or the Federal Clean Water Act. 



c. The Department, within 30 days of receipt of the application, shall 
notify the new permittee of its intent to revoke or reissue or transfer the 
permit. 



 



8. Toxic Pollutants.  The permittee shall comply with effluent standards or 
prohibitions established under section 307(a) of the Federal Clean Water Act 
for toxic pollutants and with standards for sewage sludge use or disposal 
established under section 405(d) of the Federal Clean Water Act within the 
time provided in the regulations that establish these standards or prohibitions 
or standards for sewage sludge use or disposal, even if the permit has not yet 
been modified to incorporate the requirement. 



 



9. Property Rights. This permit does not convey any property rights of any 
sort, or any exclusive privilege. 
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10. Duty to Provide Information. The permittee shall furnish to the 
Department, within a reasonable time, any information which the 
Department may request to determine whether cause exists for modifying, 
revoking and reissuing, or terminating this permit or to determine 
compliance with this permit. The permittee shall also furnish to the 
Department upon request, copies of records required to be kept by this 
permit. 



 



11. Inspection and Entry. The permittee shall allow the Department, or an 
authorized representative (including an authorized contractor acting as a 
representative of the Department), upon presentation of credentials and other 
documents as may be required by law, to:  
a. Enter upon the permittee's premises where a regulated facility or 



activity is located or conducted, or where records must be kept under 
the conditions of the permit;  



b. Have access to and copy, at reasonable times, any records that must be 
kept under the conditions of this permit;  



c. Inspect at reasonable times any facilities, equipment (including 
monitoring and control equipment), practices, or operations regulated 
or required under this permit; and  



d. Sample or monitor at reasonable times, for the purposes of assuring 
permit compliance or as otherwise authorized by the Federal Clean 
Water Act or Missouri Clean Water Law, any substances or parameters 
at any location. 



 



12. Closure of Treatment Facilities. 
a. Persons who cease operation or plan to cease operation of waste, 



wastewater, and sludge handling and treatment facilities shall close the 
facilities in accordance with a closure plan approved by the 
Department. 



b. Operating Permits under 10 CSR 20-6.010 or under 10 CSR 20-6.015 
are required until all waste, wastewater, and sludges have been 
disposed of in accordance with the closure plan approved by the 
Department and any disturbed areas have been properly stabilized.  
Disturbed areas will be considered stabilized when perennial 
vegetation, pavement, or structures using permanent materials cover all 
areas that have been disturbed.  Vegetative cover, if used, shall be at 
least 70% plant density over 100% of the disturbed area. 



 



13. Signatory Requirement.  
a. All permit applications, reports required by the permit, or information 



requested by the Department shall be signed and certified. (See 40 CFR 
122.22 and 10 CSR 20-6.010) 



b. The Federal Clean Water Act provides that any person who knowingly 
makes any false statement, representation, or certification in any record 
or other document submitted or required to be maintained under this 
permit, including monitoring reports or reports of compliance or non-
compliance shall, upon conviction, be punished by a fine of not more 
than $10,000 per violation, or by imprisonment for not more than six 
(6) months per violation, or by both.  



c. The Missouri Clean Water Law provides that any person who 
knowingly makes any false statement, representation or certification in 
any application, record, report, plan, or other document filed or 
required to be maintained pursuant to sections 644.006 to 644.141 
shall, upon conviction, be punished by a fine of not more than ten 
thousand dollars, or by imprisonment for not more than six months, or 
by both. 



 



14. Severability.  The provisions of the permit are severable, and if any 
provision of the permit, or the application of any provision of the permit to 
any circumstance, is held invalid, the application of such provision to other 
circumstances, and the remainder of the permit, shall not be affected thereby. 
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